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Abstract 
This thesis describes the development of a new type of Magnetic Force Microscope 
(MFM) probe based on a unique electromagnetic design. In addition the design, 
construction and testing of a new MFM system, complete in both hardware and software, is 
also described. The MFM allowed initial tests on prototypes of the new probe, and is to 
provide a base for future new probe integration. The microscope uses standard MFM 
micro-cantilever probes in static modes of imaging. A new computer hosted DSP control 
system, software, and its various interfaces with the MFM have been integrated into the 
system. The system has been tested using standard probes with various specimens and 
satisfactory results have been produced. 
A novel probe has been designed to replace the standard MFM magnetic coated tip with a 
field generated about a sub-micron aperture in a conducting film. The field from the new 
probe is modelled and its imaging capability investigated, with iterative designs analysed 
in this way. The practical construction and potential problems therein, of the probe are 
also considered. Test apertures have been manufactured, and an image of the field 
produced when operating is provided as support to the theoretical designs. Future methods 
of using the new probe are also discussed, including the examination of the probe as a 
magnetic write mechanism. 
This probe, integrated into the MFM, can provide a new method of microscopic magnetic 
imaging, and in addition opens a new potential method of magnetic storage that will 
require further research. 
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1 Introduction to Microscopic Magnetic Imaging 
1.1 The Need for Magnetic Microscopy 
Computer technology has been a growth industry for the last several decades. This has led 
to a huge demand for data storage devices, the most common of which are those based on 
magnetic principles. A number of companies are in competition, fighting for their share of 
the profits that can be made. This has led to enormous pressure within the market to 
improve and innovate. Because of this, research into magnetic media and systems has 
expanded rapidly in all areas. 
Magnetic recording requires the positioning of a domain of a certain size and orientation 
on the magnetic layer of a disk. This orientated domain corresponds to a 'bit' of written 
information, which must maintain this state until it is rewritten. To produce data storage 
systems with greater capacity and faster access times, domain imaging instruments have 
had to be refined and developed to further our understanding of the underlying physical 
mechanisms. Thus the main area that has provided the impetus for the development of 
magnetic microscopy from an interesting research concept to a practical commercial 
instrument is magnetic data storage. The continuing effort to increase data density has led 
to commercially available densities of 48.8 Gb/in2, i.e. 2.5" drive platter capacity of 30GB, 
with research levels now reaching 100 Gb/in2 [1] [2]. Current discussions regard I Tb/in2 
as a potential target in the near future [3]. As a result, the imaging instruments used in data 
recording research have had to improve, especially in terms of spatial resolution. A large 
an10unt of research continues into this field, in both the theoretical and practical issues. 
1.2 Magneto-Optic Imaging Methods 
The interaction between magnetic media and electromagnetic radiation allows the creation 
of an image of the magnetisation state of a sample. The magneto-optical effects were 
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discovered by Michael Faraday (transmission through a material) and Rev J C Kerr 
(reflection from a material), as shown in Figure I [4] [5]. 
FARADAY EFFECT 
POLARISED KERREFFECT 
Figure 1. Kerr and Faraday Magneto-Optic Effects. 
The basic premise is that the plane of polarised light is rotated when it is reflected from, or 
passes through a magnetic material. Both of these magneto-optic effects are accounted for 
by the same inherent material properties, however it is convention that reflection effects 
are known as the Kerr effects, and transmission effects as Faraday effects. 
1.2.1 Far-Field Imaging 
Conventional optical microscopy (far-field) generally consists of a system of lenses that 
focus light reflected from a sample into a virtual, magnified image. This type of system 
can be used to utilise the effects described in Section 1.2. One example of this is a 
Scanning Laser Microscope (SLM), where the sample illumination is confmed to a 
diffraction limited spot on the surface of the sample (or even within the sample) [6] [7] . 
The laser is scanned point by point in a raster across the sample, and the image built up 
electronically, pixel by pixel, from a signal derived from suitable photo-detectors. Laser 
scanning can be accomplished using either an XY table to move the sample under the laser, 
or by beam scanning optics, e.g. galvanometer scan mirrors. When using these effects, 
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different laser imaging modes can be selected according to the application to acquire 
different information. For example, a pulsed laser could be used for time-resolved imaging 
of domain wall motion [8]. By changing the power of a laser, and producing a pulse, 
Thermo-Magneto-Optic writing can be accomplished [9]. Imaging can be via photo-
detector with various configurations (point by point imaging), or use of a CCD camera to 
capture either still frame images of the sample, or moving images of domain changes, 
although these would generally require illumination of the entire sample (full-field 
illumination) (10]. 
1.2.2 Near-Field Imaging 
One of the latest developments in optical imaging is the near-field microscope. In the late 
19th century, the German Ernst Abbe and the Englishman Lord Rayleigh introduced a 
concept that is known as the diffraction limit of spatial resolution. This fundamental law 
states that with light, as with any other wave phenomenon used for microscopy, it is not 
possible to resolve spatial details that are located closer together than approximately half of 
the probing wavelength. This is described by the Rayleigh criterion equation, 
d=0.61~ 
NA 
where, NA is the numerical aperture of the microscope objective lens, A. is the wavelength 
of the illuminating source and d is the resolving distance [I I]. This occurs when a 26.5% 
dip in brightness appears between the two details, a value adopted as the general Rayleigh 
criterion for the resolution of two points in a conventional optical system, based on the 
ability of the human eye to distinguish differences in illumination intensity. For optical 
microscopy, typically operating at a wavelength of 500 nrn (the visible spectrum ranges 
from 400 nrn to 700 run), the spatial resolution is thus limited to about 250 nm, although 
this is not strictly true for electronic and confocal imaging systems. A method to improve 
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this resolution to below 50 nm using an optical aperture was first discussed by Synge in 
1928 [12]. This eventually developed into the Scanning Near-field Optical Microscope 
(SNOM), which is based on the premise that, for a given illuminating wavelength, only 
low spatial frequency information can propagate away from the object, whilst high spatial 
frequency information is contained in evanescent wave components. The amplitudes of 
these evanescent components decay exponentially away from the object. So, by probing 
into the near-field of a sample, i.e. within a small fraction of a wavelength away from its 
surface, these components can be detected with a resolution beyond the diffraction limit, as 
demonstrated by Betzig and Trautman in 1992 [ 13]. 
Figure 2. SNOM Probe mounted on tuning fork for Shear-Force control 
© Prof. H. Giintberodt, Ins1itut fnr Pbysik der Universitit Basel, 1998. 
A SNOM system brings a small optical probe, as shown in Figure 2, very close to the 
sample surface, into the near-field region. This is usually a tapered optical fibre, with a 
very small aperture at its end, for example Less than 1 00 nm in diameter, or an apertured 
Scanning Probe Microscopy (SPM) probe [14] [1 5]. Magnetic images can be created using 
the effects discussed in 1.2, with resolutions as low as 30 nm reported [16]. However, 
there are practical problems as the optical fibre aperture, and following optical system, can 
affect the polarisation of the imaging light [17]. To control the height of the probe above 
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the surface, typically 10 nm, a Shear-Force method can be used. In simple terms this is 
where the probe is resonated with a minute amplitude, that interacts, possibly by V an der 
Waals fields, with the sample, such that the distance between the two affects the amplitude 
or frequency [18]. In this way a feedback signal can be derived to stabilise the probe's 
scanning height. 
1.3 Scanning Probe Microscopy 
Conventional far-field optical microscopy takes a single picture of the entire sample; this 
has the inherent resolution problem of the spatial diffraction limit. In Scanning Probe 
Microscopy, where the sample is scanned point by point, attempts are made to circumvent 
this law. This is either done optically, using the near-field, or other aperture, techniques. 
Or it can be done by using the interaction of a physical probe with the sample being 
scanned. This was first introduced by Binnig and Rohrer, with their invention, the 
Scanning Tunnelling Microscope (STM) in 1982 [19]. This uses electron tunnelling 
between a very sharp conducting tip and a surface as a topographical imaging process with 
atomic resolution. This stimulated the development of other Scanning Probe Microscopes, 
such as the Atomic Force Microscope (AFM) and Magnetic Force Microscope (MFM), 
with a variety of different probes replacing the tunnelling tip to image different surface 
forces. 
Within the Centre for Research in Information Storage Technology (CRIST), University of 
Plymouth, work on a new 'home-built' AFMIMFM instrument had been initiated. This 
required substantial development in both the hardware, and software control systems, to 
reach a useful level of imaging proficiency. Based upon the research application of 
magnetic data storage, the focus of the contribution to knowledge is novel and innovative 
research on a new type of microscope probe, its associated modes of operation, and the 
potential for probe storage. 
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1.4 Outline of this Thesis 
The areas covered in the thesis can be split into two distinctive parts. The first part covers 
the initial work to produce an operational MFM instrument. Chapter 2 gives an overview 
of magnetic force microscopes, including atomic resolution sample scanning, a review of 
the different methods of detecting cantilever-sample interaction, and a brief outline of the 
different modes of operation in a MFM. Chapter 3 describes the design and construction 
of the MFM system hardware, including mechanical construction, detection methods and 
their implementation, sample scanning and approach mechanisms and also user 
observation of the probe. Chapter 4 covers the instrument's computer control system and 
related electronics hardware. The cantilever digital feedback control system design, 
implementation and testing is described in particular detail. Chapter 5 deals with work on 
system noise and calibration, with an overview of the entire system from a user perspective 
and finally a discussion of possible further work. Chapter 6 is the final element of this part 
of the thesis. Here topographic (AFM) and magnetic results from the MFM are shown and 
compared with previous work. 
The second part of the thesis describes the design and development of a novel type of 
electromagnetic (apertured) MFM probe, referred to as an eMFM. Chapter 7 covers the 
initial work on the idea, providing results from field models of the new probe and 
simulation of the interaction between the probe and a magnetic sample. Chapter 8 
continues the description of the theoretical development and simulation of the new probe, 
with a discussion of the preliminary practical design issues, aperture design, and modelling 
the probe with a three-dimensional tip. Chapter 9 concludes this part of the thesis with an 
exploration of the first work carried out to create the new probe, and the possible future 
work to implement it. This begins with discussion of prototype apertures made, and shows 
preliminary results from practical tests on the prototypes, comparing them against the 
theoretical work of the previous Chapters. Then, the next generation of prototypes, made 
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by altering commercial SPM cantilevers, is considered and the future potential of this 
method discussed. Work on using the probe as a hybrid recording mechanism is briefly 
examined, followed finally by a brief discussion of other possible avenues of research with 
the new probe. 
Finally, Chapter 10 sull?-marises the main aspects of the work, highlights the principle 
contributions to knowledge and proposes future work on the new probe. 
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2. Review of Magnetic Force Microscopes 
The Magnetic Force Microscope (MFM) is based on the Atomic Force Microscope (AFM) 
reported by Binnig et al. in 1987 [20]. In an AFM a small probe, whose tip is atomically 
sharp, is brought either into contact with a sample surface, or near contact (i.e. I 0 run), and 
scanned across it. The resultant deflection of the tip is recorded and used to create an 
image of the surface topography or close range forces, such as V an der Waals forces. The 
MFM is a development of this, where the tip is coated with a ferromagnetic material, and 
scanned several tens of nanometres from the surface of a magnetic specimen where 
magnetostatic (rather than Van der Waals) forces are dominant. 
The MFM was first successfully reported in 1987, when Martin and Wickran1asinghe 
imaged forces from a magnetic recording head [21]. The basic concept of a MFM system 
is shown in Figure 3 below. Stray magnetic fields from the surface of a sample interact 
with the magnetic tip, generating a force. The tip is mounted on a flexible micromachined 
cantilever (1 00-200 x 40 x 1-2 ) .un), and hence the cantilever deflects relative to the force 
applied, or the force gradient if resonating. This deflection is monitored, and an image 
constructed by mapping the deflection relative to the tip 's position above the sample. 
I 
Deflection Sensor 
l Cantilever 
Magnetic Tip V 
Stray Magnetic Fields 
Sample 
Figure 3. The Basic Concept of MFM. 
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2.1 Method of Scanning 
Practically all SPMs use a piezoelectric scanner to achieve the sub-nanometre positioning 
required for probe or sample motion. The scanner is driven in a standard raster scan 
pattern, such that it moves across the first scan line, in the fast scan direction, then returns 
back, before stepping, in the slow scan direction, perpendicularly to the next scan line. 
This process is repeated until the entire image is captured. Data is san1pled digitally at 
equally spaced intervals to create the image; this interval is the step size, usually equal to 
that of the slow scan direction increment. A piezoelectric is a ceramic that changes 
dimensions in response to an applied voltage. The scanner can be designed to move in 
three dimensions giving expansion and contraction in different directions. The 
piezoelectric material used in most SPMs is lead zirconium titanate (PZT), with various 
dopants to control certain properties [22]. 
The tube scanner design is prevalent in SPMs due to its simplicity, as shown in Figure 4. 
The inside and outside of the tube are coated with nickel electrodes, and the outer coating 
is split into four vertical segments, providing ±x and ±y motion. By applying a voltage 
between one of the outer segments and the inner electrode that part of the tube can be made 
to expand or contract depending on the voltage polarity, as is described in detail in Section 
3.3.2. By grounding the internal (centre) electrode, and applying the san1e voltage to all 
four external electrodes, the tube can be made to move in the vertical (z) direction. When 
a voltage is applied to only a single external electrode (centre always ground), then the 
tube will bend in that axis. Applying the opposite voltage simultaneously to the opposite 
electrode can increase this motion. This bend causes the top of the tube, and so the sample, 
to tilt slightly, which, for a large scanning area causes a noticeable bowing effect in each 
scan line. The maximum scan size for a particular scanner depends on its length, wall 
thickness, strain coefficient and drive voltage. 
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Sample Bowing 
-y 
+x 
Figure 4. PZT Tube Scanner. 
Theoretically a tube scanner' s strain, 1.e. change in length I original length, can be 
approximated as a linear relationship with the applied voltage. However, in practice the 
relationship has an intrinsic deviation from ideal linearity. This is shown in Figure 5 
where an exaggerated s-shaped response is depicted. 
Deviation 
Voltage 
Figure 5. PZT scanner non-linearity. 
Typically 2-25% in SPM tube scanners, e.g. 25 nm deviation (10%) with 100 V applied. 
As the scanner motion is non-linear, so the image measurement points are unequally 
spaced. The non-linearity can range between 2 and 25% in SPM scanners. Different 
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techniques have been developed to overcome this problem, for example post imaging 
software correction or feedback control [23) [24]. 
This non-linearity is further complicated by another inherent piezoelectric problem, that of 
hysteresis, which can be as high as 20% in some materials. Figure 6 shows a plot of the 
hysteretic behaviour of the piezoelectric expansion and contraction, versus the applied 
voltage. This problem can be minimised by only sampling data in a single direction, as 
described previously. 
j Hysteresis 
Voltage 
Figure 6. PZT scanner hysteresis performance. 
As high as 20% in SPM tube scanners, e.g. 12.5 nm devia tion (5%) with lOO V applied. 
Piezoelectric material does not change shape completely when an abrupt change in voltage 
is applied. Rather, two marked steps in the motion occur, the first step taking place in less 
than a millisecond, the second on a much longer time scale. This second step is known as 
creep, as illustrated in Figure 7. Creep is the ratio of the second step change to the first, 
and is expressed as a percentage (usually quoted with the characteristic time interval TcR 
over which the creep occurs). Typical values of creep range from 1% to 20%, over times 
ranging from 10 to 100 seconds. The result of this is that two scans taken at different scan 
speeds can show slightly different length scales (magnifications) when creep is present. 
Therefore only measurements made at the scan speed used dming calibration should be 
considered accurate, and hence multiple scan speed calibrations, combined with software 
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interpolation, or hardware scanner positioning feedback, are required to remove this non-
linearity from images. 
c:: ! i 1ZCreep 1 Tc•4:J~ 
k 
0 
> 
! 1 
Time 
Figure 7. PZT scanner creep. 
Ranging from l-20%, e.g. 50 nm creep after a 5 11m step, over 10 seconds. 
A PZT scanner also suffers from ageing, whereby the strain coefficient of piezoelectric 
materials changes exponentially with both time and use. This is shown in Figure 8, which 
shows the ageing of a piezoelectric scanner, for cases of both high and low usage. When a 
scanner is not used, the deflection achieved for a given voltage gradually decreases. 
However, if a scanner is used regularly, the deflection achieved for a given voltage actually 
increases slowly with use and time. These joint processes are both due to the piezoelectric 
material's polycrystalline structure. Each of the crystals that compose a scanner has its 
own dipole moment. Repeated application of voltage in the same direction, such as the 
voltage applied during scanning, causes more and more of the dipoles to align themselves 
along the axis of the scanner. The amount of deflection achieved for a given voltage 
depends upon how many dipoles are aligned. Thus, the more the scanner is used, the 
farther the scanner will travel. Conversely, if the scanner is not used, the dipole moments 
of the crystals will gradually become randomly oriented, i.e. depolarised. As a result, 
fewer dipoles contribute to the deflection of the scanner. When new, the scanner material 
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has already been polarised, which means that the crystals have already been exercised to 
the point where the deflection of the scanner is close to its maximum. The dependence of 
the scanner deflection on time and usage means that the scanner may not be extending the 
same distance for a given applied voltage as it did when it was first calibrated. As a result, 
when a feature on an SPM image is measured, the values of lateral and vertical dimensions 
may be in error. 
used 
not used 
Time 
Figure 8. PZT scanner ageing, typically ~m against months. 
2.2 Methods of Detection 
Several different methods of detecting the deflection of the cantilever have been employed 
over the lifetime of AFM and MFM instrument development and implementation. These 
include tunnelling current, capacitance, laser diode feedback, interferometry and optical 
beam defl ection. Each of these methods is reviewed in the following sections. This 
review is followed by a comparison of all the methods, and a choice of method for the 
instrument described in this work. 
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2.2.1 Twme/Ling Current 
This method, shown in Figure 9, is the same as using a STM to measure the deflections of 
the cantilever [20] [25] [26]. A bias voltage is applied between the conductive rear-side of 
the cantilever and tunnelling tip, so producing a tunnelling current through the air gap. 
2 
The tunnelling current density j can be approximated as j = :____~V exp(- 2K0z), where 1i 4n z 
z is the effective tunnelling distance in A, V is the bias voltage, e2 I 1i = 2.44 X I 0-4 n - l and 
K 0 is the inverse decay length given of the wave function density outside the surface. 
This current changes according to the air gap, attributed to the deflections in the cantilever. 
Unfortunately the method suffers certain disadvantages. For example, the current is 
sensitive to which specific atom(s) the tunnelling is between, such that contamination of 
the canti lever or tunnelling tip can easily alter the current significantly. This can result in 
the image of the cantilever being imprinted on the sample image. 
Tunnelling Tip 
Cantilever 
SPM Tip 
Figure 9. Tunnelling Current Detection Method. 
2.2.2 Capacitance 
The capacitance system, as shown in Figure I 0, monitors the cantilever's deflections by 
the changes in capacitance between it and a reference plate [27] [28]. A high Q tuned 
circuit is used to detect the very small changes in capacitance. This method suffers from 
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noise due to drift in the tip-sample capacitance and also from stray capacitance; however, 
using capacitor transformer bridges this can be limited such that the sensitivity is 
determined by the drift of a reference capacitor [29]. The method is non-linear, and is 
easily affected by the ' local' environment, e.g. humidity, pressure and temperature, 
although this can be compensated for. 
The current generated by the capacitance detection system IS given by 
i =ay i fo &0 w: A sin(Ot) , where ay = .J3 I 8 , C is the lever-reference plate capacitance C B z0 
whose separation is z0 , fo is the resonance frequency and B the bandwidth of the tuned 
circuit, &0 is the free-space pennittivity, wand I are the width and length of the lever, and A 
and n are the amplitude and frequency of the lever. 
Output 
Cantilever 
SPM Tip 
Figure 10. Capacitance Detection Method. 
2.2.3 Laser Diode Feedback 
A laser diode is very sensitive to optical feedback. This can be used to detect the light 
reflected back from the cantilever, and hence the cantilever deflection [30]. The 
interference between the laser' s front facet and light from the cantilever modulates the 
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output power of the laser, which can then be detected by monitoring the laser power at the 
rear facet. Whilst this method requires very few components, the optical and electronic 
processes occur within the laser cavity, complicating the theory behind its operation and so 
set up. 
2.2.4 Interferometry - Homodyne/Heterodyne 
Both homodyne [31] [32] and heterodyne [33] [34] interferometer methods of detection 
have been used to detect cantilever deflections. A basic homodyne system is shown in 
Figure ll. A polarised laser beam passes through a beam splitter and is then incident on an 
optical flat, creating a reference beam, and the cantilever, creating the reflected force-
sensing beam. A polarising beam splitter is used, in conjunction with a quarter-wave plate, 
to avoid the laser beam reflecting back to the laser, causing laser instability. The optical 
flat can be moved to adjust the phase between the two interfering beams. The photo-
detector's output is monitored to detect the cantilever deflection. This produces an 
'absolute' measure of the cantilever deflection. The method is sensitive to changes in laser 
power and noise, plus path length drift. It can be improved by adding a second beam 
splitter to monitor laser power, so producing a differential system. However, this is still 
susceptible to path length drift. 
Laser Beam Splitter 
Plate 
Photo-Detector 
Figure 11. Homodyne Interferometer. 
Objective 
Lens 
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A heterodyne interferometer is shown in Figure I 2. Here the Laser beam is split into two 
components by the first beam splitter. One component is modulated using an Acousto 
Optic Frequency Shifter (Bragg Cell) to shift its frequency; the second component forms a 
reference beam remaining at the original laser frequency. The first component, the signal 
bean1, passes through a second polarising beam splitter and a quarter-wave plate, and is 
then focussed onto the back of the cantilever. The reflection from the cantilever passes 
back through the wave plate, thus rotating a full 90°, and so is deflected by the second 
beam splitter. A polariser is then used as an analyser before the beam reaches the photo-
detector. The reference beam passes through the second bean1 splitter and analyser to 
reach the same photo-detector. The two beams interfere at the detector, so generating a 
current containing a spectrum of frequencies. A single sideband receiver is then used to 
process this spectrum to extract the frequency of interest, thus eliminating path length drift. 
As such, this system requires no mechanical alignment to obtain the correct phase of the 
reference beam. 
Laser 
Modulator 
Analyser 
Photo-Detector 
Figure 12. Heterodyne Interferometer. 
Sample 
Cantilever 
A further interferometry technique is the dual beam homodyne interferometer. This makes 
a differential measurement, and so has good stability in both DC and AC measurements. 
Usually, one beam is focussed on the base of the cantilever, whilst a second is focussed 
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near the cantilever's tip. Although interferometric techniques can produce measurements 
of extremely high accuracy, their inherent problems are complexity and cost. 
2.2.5 Optical Beam Dejlectio11 
The optical beam deflection (OBD), also known as the beam bounce, detection system is 
shown in Figure 13 [36] [3 7]. A collimated laser beam is focussed onto the back of the 
cantilever, and reflected onto a lateral-split or quadrant photodiode. Using a lateral-split 
photodiode, the cantilever' s deflection changes the laser position incident on the detector 
such that on one side of the photodiode it increases the irradiation and on the other 
decreases it. The current from the two halves can be connected to a differential amplifier, 
producing an output proportional to the cantilever deflection. This method can be 
augmented by using a quadrant photodiode, allowing the detection of lateral torsion in the 
cantilever. 
Laser 
Objective Lens 
Cantilever .-----'"'-------, 
Tip 
Sample 
Figure 13. Beam Deflection (Bounce) Detection Method. 
The differential nature of this arrangement reduces the effects of laser noise and power 
variation to a minimtm1. Also, as the system is only sensitive to angular deflections, it 
does not suffer from optical path length drift. It produces a relative measure of the 
cantilever's deflection, and a linear response for small displacements, as found in SPMs. 
Finally, the system requires relatively few components, all of which are kept at a large 
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distance from the cantilever allowing the safe set-up and rwming of the system without the 
risk of dan1age to the cantilever and its tip. 
2.2.6 Choosing a Detectio11 Method 
The different methods of cantilever deflection detection are compared in Table I below. 
Table I . Comparison of different cantilever deflection detection methods. 
Method Pros Cons Deflection 
Resolution 
Twmelling Current Resolution Cantilever Image 104 A 
Capacitance Noise, Resolution lA 
Laser Diode Feedback Easy to Build Complicated Theory 0.1 A 
Homodyne Absolute Measure Noise O.l A 
Heterodyne Resolution Complicated to Build o.oJ A 
Optical Beam Deflection Easy to Build 0.1 A 
As almost all the detection methods are capable of resolving sub-Angstrom deflections the 
choice of detection method does not depend on the resolution required. Rather, factors to 
be taken into consideration are ease of use, cost and the mechanical construction. 
The tunnelling detection system has several intrinsic problems, as described in Section 
2.2. 1, and given this would not be used. The capacitance detection system requires 
complex electronics and is difficult to set up because of the capacitance plate's position 
close to the cantilever. This positioning requires complex mechanical construction and so 
can lead to the instrument becoming difficult to use and expensive to build. 
The optical beam deflection system is the easiest to understand and implement of the 
optical detection methods. It provides a compact, easy to use and relatively cheap 
detection system that can monitor deflections as small as 0.1 A. Therefore it was 
considered a good choice for a force microscope detection system. In fact, most 
commercial SPMs are based on this technique simply because its configuration is less 
sophisticated and requires few components. 
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2.3 Modes of Operation 
Several modes of operation have been designed to detect and image the force interaction 
between the sample and the tip. The simplest and most straightforward method is the static 
or DC mode. This detects the force by measuring the static deflection of the cantilever, 
either when it is in 'contact' with the surface for purely topographic imaging, or scanning 
above the sample several I O's of nanometres to image the sample's stray magnetic fields. 
This mode follows Hooke's law, whereby a force causes the cantilever to be deflected by 
t)z = F, , where t)z is the deflection, F;, is the force normal to the cantilever and c is the 
c 
cantilever's spring constant, typically 0.1 - 0.6 N/m (topographic contact mode) (38]. The 
minimum force that can be detected depends on the sensitivity of the deflection sensor, 
which is characteristically 0.1 A, leading to a theoretical minimum force detection of I pN. 
The main inherent problem with this method for MFM is that of topographical information 
being captured and integrated into the magnetic information. As such it is generally only 
useful for samples such as computer hard drive platters as they produce relatively high 
magnetic stray fields that can be imaged from a scan height out of the range of the surface 
Van de Waals forces, e.g. 100 nm. 
The second main mode is known as the resonant or AC mode, which has a much greater 
sensitivity, particularly to long range forces [39] [40]. This mode is accomplished by 
oscillating the cantilever at or near its resonant frequency and measuring the changes 
induced on the frequency, amplitude or phase due to the magnetic force gradient 
interaction. The cantilever is generally oscillated using a small piezoelectric element 
attached to the cantilever support structure. The force gradient changes the effective spring 
constant of the cantilever, and thus its mechanical response. This is normally detected in 
either of two ways. The first is to drive the cantilever in a feedback loop such that it 
remains at resonance, and therefore detect the shift in resonant frequency. This shift in the 
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resonant frequency ( %), is given by the linear relationship L'1w0 = - Wo F', where c is the 2c 
spring constant and F' is the force gradient. In the second mode the cantilever is driven at 
a constant frequency and the linear change in the detected an1plitude or phase is observed. 
The change in amplitude (A) is given by M = 2~ Wo F' , where r is the damping factor 
3v3c r 
for the medium surrounding the cantilever, and the change in phase ( rp) is given by 
Resonant mode is by definition more complicated to apply than static mode, however its 
sensitivity is generally two orders of magnitude better than the static mode of operation 
[39]. This can be further improved by operating the cantilever in a low vacuum or low 
density gas (i.e. Helium), whereby the air damping effect on the resonating cantilever is 
reduced, and so the Q-factor increased significantly, and so sensitivity [36] [41]. 
A later adaptation of the resonant mode is LiftMode™, a method used in commercially 
available instruments manufactured by Digital Instruments [42). An inherent problem in 
the use of MFMs is the influence of topography on the magnetic image. It is of course 
preferable to keep the topographic and magnetic data separate in order to produce 
enhanced magnetic images and to reveal any correlation between the sample structure and 
its magnetic features. 
In the LiftMode TM technique, each line in the image scan is taken twice. First 
topographical information is taken using TappingMode™, a resonant mode of surface 
characterisation, in which the oscillating cantilever's tip lightly taps ilie surface [43]. In 
the second line scan magnetic force information is acquired. Here the tip is lifted to a pre-
selected height above the sample. This 'lift' height is then added at each point to the 
previously stored topography data, ensuring that the tip-sample height is kept constant, so 
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preventing the tip from interacting with the surface and ensuring the sample's field is 
measured at a constant distance from the sample surface. This is done on every scan line 
to create completely separate topographic and magnetic force images of the same area of 
the sample. However, the method relies on the system's ability to reposition accurately the 
tip in the xy scan plane, while also locating the tip at the correct z position. 
For the system implementation described in the following Chapters the ability to scan 
successfully in static mode (contact or non-contact) was considered of absolute 
importance, given the need to prove the concept of the novel MFM probe design that is the 
focus of this work. Although the system was designed with a resonant imaging capability, 
this was regarded as of secondary importance, given the time and labour limitations and 
the primary aim of the work (the novel probe). Therefore this mode has not yet been 
successfully implemented on the system. The system is equipped with a digital control 
system, described in Chapter 4, with the ability to replicate scan motion with very high 
accuracy, and recall height control output values. Because of this a LiftMode-like mode 
could be implemented, possibly using static scanning instead of the commercial resonant 
approach. This method is currently in the software design phase, and as of the time of 
writing no results are available. 
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3 Magnetic Force Microscope Hardware 
3.1 Mechanical Construction & Vacuum 
The initial innovative SPM head specification and design shown in Figure 14 were created 
by Professor Warwick Clegg. The author has made some additions and alterations to the 
mechanical hardware, before designing the control and imaging components required to 
complete this system. The system is designed to be able to work under low vacuum or in a 
Helium environment. The benefits of vacuum operation are significant, since the removal 
of much of the normal viscous air damping enables a significant increase in the cantilever•s 
effective Q-value, as operation moves into the molecular damping region (independent 
collisions of non-interacting air molecules) [ 41]. This in turn results in better resolution of 
images produced by resonant techniques. 
Figure 14. MFM under Vacuum Jar. 
A principle criterion of the SPM hardware was the ability to remove completely the optical 
head and cantilever to allow complete access to the scanner for sample exchange. The 
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head alignment is achieved with three screw mounted spherical ruby tooling balls locating 
in triangulated grooves, shown in Figure 15. Because of this kinematic design the head 
relocates within 1 j..lm when replaced. A later adaptation was the alternative of a DC-
Motor to a manual screw and ball. The entire system is set on a vibration isolation table to 
minimise the effect of any mechanical noise from the surrounding laboratory. 
Figure 15. Optical head sbowing ruby tooling balls for alignment, and DC Motor to bottom rigbt. 
3. 2 Cantilevers 
The cantilever and tip are the interface between the instrument and the sample, and as such 
form the most important part of the instrument. Standard batch-produced micro-fabricated 
cantilevers, commercially available at a reasonable cost, have been used in the 
development of this instrument. The cantilevers are fabricated on the edges of a ' chip', 
which then provides a base for mounting the cantilever to the SPM head. The cantilever 
chips are mounted onto specially designed holders using electrically-conductive silver 
paint. The holders bolt onto the bottom of the head such that a replacement cantilever is 
always located at the same inclination and position as the previous one. In this work two 
different sets of cantilevers have been utilised. 
For contact mode imaging Silicon Nitride 'Microlever' cantilevers, produced by Park 
Scientific Instruments (now part of TM Microscopes (formerly Topometrix), owned by the 
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Veeco Group) are used. A diagram of a chip, and its cantilevers and tips is shown in 
Figure 16. Each chip contains four v-sbaped cantilevers, two l 00 J..l.ID long and two 200 
J..l.ID long. The cantilevers used in this work are 0.6 J..lm thick providing force constants 
ranging from 0.032 to 0.37 N/m with resonance frequencies of 17 or 66 kHz. For the work 
shown in this thesis the 200 J..lm long, 36 J..l.ID wide cantilever is used since it provides the 
largest reflection area for the detection system and therefore provides the highest output 
signal. This cantilever has a force constant of 0.063 N/m and a resonant frequency of 
approximately 17 kHz. The Microlever tips are pyramidal in shape with the base of the 
pyramid measuring 4 x 4 J..lm. The radius of curvature at the end of the tip is 
approximately 40 nm. 
Cantilevers and Chip 
are not drawn to the 
same scale. 
3.7mm 
0.9mm 
Figure 16. Park Scientific Silicon Nitride ' Microlcvers' and tips. 
1.8mm 
0.61-1m 
In order to carry out static mode magnetic imaging, Microlever chips were sputter coated 
with Cobalt, with thickness ranging from 20 to 200 mn. The sputtering is performed on 
several chips simultaneously, which are held on a mounting plate inside the sputtering 
system. All four faces of the pyramidal tips were coated. The coercivity of Co is between 
100 and 500 Oe. In order to magnetise the tip in a known direction, the chips were placed 
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between the pole pieces of a permanent magnet with a field of several thousand Oe, 
aligned so that the coating was magnetised along the tip axis. One of the problems with 
using these Microlever tips is that the cantilevers tend to bend due to the strains induced by 
the coating. Several levels of coating were tried, with the final MFM results shown in this 
thesis produced using a cantilever with a Co thickness of 50 nm, measured using the SPM. 
I would like to credit and thank Mr Phil Brown for performing the coating work. 
For future resonant magnetic imaging Silicon ' Ultrasharp' cantilevers (produced by 
MikroMasch) were purchased, as shown in Figure 17. In this case each chip contains only 
one bar shaped cantilever, 125 f.!m long (± 5 f.!m) and 35 f.!m (± 3 f.llll) wide. These 
cantilevers are typically between 1.5 and 2.5 f.!m thick providing force constants ranging 
from 1.8 to 12.5 N/m, with resonance frequencies of 110 to 220kHz. The Ultrasbarp tips 
are cone shaped with the base of the cone 1 Of.lm in diameter. 
Figure 17. MikroMasch Ultralever © MikroMasch 2002. 
The Ultrasharp cantilevers are supplied with a magnetic coating. This consists of a Cobalt 
layer of about 60 run thickness on the tip side. The Co layer is formed as a polycrystalline 
film, which allows steady permanent magnetization in the direction of the tip axis. All of 
the chips are pre-magnetized at the factory before shipping. The Co coating is protected 
from oxidation by a 20 nm Chrome layer, resulting in longer cantilever lifetime. This 
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double coating also preserves the tip's magnetic properties when used in liquids, which is 
important for biological applications. The radius of curvature at the end of the tip is 
approximately 80 nm when coated. 
3.3 Cantilever Detection 
The optical system used in the MFM to generate a signal relating to the movement of the 
probe, in this case a standard cantilever, follows an adaptation of the optical beam 
deflection detection form, as shown in Figure 18. A beam from a laser diode is focused 
onto the end of the cantilever, directed using an adjustable mirror. The laser is collimated 
using the diode's internal lens. The beam is then focussed using a lens mounted in a Royal 
Microscopical Society (RMS) focus lens attachment before the mirror. The RMS 
attachment, which moves the lens without rotating it, is used to reduce significantly the 
focal point's motion in the x-y or r-9 when focussing. A second mirror then redirects the 
reflected laser beam from the cantilever to a quadrant photo-detector. The reflected beam 
is focussed onto the detectors using a fixed collecting lens. Thus any changes in the 
attitude of the cantilever, due to magnetic or topographic features on the sample scanned 
beneath it, are indicated by a change in the photo-detector's output following a change in 
the path of the reflected laser beam. As the detector is made up of four quadrants, this 
could also be used to measure torsional motion in the cantilever. The quadrant photo-
detector is located in a XY mount, so that its position can be changed using two screws on 
either side of it (Figure 18). This allows the reflected laser spot to be centred on the 
detector so that the de offset from the differential amplifier is zero. 
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Figure 18. Simplified diagram of MFM optical detection system and corresponding labelled photos of 
actual instrument, from above and side. 
A 1 mW, 670 run laser diode, one of the Beta TX senes manufactured by Vector 
Technology, is used in this system. This is a complete, self-contained laser diode system 
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that can operate in both continuous wave and modulation modes (up to 100 M.Hz). A high 
quality, aspheric collimating lens is fitted as standard, which is focussed using a simple key 
to prevent accidental adjustments. In the system described here the laser is collimated 
using its fitted lens before being focussed by the RMS mounted lens. The laser is 
constructed with a solid brass body that is designed to maximise heat dissipation, providing 
greater protection and thermal stability. 
Given that the length of the cantilever is l, and d is the distance between the cantilever and 
detector, then for a vertical movement of z in the cantilever, the laser beam incident on the 
detectors will move by 2zdll. Thus the detection system acts as an optical lever with an 
amplification factor of 2d/l. In the instrument described here the typical cantilever length 
is 200 f.tm and the distance between the cantilever and detector is 90 mm, giving an 
amplification factor of 900. This large amplification factor is the key to the high 
sensitivity of the optical beam deflection method. 
Ln this system a Telefunken S239P quadrant photodiode detector is used. This device is 
particularly suitable as it has a large active area of 3 x 3 mm, with partitions between the 
quadrants of only 10 f.tm. In addition, its high sensitivity of 0.35 AIW to 670 nm light, its 
fast response speed of 150 ns rise and fall times, and its low noise (noise equivalent power 
4xto- 14 W/Hz112) make it a appropriate choice for this application. Figure 19 shows the 
circuit diagram for each of the four photodiodes, converting the photodiode current to 
voltage. 
49 
56pF 
100 K 
2 
3 
OPA2111 
PHOTODIODE 100 K 
Figure 19. Current to Voltage Converter for the Pbotodiode Detectors. 
The OP A2111 is a dual low noise precision DIFET operational amplifier supplied by Burr 
Brown. Noise (8 nV/Hz112) , bias current (±15 pA max), voltage offset (±500 J!V max), 
drift (15 J.tVfC max), open-loop gain (125 dB), common-mode rejection (110 dB) and 
power supply rejection (100 dB at 100Hz) are superior to BIFET amplifiers and its high 
performance characteristics are well suited to instrumentation applications. 
The output voltages from the two quadrants on each half of the detector are summed 
together and then the difference between these two resulting voltages found, as shown in 
Figure 20. The output from the circuit in Figure 20 is therefore proportional to the 
difference in power intensity on each half of the detector. 
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Figure 20. Differential Amplifier for tbe Pbotodiode Detectors. 
Differential Output 
The signal from the differential amplifier is then filtered and amplified. A second order 
active lowpass filter with a cut-off frequency of 20 kHz is used to eliminate any high 
frequency noise. This final filter circuitry is only used when imaging in static modes, 
resonant mode signals are dealt with using dedicated hardware, as described in the 
following Chapter. The final signal output is set to be between ±10 V to avoid saturation 
of the input to the computer data acquisition system described in Chapter 4. 
3.4 Sample Approach and Scanning 
3.4.1 Sample Approach 
The system employs a two-stage vertical sample approach. The first coarse stage employs 
a single axis closed-loop DC-motor with a range of 10 mm and a resolution of 0.05 J..Lm. 
The motor used is a Physik Instrumente M-227.10 High Resolution Closed-Loop DC-Mike 
Actuator. This consists of a micrometer with non-rotating tip driven by a closed-loop DC 
motor/gearhead combination with motor shaft mounted high-resolution encoder (2048 
counts/rev). Although the motor resolution is 50 nm, the design ofthe MFM head is such 
that this is reduced considerably when considering the distance between sample and probe, 
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as shown in Figure 21. This shows the actual coarse approach range to be 2.857 mm, with 
a step size of 14.285 nm when calculated at the sample-probe interface. 
75mm 
105 mm 
+ ..... 
to mm 
DC-Motor 
2.857 mm (MFM head vertical travel) 
Probe Travel 
MFM head, from side, mounted on 
two ruby ball ended pillars plus de-motor 
with ball end (triangle pattern). 
Figure 2 I. Schematic of M FM head showing reduction of coarse sample approach, due to mounting of 
DC-Motor, to 2.857 mm, and so a step size of 14.285 nm. 
The DC-motor's controller uses a combination of small standalone PlC (Peripheral 
Interface Controller) microcontroller, running its own frrmware, and a dedicated motion-
control processor (LM629) providing high performance PlO (Proportional Integral 
Derivative) motion control. The controller can be programmed using a set of standard 
ASCll commands, either via its own PC serial interface software or the Lab VIEW 
interface written by the author. The coarse sample approach allows the user to bring the 
probe down to the sample until contact is detected via the optical system in 3 .2. The 
sample can then be moved back by a pre-selected amount, e.g. 20 1-1-m, ready for the second 
stage if required . 
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The second fine stage approach uses a piezoelectric translator (Physik Instrumente P-
830.30 Open Loop Low Voltage Linear Translator) controlled using a 0-10 V analogue 
voltage from the controlling PC, which is buffered, then amplified by a factor of I 0, to 
move the sample. The maximum travel provided is 0-45 ~-tm with a voltage of 0-100 V. 
Thus with a single 16-bit ADC the fine approach resolution is 0.7 nm. Using a 
combination of control algorithm and the cantilever detection system, the sample can be 
moved into the required scanning position with great precision, stability and repeatability. 
The fine approach translator can be set to 50% prior to coarse approach, or the coarse 
approach DC-motor can move 'back' 20 ~-tm, in either case allowing the fine approach 
translator ±50% travel. 
3.3.2 Raster Scan 
The sample is raster scanned using a piezoelectric PZT tube scanner (PZT5H - Morgan 
Matroc), as described in Section 2.1, controlled by the PC's DSP data acquisition card (see 
Section 4.1). The scan range of the tube depends on its dimensions, material and, of 
course, voltage applied. Finite element analysis of these devices has been carried out by 
Carr [44]. From this the scanner motion in the x (y) and z axes can be described by the 
following equations, 
(I) 
(2) 
where, ~is the extension in the x (or y) direction in AN, t:.z is the extension in z (AlV), L 
is the tube length (mm), D is the tube diameter (mm), and W is the wall thickness of the 
tube (mm). The tube scanner in use in the MFM has the following dimensions: 
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L = 25.4 mm, D = 6.53 mm, W = 0.5 I mm. 
So from Equation I, the x and y deflection of the tube would be approximately 266.4 A!V, 
and from Equation 2 the z movement would be approximately 127 AN. 
The voltages applied by the control system have maximum limits of± I 00 V. Therefore, if 
a voltage of 100 V were applied to a single quadrant electrode on the tube, the resulting 
deflection would be 2.664 J.lm. However, the tube scanner is connected with the inside 
electrode at ground and the four external quadrants each separately driven to ±100 V. 
These are configured so that opposite quadrants have opposite voltages, i.e. when the 
positive x-axis electrode is at SO V, then the negative x-axis electrode is at -SO V. This in 
effect doubles the tube movement, and also, since each of the electrodes varies between 
100 V and -1 OOV, the actual maximum on each axis is four times 2.664 ~tm, or 1 0.656 J.lm. 
The scan resolution is governed by the DACs used in the system, as described in Section 
4.1.2. These are 16-bit, and so over a range of ±I 00 V (amplified from ± 10 V), the 
minimum voltage step is 3.05 m V, which at 266.4 AN is a scan step of four times 0.813 
A, therefore 3.25 A. 
As the tube is scanned in both x and y, one side of the tube contracts and the other side 
expands. This causes a tilt in the top of the tube, and so causes the san1ple to tilt. When 
imaging the sample directly above the tube's centre this tilt will not cause any movement 
in the z direction. However, when the image area of the sample is off-centre there will be a 
certain amount of z motion. When scanning at maximum range, with a voltage of± I 00 V, 
the amount of expansion (or contraction) will be 200 V x 127 A!V = 2.54 J.lm, at the tube's 
edge, reducing linearly to zero at the centre axis. Because this z movement is large 
compared with cantilever deflections due to surface features, it can cause the output signal 
to saturate, and so must be dealt with using feedback, described in Section 4.4. The tube 
scanner can be extended in the z direction by applying the same voltage to all four 
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quadrants. Each quadrant has a maximwn limit of ±50 V applied for z movement, so the z 
range is therefore 1.27 Jlm. 
In the system described here, the tube scanner has a passive extender 12 mm in length 
(including sample holder) mounted on top, as shown in Figure 22 below. This increases the 
effective scan range of the system from 10.656 Jlm to 15.77 Jlm, with a corresponding 
decrease in step resolution to 4.81 A. In this system the extender and sample holder are 
grounded to the inside electrode, with the cantilever floating or grounded. This allows the 
introduction of a bias voltage (typically l-1 0 V) between the cantilever and the sample, 
generating an attractive electrostatic force between the cantilever's tip and the sample 
surface. This is used because magnetic forces can be either attractive or repulsive, leading 
to problems with controller feedback stability when the system is operating with analogue 
feedback control [45] [46]. However, when using a digital feedback controller operating in 
LiftMode, as described in Section 2.3, the bias voltage need not be used as the controller 
only operates when the initial topography scan is made [47]. The sample holder is a 
standard SEM stub, an easily available and affordable item. Once a sample is mounted 
onto a stub, it is fixed on the scanner easily and quickly using an Alien key grub screw. 
12mm 
25mm 
Sample Holder 
I I 
Extender 
PZTTube 
Figure 22. Schematic or Tube Scanner with Extender. 
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The probe and sample can be observed using an Olympus SZ6045TR trinocular zoom 
stereo microscope mounted above the MFM head, utilising fibre-optic light guide 
illuminators, as shown in Figure 23 . This provides a magnification of30-189X using 30X 
eyepieces, with a working distance of 100 mm and a field of view of 1.1 mm at full 
magnification. 
Figure 23. Zoom Stereo Microscope above MFM bead. 
It allows the operator to position the probe above the requisite sample area, and also align 
the first mirror so that the laser is reflected from the correct part of the probe, as shown in 
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Figure 24. In addition the operator can view the sample approach and scanning path to 
check for any problems. Finally, a Nikon CoolPix 3.34 MegaPixel CCD camera, with 4X 
optical zoom, can be fitted to the microscope in order to view and record both high-
resolution still images and PAL video of the system in operation. To reduce the intensity 
of the focussed laser when viewed through the microscope a polarising filter is attached 
beneath the objective lenses. 
Figure 24. Laser alignment captured by the Digital Camera via the Zoom Stereo Microscope. 
The top picture shows a standard probe, 200 JUDiength, and the bottom picture shows the same probe 
with the laser reflecting from its end point. 
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4 Magnetic Force Microscope Control System 
The following sections contain a detailed description of the MFM's control system. The 
system is largely computer-based, using plug-in cards, running as a Virtual Instrument on a 
PC. This is supported by other instruments, and allows for expansion, either through 
further internal plug-in cards or external instruments connected via a GPIB interface. A 
diagram of the overall system is shown below in Figure 25. 
PC External 
Hardware 
Lock-In Amplifier 1------,i--oi 
DC Motor Controller 
Figure 25. Overall MFM system diagra m. 
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The MFM's control system is Windows™ PC based. The control software is written using 
Lab VIEW™ from National lnstruments, interfaced using a variety of dedicated plug-in 
cards. The system is enhanced by the incorporation of a separate DSP board allowing 
time-critical control to be run separately from the host PC in a deterministic manner. 
The computer has a 1 GHz AMD Athlon processor, 512 MB RAM, 64 MB accelerated 
graphics card and 60 GB ultra-fast hard drive. This platform was designed and built to 
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provide some of the fastest hardware support for the control system, with the best possible 
allowance for future upgrades. The computer runs a standard 32-bit Windows operating 
system, thus providing a platform for the widest possible range of industry-standard 
software and hardware. The computer is also network capable, such that in future remote 
Intranet/Internet operation of the system could be possible. 
4.1.1 Digital Sig11al Processor- DSP 
To create a deterministic (see Section 4.4.2) control system a DSP host plug-in PCI board 
was used as a primary interface between the user and the system. This board, from 
Sheldon Instruments (USA), uses a Texas Instrument's TMS320VC33 32-bit floating point 
DSP IC running at ISO MHz, with I MB of onboard SRAM. Typical benchmarks for this 
DSP processor include the computation of the real portion of a I 024 point Radix-2 FFT in 
400 ~ts. The DSP board also includes a DMA channel controller for full bi-directional PCI 
initiated bus mastering, with 132 MB/sec peak transfer rate and 12 MB/sec sustained 
transfer rate to the host PC [ 48]. 
The board was provided with all the necessary drivers, plus a library of Lab VIEW Virtual 
Instruments (VIs) called QuVIEW. These VIs are used for implementing ultra-fast real-
time processing, but with the added flexibility of using Lab VIEW icons. The library of 
functions includes real-time data acquisition, signal processing and control, with functions 
for algebra, calculus, digital filtering, Z transforms, frequency domain analysis, numerical 
analysis, waveform generation, and process control. A program utilising these functions is 
thus written in LabVIEW, but downloads onto the DSP when run. This means that the 
DSP can continue to run, for example in a control loop, even if the host PC crashes 
(without power loss). As such the LabVIEW environment is used for pre and post data 
processing plus other auxiliary functions, whilst the DSP board runs the time-critical 
control of the MFM as it takes an image scan. 
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4.1.2 Data Acquisition - DAQ 
The Sheldon Instruments DSP board has a daughter board connector in addition to the 
normal DSP connectors, i.e. Joint Test Action Group (JT AG). This allows the connection 
of a data acquisition (DAQ) board, directly accessed by the DSP controller. The MFM 
system uses a board with 4 x 200 kHz 16-bit ADC ICs (successive approximation 
architecture), each with 8 multiplexed differential inputs (or 16 single-ended inputs) and a 
range of ±10 V, thus providing a resolution of 305 ).lV. All the ADCs are sampled 
simultaneously using a precision master clock on the DAQ board. Each ADC channel 
front-end has a variable gain amplifier on the input to its multiplexer. The board also 
includes 4 DAC ICs, each 100 kHz and 16-bit (±I 0 V), all simultaneously updated on the 
master clock and each with a low-pass linear phase smoothing filter. The DAQ board also 
includes a 16-bit digital 10 interface (010). 
The board can be used to sample the voltage input from the circuits following the photo-
detector. Other signals could also be monitored, for example if cantilever torsion was 
being observed, as described in Section 3.2, all4 voltages from the quadrant photo-detector 
could be sampled and analysed using the DSP. The 4 voltage outputs are used to control x 
and y on the PZT tube scanner, the fine z approach PZT translator, and finally a control 
feedback signal for the z direction of the tube scanner. The digital interface could be used, 
for example, to control an auxiliary external DAC. 
4.1.3 General Purpose Interface Bus- GPIB 
The computer control system also includes a GPIB interface card. The GPIB, General 
Purpose Interface Bus, is an IEEE standard instrument interface based on Hewlett 
Packard's original HPIB system. This allows a huge variety of instruments from different 
manufacturers to be connected to a PC over a single bus and interface card. Typically up to 
fifteen instruments can be connected over 20 m, interfacing at a maximum speed of I 
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Mbps (overall). However, the bus is usually slowed to the speed of the slowest instrument. 
In this case the GPID card is controlled using the LabVIEW software interface, thus 
allowing integration of external instruments into the MFM's computer control system. 
4.2 Instrumentation Electronics Interface 
The MFM system in general only uses a minimum of DAQ interface electronics. This 
limitation of the amount of electronic hardware is deliberate in order to provide for greater 
flexibility in the instrument by utilising the computer-based elements of the system. The 
DAQ interface between the computer and the rest of the microscope is shown in Figure 26. 
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Figure 26. Instrumentation Electronics Interface. 
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The x, y and z translator outputs from the DAQ card are amplified to produce the high 
voltages required by the piezoelectric components. The high voltage amplifier and PSU 
circuits used were built by Dr P Crozier for an earlier SPM instrument [ 49]. As two pairs 
of inputs, one for x motion and one for y, drive the tube scanner, four signals are generated 
using a set of operational-amplifier inverter circuits with unity gain. The translator is 
driven from a single positive input. The control signal output is fed to all the tube scanner 
drivers in order to cause movement only in the z direction, (relative to the cantilever). 
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The outputs from the photo-detector are converted to voltage signals; a differential 
amplifier produces a single signal relating to the position of the cantilever, via the laser, 
thus eliminating common-mode noise. This signal is filtered to remove any high frequency 
noise then passed through over-voltage protection circuitry, protecting the inputs to the 
following DAQ board. Although the ADC inputs are rated to an absolute maximum of ±25 
V, over-voltage protection circuitry is used as a 'better safe than sorry' policy. If using a 
resonant mode of operation the differential signal can be routed to the lock-in amplifier, 
which produces its own output to be monitored using the DAQ or GPIB. 
As much care and attention as possible has been applied to the design of the electronics. In 
all cases low-noise high-precision instrumentation operational amplifiers have been used, 
i.e. the Burr Brown OP A2111. The signal paths throughout the system are all carefully 
shielded using core with earthing, and ground loops have been avoided. The laser diode is 
powered by a separate shielded PSU, with shielded power line, for maximum stability. 
4.3 System Software 
During the early part of the research for this degree the author worked on a related 
magnetic imaging system, a magneto-optic SLM. Initially the instrument was almost 
completely constructed, but lacked a software control system. The SLM system had been 
built with a National Instrument's DAQ card for computer control, and the company's 
LabVIEW software suite purchased. The author had not used this software before, but 
over the early part of the PhD produced a fully working control suite for the SLM. This 
knowledge was therefore utilised for the MFM control system. 
4.3.1 LabVIEW 
The MFM control instrumentation software has been implemented using National 
Instruments high-end graphical programming language, LabVIEW [50]. The software is 
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broken down into a set of functions, each known as a 'Virtual Instrument' or VI, whereby it 
has the potential to fulfil all the operations carried out by a standard instrument, i.e. an 
oscilloscope, given it has an interface to the necessary data acquisition hardware. 
However, whilst the software language was primarily designed as a method of virtual 
instrumentation, the language also provides standard programming functions. 
Software is created using graphical symbols, as in Figure 27. Functions, often complex 
VI's in themselves, are picked from a toolbox, then using a 'drag and drop' technique, 
placed on the program's worksheet. The programmer builds a diagram, the program code, 
by picking the functions required and wiring their respective inputs and outputs together. 
This creates a 'dataflow' program, where the execution of the software's functions is 
determined by the flow of data through the diagram, not by the sequential listings of text as 
in standard languages. This allows the programmer to create multithreaded software code, 
where tasks can run in parallel. The software also supports hierarchical design, such that a 
programmer may create functions (sub-VIs) that can be included in others. Whilst the 
programmer is creating the diagrammatic code, graphical controls and indicators are 
created on a 'front panel'. These are automatically linked to the code created, such that 
after formatting the graphical front end of the software to comply with their standard, the 
programmer has a working Graphical User Interface (GUI), as shown in Figure 27. 
Lab VIEW is an easy to understand industry standard software language, and allows a 
novice to produce quickly working, useful, software. It claims to be equivalent in terms of 
processing speed to programming in C, dependent on machine, and allowing for the skill of 
the programmer. However, when complex functions are required the level of 
progranlffiing needed in order to produce viable software is increased significantly. This 
level can take time and considerable effort to attain. Also, given certain weaknesses in the 
Lab VIEW environment, most notably software timing problems, the required result is not 
always satisfactory. In general the LabVIEW language's benefits, such as speed of 
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development and ease of use, outweigh its costs, such as the learning curve and timing 
restrictions. 
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Figure 27. Lab VIEW Front Panel Interface & Background Graphical Code. 
4.3.2 MFM Interface 
The control software for the MFM has been created as a set of modules. Each module, 
after being separately tested, was introduced into the main program. Therefore, each can 
be run as a stable standalone piece of software. This modular method has made the 
software easy to update and keep organised. For example, updating any of the modules 
can be done with no effect on the rest ofthe control software. All of the modules adhere to 
a standard in both their graphical front panel and code. Thus the presentation of the 
software is that of a commercial application. Each module, either referring to a mode of 
image capture, or an auxiliary function, has been created with user friendliness foremost in 
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mind. The general rule of thumb has been to reduce unnecessary user interaction where 
possible, making the software easier to navigate and use. A summary list of the modules is 
given in Section 5.3. 
4.4 Scanning & PID Control 
4.4.1 XY Motion Scanning 
The MFM software directs the DSP card to output x and y voltage 'waveforms' such that 
the PZT tube scanner moves in a raster scan. The two waveforms are simultaneously 
ramped to whichever image start point is specified, e.g. -1, -1 V ( -1.58, -1.58 Jlm). The x-
axis runs as the 'fast-scan', whereby the voltage is repetitively ramped up and down. As 
image data is only collected in one direction of x-axis motion the return ramp, or 'flyback', 
is run at a higher speed to reduce scan time. During this flyback the y-axis voltage is 
incremented one step, as the 'slow-scan' direction. A typical 500 x 500 pixel scan is made 
in a time of 5 minutes 50 seconds, however this can be altered by the user selecting a 
slower or faster scan speed. 
The scmming waveforms can be updated in two ways. If no (digital) control is used, i.e. 
the system is run open-loop or with analogue feedback, the scan voltage waveforms are 
downloaded to the DSP, which then completes the scan independent of the LabVIEW 
software. If digital feedback control is implemented on the DSP, then a different strategy 
is used. In this case the controlling LabVIEW software is used to update the x and y 
voltage waveform values, and download them to the DSP, whilst the DSP runs the control 
loop, data from which is then uploaded to the LabVIEW software. This method is used 
primarily to separate the scmmer update speed from the control loop speed. At the same 
time it allows the LabVIEW software to monitor the digital control loop and pause and 
generate an alert if an error is detected. The Lab VIEW software collects and arranges both 
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the photo-detector voltage signal and the controller signal for viewing as images. The 
controller signal could be used during the image capture process to employ a LiftMode-
like mode of operation, as described in Section 2.3. 
The disadvantage of this second method is that the overall scan time is determined by the 
speed of interaction between Lab VIEW and the DSP card, through the Windows operating 
system, rather than the much faster speed possible with the DSP operating on its own. It 
should be possible to use the DSP to calculate and so generate the necessary x and y 
voltage values as the scan is made, whilst also running the control loop, thus significantly 
decreasing the scan time. However, this approach has not been implemented in this work 
due to time constraints. 
4.4.2 Deterministic Control- Real Time 
A real-time system response is the ability to respond reliably, and without fail, to an event 
within a guaranteed time period. As this period varies depending on the system 
application, there is no one universal time constraint that makes something real-time, nor is 
there any special operating system or hardware that makes the system real-time. 
So, when executing a digital control loop, it must be such that the controller output 
responds to a measured input value within a specified time interval, known as the control 
loop cycle time. If this loop cycle time can be guaranteed, then the system is deterministic. 
If a control loop is not deterministic, then the control system is not guaranteed to be stable. 
Note that real-time does not necessarily mean extremely fast. Many data acquisition and 
control applications have cycle times that are slow. For example, temperature controllers 
commonly sample and control temperature a few times a second. Therefore, for a 
temperature controller to be stable, it must execute control loops on the order of a few 
Hertz, as thermal processes are slow. It is the degree of uncertainty or "jitter" with each 
control loop cycle time that defines the real-time requirements of the system. 
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4.4.3 Control System Design 
Digital feedback in SPM systems has been investigated in previous work, and has been 
standard in commercial instruments for some time [51] [52]. The successful use of a 
digital Proportional Integral Derivative (PID) controller has been reported, for example by 
Baselt et al [53]. The PID function is now commonly implemented in DSP libraries, i.e. 
the QuVIEW software described in Section 4.1.1. Because of these fac tors a PID 
controller, or derivative of such, is implemented in this system. This allows the use of 
previous works for reference, so implementing a digital feedback controller in a short 
period, giving more time for further experimental work utilising the system. The block 
diagram of a PID controller is shown in Figure 28. The equation for an analogue PID 
controller is given by, 
m(t)=Kpe(t)+K, ( e(-r)c1T+K0 de(-r) ~ dt (3) 
where, Kp is the proportional gain, K1 is the integral gain, KD is the derivative gain, e is the 
error input signal, m is the controller output signal and r is the time period. The open loop 
transfer function, Gc(s), of the controller in the analogue (s) domain is given by: 
(4) 
~ 
1 
.. K, - .. 
s 
+ lr 
e(s) K + ... p .. m(s) 
~~ 
L__. s ... K .. D 
F igure 28. The PID Controller. 
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Three parameters of the controller are determined by the design process; Kp, K1. and K0 . 
For a particular control regime one or more of the controller gains may be set to zero. For 
an inherently stable control system generally only the P and I gains are implemented in 
SPM feedback. The derivative is rarely used as it may amplify high frequency noise [54]. 
If a digital system has a sufficiently small sampling period, an analogue control design 
method can be used to estimate Kp and K1. The design can be tested and tuned, such that to 
begin with only a simple system model is required for gain parameter estimation. 
The electrical behaviour of a piezoelectric transducer can be considered as capacitive when 
operated below resonance. Closer to resonance it can be modelled as an R, L, C equivalent 
circuit. There are generally several resonance frequencies for a piezoelectric transducer, 
ranging from several kHz to IO's ofkHz, although in this case the lowest is of interest [55]. 
Therefore, the piezoelectric's characteristics can be described as a flat response at low 
frequency, a resonance at frequency m" and a 20 dB/decade roll off after resonance. This 
can be simulated using a standard second-order transfer function Gp(s) with two conjugate 
poles, 
(5) 
where k is the piezoelectric gain constant, m, is the resonance frequency and s is the 
damping ratio. 
Following previOus work [47], the resonance frequency and damping ratio for the 
piezoelectric were estimated by applying a small sinusoidal signal of 0.5 V peak, causing a 
displacement in the vertical (z) plane of approximately 6.35 nm peak at very low 
frequency. The gain G(m,) at resonance m, was then measured. To increase the accuracy 
of the gain estimation this testing was carried out with the piezoelectric tube loaded with 
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the passive extender and sample, as in nonnal image scanning. Given the gam at 
resonance the damping ratio is calculated using Equation 6 [56] [57]. 
IG(jm)l =_I 
2( (6) 
From the test on the piezoelectric in this MFM, m, is 47.9 krad/s and the gain at resonance 
is 3.5. Therefore, the damping ratio (is approximately 0.14. For a fast and steady 
response, with a favourable settling time this can be increased. 
The gain constant H(s) of the OBD detection system used in this MFM was measured at 
approximately 35 mV/nm. This value was measured by bringing the tip into contact with a 
sample surface, then driving the cantilever in the z plane using the tube scanner. Later, 
calibration (see Section 5.2) would allow the value to be measured again, and if necessary 
the controller gain estimation process reviewed. Substituting m,, S, H(s), and k (as defined 
in Section 3.2.2) into Equation 5, the transfer function is given by, 
(7) 
The transfer function of a PI controller is given by 
(8) 
The gains Kp and K1 can be estimated using the frequency response design method [58]. 
The PI controller is assumed to behave like a phase-Jag controller. In this case the design 
is based on the Bode diagram of the open loop transfer function (Equation 7), as shown in 
Figure 29. 
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Figure 29. Bode plots of z piezoelectric, using transfer function of Equation 7. 
First the frequency OJ1 at which the angle of Gp(jOJ1)H(jOJ1) is equal to -180° + cl>m +5° is 
found, where cl>m is the phase margin (set at 50° for stability), in this case OJ1 is 49.9 
krad/sec. Then the gain at Gp(jOJJ)H(jOJ1) is found, here it is 6.75 dB, i.e. 2.2. From this Kp 
is given by 
(9) 
such that in this case Kp is 0.45. 
K1 is found using the magnitude of the controller's zero, chosen to be much lower than OJ1. 
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Applying the general rule of controller design [58], the following equation is used, 
so that in this case K1 is estimated to be 2250. 
This gives the controller transfer function as, 
Gc (s) = 0.45s+ 2250 
s 
(10) 
(11) 
The open loop Bode plot of the compensated system is shown in Figure 30. These values 
were then tested in the system using a step response test. 
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Figure 30. Open loop Bode plots of the compensated system. 
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4.4.4 Control System Testing and Tuning 
The controller's performance was tested and tuned using a step response test, as suggested 
by Baselt et al [53]. The test was carried out by applying a voltage step to the piezoelectric 
translator generating a cantilever deflection of approximately 30 nm. The PI controller, 
using the values from Equation 11, then cancels this deflection. Initially the sampling 
period was set at 10 IJ.S, and henceK1Twas 0.0225 for K1= 2250. Figure 31 shows the step 
response of the system for these initial gain estimations. 
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Figure 31. Step response for Kp= 0.45, K1T= 0.0225 and KD = 0, and Kp = 0.2,K1T= 0.0225 and KD = 0. 
The results in Figure 31 show a large overshoot for the initial gains estimation (the blue 
line). In addition, the system stability is inadequate, as shown by the 'ringing' occurring 
while the system is at a constant height; this is due to noise feeding back through the 
controller. This sort of response can occur due to the sampling process in a digital control 
implementation that uses gains estimation based on a linear system [56] [57]. The 
sampling frequency in this system is approximately 13 times the system bandwidth, but for 
a discrete system to exactly duplicate a linear design the minimum sampling frequency 
should be at least 20 times the system bandwidth [56] [57]. Nevertheless, the step 
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response test does provide a useful guide for estimating the controller's gains. The second 
(red) line on the graph in Figure 31 shows that by reducing Kp to 0.2 the overshoot is 
almost completely removed, however the system is still unstable. Further step tests were 
carried out to improve the PI controller's response. 
Figure 32 shows the step responses for Kp at 0.1 and 0.05. The first (blue) line still shows 
system instability after the step is complete. This is removed, leaving only noise in the 
second (red) line, but with a much longer settling time. These results indicate that the 
optimum value for Kp, such that there is no overshoot or system instability, is between 0.1 
and 0.05. 
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Figure 32. Step response for Kp = 0.1, K1T= 0.0225 and Kn = 0, and Kp = 0.05, K1T= 0.0225 and Kn = 0. 
In Figure 33 the step response for Kp optimised at 0.07 is shown. In this case the system 
instability, or 'ringing' is not evident, and the settling time is reduced to within 1 ms. The 
two lines in Figure 33 show a variation in K1T, at 0.012 and 0.0225. Very little difference 
can be seen, except that in the second case (the red line) the system once settled seems 
more stable. These final values were used in the results shown in following Chapters. The 
system settles within 1 ms, a figure that is comparable to other work [47] [53]. As the 
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system dynamics are altered by different samples, the step response test will provide a 
useful and simple method of quickly optim.ising the PI controller's Kp and K1 gains [ 49]. 
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5 MFM Instrument Development 
5.1 System Noise 
The OBD detection system suffers fTom noise contributions from the laser, the detectors, 
the amplifiers and the cantilever. These noise sources have previously been described in 
depth by Sarid [59]. A brief description of these sources, following from the work of 
Sarid, together with typical figures for the detection system used in this instrument, is 
presented here. This is followed by a discussion of other sources of noise in the system. 
Finally, an evaluation of the measured levels of noise within the system is carried out. 
Note that these calculations consider the Microlever contact mode cantilever described in 
Section 3.2. 
5.1.1 Jo/mson Noise 
Johnson noise is caused by the thermal agitation of electrons in the load resistor, R (100 
Kn), in the first stage of the photo-detector amplifiers and gives rise to a current noise in 
each of the four amplifiers given by 
(12) 
where ( & 2 ) is the mean square current noise. 
Therefore the total noise fed into lhe differential amplifier is 
(13) 
where K is Boltzmann's constant (1.38 x 10-23 J/K), T is the absolute temperature (293 .15 
K) and B is the bandwidth of the filter at the output of the amplifier (125.66 krad/s). 
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Using the typical system values gives (oi2)J = 8.13 x 10-20 A2. 
5.1.2 Laser Noise 
Laser diodes behave like a thermal source and amplify no1se. Noise is caused by 
spontaneous-emission, mode-partition, mode-hopping and fl icker noise (low frequency 
noise whose power spectrum is inversely proportional to frequency, sometimes called 1/f 
noise). The photo-current noise in each half (two quadrants) of the photo-detector caused 
by the laser intensity noise is 
( 14) 
and 
(15) 
where 77 is the sensitivity of the photo detector (0.35 A/W at 670 nm), RIN is the relative 
intensity noise of the laser RIN = ( t:J>:) , ( t:J>2 is the mean square optical intensity noise (P) 
and P is the average optical power of the laser), typically 1 o-10, P is the optical power 
incident on the detector (0.5 m W), d is the laser spot size on the detector (2 mm) and &1 is 
the deflection of the spot from the centre of the detector (900 mn for a cantilever deflection 
of 1 mn). 
The noise at the output of the differential amplifier is obtained by subtracting Equation 14 
from 15 giving 
(m'),~ ~ry' RINP'( ~)' (16) 
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If the laser spot is centred on the detector then &I << d, and the noise at the output of the 
differential amplifier is small, giving a good common-mode rejection. 
Using the typical system values, ( 8i2) L = 3.1 X 10-25 A 2. 
5.1.3 Cantilever Thermal Noise 
The canti lever thermal noise is caused because of the cantilever acting as a harmonic 
oscillator. The cantilever thermal noise will be greatest when the cantilever is oscillating 
at its resonance, 106.814 krad/s ( 17 kHz). The thermal noise of the cantilever causes a 
noise current in each of the four detectors given by: 
(17) 
where s is the distance from the cantilever to the detector (90 mm), I is the cantilever 
length (200 ~m), Q is the quality factor ofthe cantilever (lOO) and k is the force constant 
of the cantilever (0.063 N/m). 
The thermal noise at the output of the differential amplifier will be 
( 18) 
Using typical values gives (8i2) , = 4.22 X I o-13 A2. 
5.1.4 Shot Noise 
Shot noise is caused by the varying number of photons arriving at the photo-detector at any 
one time. The shot noise generated by each photo-detector is 
(8i2)s = 2e7JB: 
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(19) 
where e is the electronic charge (1.6 X 10-19 C). 
The noise at the output of the differential amplifier is therefore 
(20) 
Using typical values gives (oi2)s = 7.04 X w-IS A2. 
Comparing the noise values for the detection system the Johnson noise, laser noise and 
shot noise are several magnitudes smaller than the cantilever thermal noise. This means 
that the resolution of the instrument will not be limited by the detection technique but by 
the thermal vibrations of the cantilever. 
5.1. 5 Other Sources of Noise 
Care has been taken in the design of the instrument to eliminate or reduce any other 
sources of noise. Electrical pickup has been reduced by the careful shielding of cables and 
the enclosure of the photodiode amplifiers in a die cast alwninium box. All grounds in the 
system have been connected in the standard star formation to eliminate the possibility of 
noise caused by ground loop CUITents. The high voltage power supply used to drive the 
instrument's tube scanner was designed to remove as much noise as viable. The output of 
each amplifier has a 2.5 ll V ripple that will cause a movement on the piezoelectric tube 
scanner of only 0.0007 A, a figure negligible compared to other sources of noise. 
Building vibrations have been reduced by mounting the instrument on a Newport Research 
Corporation (NRC) optical table measuring 1200 x 2400 x 300 mm and weighing 460 Kg. 
The optical table has a stainless steel top plate, tapped with M6 holes spaced 1 inch 
between centres, a steel-honeycomb core which provides an extremely stiff table top and 
rolled steel sides and bottom plate. The table also has integral damping mechanisms, 
which rapidly damp out any vibrations that reach the table. 
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Four NRC Vibration Isolators support the optical table. These use air pressure to provide 
excellent vibration isolation in both vertical and horizontal planes. Their resonant 
frequency in both the horizontal and vertical planes are between 1.5 and 1. 7 Hz and they 
will quickly damp out vibrations between 2 and 50 Hz, including large amplitude floor and 
building vibrations. 
Air currents and acoustic noise can cause problems during image acquisition. Motion in 
the laboratory, or the opening of doors, causes air currents that result in movement of the 
cantilever. Enclosing the instrument in a glass vacuum jar at all times, i.e. when scanning 
in air, has reduced these air currents. As acoustic noise such as speech can have an effect 
on the image quality the glass also reduces th:is noise. 
5.1.6 System Noise Analysis 
A power spectrum of the photo-detector circuit output signal can be obtained usmg a 
combination ofthe QuVIEW software provided with the DSP board and LabVIEW. The 
input signal can be sampled at different frequencies, making it possible to examine the low 
frequency and high frequency noise separately. 
The power spectrum shown in Figure 34 was measured with only the instrumentation 
electronics, including the photo-detector and h:igh-voltage piezoelectric driver circuits, and 
computer operating. This shows a noise floor of approximately -100 dB, equivalent to 4 
m V (0.12 nm at the lever end) when measured in the time domain. The main source of this 
noise is the computer system, such that it cannot easily be decreased. However, compared 
to other sources of noise dealt with in the rest of this section the backgrow1d noise is 
negligible. 
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Figure 34. Power spectrum of noise with only instrument dectronics and computer active, no laser. 
The overall noise from the cantilever is shown by the power spectrums in Figure 35. The 
noise is even across the entire spectrum; further tests were conducted at higher frequencies, 
with the same result. The noise from the laser adds approximately 20 dB, when compared 
against Figure 34, and from the cantilever adds approximately 10 dB. These noise sources 
could be reduced, e.g. changing the laser is possible, although this laser is standard for this 
work, and using resonant imaging would improve the signal to noise ratio (Section 2.3). 
The level of measured noise shown here is significantly higher than that calculated in the 
previous sections. The explanation for this is that those calculations only took into account 
the noise at the output of the quadrant photo-detector circuit. After this circuit the signal is 
passed through a long transmission path, including connectors, a low-pass filter with a gain 
of 8 dB, an over-voltage protection buffer amplifier and further low-pass filtering on the 
DAQ board. All of this acts to increase the noise signal to the levels measured here. 
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Figure 35. Power spectrum of noise with laser deflection from cantilever and stationary point. 
When the cantilever is positioned in contact with the sample, with the tube scanner 
stationary, periodic noise is seen on the output signal. This noise appears at approximately 
50 and 300 Hz and is not present if the tip is not touching the sample, as can be seen from 
Figure 36. This suggests that the sample is vibrating, but that these vibrations are not 
transmitted through the system to the cantilever, as long as the tip is not in contact. 
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Figure 36. Power spectrum of noise with cantilever touching and above sample surface. 
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If the high voltage power supply to the piezoelectric translator and tube scanner is switched 
off when the cantilever tip is in contact, the noise at these frequencies is reduced, as shown 
in Figure 37. This suggests that the vibrations are coming from the tube scanner, and/or 
the piezoelectric translator. However, the amplitude of this noise is very low, i.e. less than 
2 run, also, if feedback is used when imaging in contact mode then the vibrations will be 
cancelled out by the feedback system. 
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Figure 37. Power spectrum of noise wi1b PZT high-voltage drivers active and off. 
The effect of the vibration isolation optical table can be seen in Figure 38 where the low 
frequency noise was measured, at a sampling frequency of 1 kHz, with the cantilever 
touching the sample and the instrument covered with the vacuum jar. The graph of the 
undamped table power spectrum in Figure 38 clearly shows low frequency vibrations 
between approximately 1 and 67 Hz, plus frequencies at 110 Hz. General building 
structure vibrations, people moving around and machinery operating (e.g. lifts) produce 
these frequencies. Pumping the table up (damped) eliminates the majority of these low 
frequency vibrations as expected. The overall noise level is also reduced over the 
spectrum shown. 
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Figure 38. Power spectrum of noise witb optical table vibration damping system active and turned off. 
The noise from background light on the photo-detector signal is revealed in Figure 39. 
Spikes in the power spectrum when the background light is let through to the system can 
be made out at multiples of 100 Hz. These are most probably due to the artificial lighting 
in the lab, however in normal imaging acquisition the system is used under a blackout 
cover, as seen in the second spectrum in Figure 39. 
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The power spectrums in Figure 40 show the effect of placing the vacuum jar (with no 
vacuum applied) over the MFM head during all image acquisition. Several low frequency 
spikes can be seen in the spectrum taken without the vacuum jar, these are caused by air 
currents and acoustic noise moving the cantilever. In the spectrum taken with the vacuum 
jar in place these effects have been removed or at least reduced. 
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Figure 40. Power spectrum of noise with and without vacuum jar present. 
Figure 41 shows the drift in the photo-detector signal at the PC over a period of five 
minutes. The measurements were made at constant ambient room temperature (25°C), 
with the MFM enclosed by the vacuum jar. The tube scanner and piezoelectric translator 
were stationary, with zero volts on each electrode. Before measuring the drift the 
instrument was allowed to warm up for one hour. When the tip is in contact with the 
sample the drift is due to the tube scanner and translator drifting. When the tip is not in 
contact with the sample, any drift is mainly due to drifting in the instrumentation 
electronics. As the output signal drifts relatively slowly, the feedback system will 
compensate and so this source of noise will not cause problems during image acquisition. 
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Figure 41. Output signal drift with cantilever suspended above surface and in contact with surface. 
5.2 System Calibration 
5.2.1 Initial Z Calculations 
The OBD detection system used in this work does not provide any inherent calibration 
information. Therefore, it is necessary to calibrate the detection system so that the photo-
detector circuit output voltage can be converted into a cantilever deflection measurement. 
As the magnitude ofthe output voltage is dependent on the amount of incident laser power, 
it is necessary to recalibrate the deflection signal each time the cantilever is changed or the 
laser spot on the cantilever is moved. 
The initial z calibration of the detection system was achieved using the calculation of the z 
extension (12.7 run/volt) ofthe tube scanner from Section 3.3.2. Thus, with the cantilever 
in contact with a sample, by applying a step of 5 V to the z inputs of the tube scanner, and 
thus a physical z step calculated to be 63 .5 nm to the tube, a step change of 2.22 V was 
observed from the photo-detector circuit. So we can define the voltage from the detector in 
terms of volts per step height change, in this case 35 mV/nm, a value that is comparable to 
previous work on similar systems [ 49]. This provided a basic starting point for using the 
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system, and was used in the initial estimation of the PI controller gains, as shown in 
Section 4.4.3. It was also used to scale initial contact mode AFM images, particularly of a 
CD data pit, as shown in Section 6.1. These images show that the initial calibration was of 
the correct order of magnitude, accurate to at worst± 10%. 
5.2.2 SPM Z Calibration 
The instrument's z calibration was later tested using a SPM vertical calibration grating, 
supplied by MikroMasch Ltd. (Estonia) [60]. This provides a one-dimensional array of 
rectangular Si02 steps on a Si wafer with a calibrated height value over the whole active 
area (3 mm x 3 mm). In this case a I 00 nrn series grating (±1.5 nm) was employed, as 
depicted in Figure 42. The actual step height for the grating used, as specified by the 
manufacturer, was 104.5 nm. The height accuracy given is a standard deviation calculated 
over the whole active area, whereby it shows the deviation from the actual (not nominal) 
step height value. 
•----------f------{ 
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Figure 42. Diagram of Vertical Calibration Sample. 
A contact mode AFM image of the vetiical calibration san1ple taken by the system IS 
shown in Figure 43 . This clearly shows the one-dimensional array of steps. Some scanner 
non-linearity in the form of creep is visible, as the steps appear to curve across the image. 
The image also shows the step boundaries are not perfectly straight. When compared with 
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a similar image, supplied by the manufacturer, of this type of calibration sample, as shown 
in Figure 44, the image of Figure 43 can be regarded as the actual topography. 
Figure 43. AFM Image of Vertical Calibration Sample. 
Contact-mode (PID) image, 6 J.UII x 6 J.UII scan area, showing rectangular 104.5 nm steps on Z 
calibration grating, pitch 3 ~m. 
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Figure 44. Manufacturer AFM Image and Line Scan of Vertical Calibration Sample. 
In this case the actual x-y topography is not the primary consideration, rather the grating is 
designed specifically for z calibration. Figure 45 shows the photo-detector signal voltage 
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for a single line scan across the Z calibration grating. Given a manufacturer specified 
calibrated step height of 104.5 run, the voltage step found in Figure 45 produces a gain 
constant (volts per step height change) of 33.5 mV/nm. The line scan graph appears to 
show the step corners are rounded. This is an imaging artefact caused by the integration of 
the pyramidal tip used with the step. 
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Figure 45. Line scan of tbe photo-detector signal (V) across a step on tbe Z calibration grating. 
5.2.3 Z Calibration Conclusion 
The z calibration tests described in the two previous sections show a very satisfactory 
agreement of within 5% between the value calculated in the first section and that measured 
from the calibrated grating in the second section. This shows that the calculations from 
Section 3.3.2 are reliable, and also the initial gain estimations for the DSP control system 
described in Chapter 4 are justified. These results allow all images from the system to be 
accurately calibrated for height, and additionally provide a calibrated measure of scan 
height when using a non-contact mode for magnetic imaging. 
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5. 2. 4 XY Calibration 
The x and y axes of tube scanner motion were tested using a crossed line grating replica 
calibration (XY) sample. This commercially available sample has 2160 lines/mm in 
orthogonal directions, which equates to a tine every 463 nm in both the x and y axis. The 
sample was scanned four times, each time with a different scan range, as shown in Figure 
46. Images a, band c clearly show the grid pattern as expected, with the approximately 
correct size grid for the scan voltages used. 
Figure 46. Images of XY calibration sample. 
Fast scan direction vertical on image; a) 1 x 1 ~.b) 1.5 x 1.5 ~. c) 4 x 4 ~. d) 10 x 10 ~ (Actual10 
X 11 ~). 
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The images in Figure 46 do appear 'unfocussed' to the human eye, probably due to the use 
of an older blunted pyramidal tip, however they contain the information necessary to verify 
the calibration of the system. In image d the slow scan axis (horizontal on image) actually 
shows 23 grid lines, against the 21 lines in the fast scan axis, an increase of almost 1 j.lm 
(10%) over the expected range. This image required a long overall scan time; for accuracy 
with relatively low resolution (compared to images a, b & c), and because the DSP 
feedback loop was used in this case (but not images a, b or c) as the scan area was 
relatively large and so subject to much greater tube scanner bowing. This long scan time 
would have introduced a large creep non-linearity to the slow axis, as described in Section 
2.1. 
From Figure 4 7 it can be seen that a measurement was taken over 16 grating lines in both 
the x and y direction (with no feedback control), with a measured scan size of 7.4 11m by 
7.4 j.lm, corresponding to a tube scanner response of 148 nm!V. The difference in the non-
linearity in the two scan directions is probably due to the different line scanning speeds 
causing different amounts of hysteresis in the tube scanner. The measured scanner 
response value compares to the response of 157.7 nm/V calculated in Section 3.3.2, this 
reduction in the actual system value may be due to PZT ageing as described in Section 2.1. 
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Figure 47. Graph showing linearity of scan ues from XY sample measurements. 
The images taken of the XY calibration grating also allowed some basic quantitative z-axis 
calibration, as each grating line is specified as approximately 31 nm in height. This 
corresponds to a photo-detector response of approximately 1 V in this system, (see 
Sections 5.2.1-3), a value which is comparable to that shown in Figure 48. Given that the 
XY calibration sample documentation did not specify the tolerance of the grating line 
height, merely stating an approximation, the result shown in Figure 48 is taken as 
supportive of the work in previous sections, but not affecting those results in tenns of the 
final instrument calibration. 
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Figure 48. Profile (signal voltage) of a line from an image of the XY calibration grating. 
5.3 System Operation & Specification 
The system described in this work is designed for anyone to use with very little prior 
experience in SPM instrumentation. The mechanical set-up of the system is straight 
forward, for example including cantilever mounting, laser alignment and head positioning 
as has been described in the previous Chapter. The electronic part of the system is 
completely self-contained and fine-tuned such that it only requires power to the different 
components (PZT High Voltage Drivers, Instrument Rack, Laser Diode and DC-Motor) to 
operate. The system's computer interface uses a GUI that only requires familiarity with the 
operations being controlled. The software is modular, with all components accessed from 
a common menu screen. 
The modules can be summarised as follows: 
• ResetDSP 
Resets DSP card and DAQ daughter card ready for new imaging session. 
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• PC Oscilloscope 
Computer based oscilloscope to check signal(s) from system electronics. 
• DC Motor Approach 
Displays photo-detector signal and controls DC-Motor for cantilever coarse approach. 
Computer can also display video feed from CCD camera simultaneously. 
• Z Approach/Signal Test 
Displays photo-detector signal and controls PZT translator for fine approach and 
cantilever positioning. Also used for test signals to z-axis for calibration and so forth. 
• Static Non-PID Scan (Contact/Non-Contact) 
Sample raster-scan with no PID control, real-time 1magmg and Image save, with 
limited image processing options. 
• Static PID Scan (Contact/Non-Contact) 
Sample raster-scan with PID control loop, real-time imaging and image save, with 
limited image processing options. 
• DC-Motor Withdrawal 
Sends DC-motor to original start position, moving cantilever away from sample. 
• Quick Image View 
View in 2d or 3d image data, usually from images taken in current session. Includes 
calibrated scaling of image in x, y and z. 
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• Image Processor Suite 
Link to Scanning Microscope Image Processing Suite (LabVIEW based) - BSc Final 
Year Project by Sam Glasser, 2002 (University of Plymouth). 
To conclude this section, Table 2 outlines the specifications of the SPM instrument 
described in this work. 
Table 2. SPM Specifications. 
Detection System Focussed Laser Optical Beam Deflection 
Scanning Mechanism Piezoelectric Tube Scanner with Passive Extender 
Maximum Scan Size 15.77 ~Jm X 15.77 ~Jm 
Resolution 30.54 nm (500 steps) 
Minimum Scan Size 240.5 nm x 240.5 nm 
Resolution 4.81 A (500 steps) 
Image Resolution Image Size- 500 x 500 Pixels 
(Typical, can be 1000 - 5000 per side) 
Number of Image Scales- 65535 
Sample Coarse Approach Mechanism Closed Loop DC-Motor 
Sample Fine Approach Mechanism Piezoelectric Translator 
Sample Positioning Resolution Coarse Approach - 14.3 nm 
Fine Approach- 0.7 nm 
Measured Lateral Resolution Topographic Mode- I 0 nm (Contact) 
Magnetic Mode - 50 nm (Non-Contact) 
Vertical Sensitivity I nm (Static mode measured noise figure) 
The specifications outlined in Table 2 show that a functional SPM instrument has been 
produced that is capable of high-resolution imaging comparable to previous similar 
systems [47] [49]. One point to note is the measured vertical sensitivity of I nm, which 
appears relatively poor when compared to the original specification in Section 2.2.6. This 
value is the actual overall measured level when in normal static mode operation. If a 
resonant mode was implemented the sensitivity of the instrument would be expected to 
increase by two orders of magnitude, i.e. to a possible 0.1 A, as identified in Section 2.2.6. 
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5.4 Future Work 
At the time of writing the microscope system was working in contact force microscopy 
mode for topographical studies and static magnetic force microscopy mode for imaging 
magnetic structures. These are the two simplest methods of acquiring images. In the 
magnetic case, this mode of operation is only effective for samples with strong magnetic 
fields, however for the further work described in the following Chapters this method is 
acceptable for proof of concept. It must be taken into account that the main contribution to 
knowledge of this work is not the development of the instrument, but rather the new probe 
for MFM discussed in later Chapters. The system is designed to operate in a LiftMode 
style, using the DSP control structure, however this has yet to be successfully 
implemented. In addition, it should also be possible to implement resonant modes of 
imaging, both for magnetic studies and topographic (Tapping™ mode), producing much 
greater sensitivity in the z plane. A further possibility is to implement laser modulation, 
using lock-in techniques to reduce noise and hence increase the instrument's sensitivity. 
Although the mechanical and electronic systems are completely operational, there are 
several possible enhancements that could be made. For example, the instrument currently 
uses a manual micrometer based XY table for sample positioning. This could be 
motorised, and hence computer controlled, using DC-motors similar to that used for coarse 
approach of the cantilever. In a similar vein, it would be possible to do the same for the 
mirror laser alignment and photo-detector alignment. Also the laser focus could be 
enhanced using a PZT fine-focus attachment. All of these additions would be computer 
controlled by the user. This opens the possibility of automating certain processes, for 
example laser alignment and laser focussing. It could also allow the instrument to be 
operated remotely, although of course to change the sample and cantilever would still 
require a physical presence. 
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The instrument is designed to be used to implement the novel electromagnetic MFM probe 
described in following Chapters. The probe is based on a standard cantilever chip form 
that can directly replace the industry-supplied AFMIMFM cantilevers used in the 
instrument. The probe is also designed to utilise the standard modes of imaging discussed 
in the preceding work, requiring no operational changes. The probe will require additional 
signal wiring, however the instrument has the necessary spare capacity for this. Further 
design considerations for implementing the novel probe and new methods of operation are 
discussed in later Chapters. 
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6 Conventional SPM Results 
6.1 Atomic Force Imaging 
The very first tests of the MFM's imaging capability were carried out in AFM contact 
mode. This was primarily to calibrate the instrument in terms of lateral and vertical scan, 
but also provides a useful imaging routine. The very first successful image of this sort is 
shown in Figure 49 below, showing a 1.5 J..lm x 1.5 J..lm contact mode scan of a sample of 
hard disk drive platter. It shows the granular structure of the CoCr surface. In addition, 
grooves from the texturing process are also clearly visible running diagonally across the 
image. 
Figure 49. First successful AFM contact mode image - Hard Disk Platter Topography (1.5 x 1.5 ~). 
Figure SO shows later images of the hard disk platter, with two different scan areas. The 
grain structure is much clearer in this later case. The images compare reasonably well with 
previous work by Crozier [ 49]. Images by Crozier of the same structure are shown in 
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Figure 51 . The grain structure is clearer in the Crozier image, however comparison with 
the images in Figure SO shows that the system reported here is working correctly, and 
capable of imaging structures to the same level as past instruments. 
Figure SO. AFM contact mode images - Hard Disk Platter Topography 4.5 x 4.5 J.UD (left) & 1.5 x 1.5 
J.UD {right). 
Figure 51. AFM contact mode images - Hard Disk Platter Topography 3 x 3 J.UD (left) & 1.5 x 1.5 J.UD 
{right) -© P Crozier (50]. 
Further AFM contact mode images were taken of the surface of a CD supplied by the 
manufacturer without its lacquer layer applied. Figure 52 below shows a three dimensional 
image of a single data pit, note that as the microscope imaged the label side of the CD the 
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pit appears as an actual indentation (pit), not the bump seen from the polycarbonate side of 
the CD by the reading laser. The depth of the pit, measured at approximately 140 nm by 
the instrument, is very close to the theoretical pit depth of 130 nm (A/4). As the image is 
from the lacquer side, i.e. in contact with the aluminium layer, this discrepancy is possibly 
due to the edge profile of the sputtered aluminium layer. This image shows that the 
microscope was calibrated and working as expected. 
40 
-20 
-80 
-140 
--
Figure 52. AFM contact mode image (3D)- CD Data Pit (x, y: ~' z: nm). 
The feature shown in Figure 52 was imaged again but over a larger area of 1.5 J..Lm x 1.5 
J..Lm, shown in Figure 53. Again this image shows the pit with approximately 140 nm 
depth. Unfortunately the end points of the pit were not revealed in this image, however, 
CD data pits can be up to 3.56 J..L111long. Figure 54 shows an image of a much larger area 
of the CD surface, approximately 8 x 8 J.lffi, taken using the DSP control loop in order to 
keep the tip-surface interaction constant against the sample bowing effect (see Section 2.1). 
In this case the image shows the feedback signal. The CD pits and tracks (track width 1.6 
J.lffi) can clearly be seen as dark features, whereas the white marks are contamination (dust 
particles). 
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Figure 53. AFM contact mode image (JD) - CD Data Pit (x, y: llJD, z: nm). 
Figure 54. AFM contact mode image - CD Data Tracks (8 x 8 ~m). 
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6.2 Magnetic Force lmaging 
The first magnetic images by the instrument were of the garnet layer of a bubble memory 
chip. These were acquired using static mode magnetic imaging with a cobalt coated 
Microlever. Two examples are shown in Figure 55, where the perpendicular domain 
pattern can clearly be seen as white and black bands. 
Figure SS. Static mode MFM images of Garnet Layer on Bubble Memory, 6 x 6 f.1D1 (top) & IS x IS 
f.1Dl (bottom). 
This allows us to compare the results with an earlier image, shown in Figure 56, taken 
using a Magneto-Optic Kerr Effect Scanning Laser Microscope (SLM) by the author [61]. 
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The image also clearly shows the same domain structure as that found by the MFM. The 
SLM produces an image over a much larger area, but at a reduced, diffraction-limited, 
resolution. 
Figure 56. Kerr Effect image of Garnet Layer on Bubble Memory (30 x 40 llJD). 
Further work is required to improve the magnetic imaging capability of the system, 
however the results in Figure 55 show that the system is capable of magnetic contrast. The 
Systems and Materials for Information storage (SMI) group at the University of Twente, 
the Netherlands, have been contacted regarding the CAMST MFM Reference Sample that 
they manufacture. This would provide a standard to use to improve the MFM, allowing it 
to be compared against other systems. Unfortunately at time of writing SMI did not have 
any CAMST samples left, but will supply one as soon as they have finished preparing new 
ones. 
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7 The New Electromagnetic MFM Probe 
One of the fundamental subjects in MFM research is the design and function of the probe 
used to interact with a magnetic sample's stray fields. Standard MFM probes, based on 
AFM cantilevers, use silicon tips that are magnetically sensitised using ferromagnetic thin 
films. Unfortunately this design has several inherent problems. First of all a variety of 
different designs and coatings need to be used depending on the magnetic properties of the 
sample being imaged, most significantly if the sample is magnetically 'hard' or 'soft', as, for 
example, the magnetisation of the tip may alter the magnetisation state of the san1ple being 
imaged. This means that an instrument must be reconfigured with a new probe each time a 
new type of sample is to be imaged. Furthermore, the magnetisation of the standard 
probe's tip can suffer from hysteresis over time, as well as wear and damage during its 
useful life. Also, the domain structure at the tip may change even during scanning, 
because of its interaction with the sample's stray field, making imaging inconsistent. These 
imperfections can have serious consequences in the acquisition of useful and quantifiable 
data. The following sections present a novel design as an answer to the standard probe's 
weaknesses. 
7.1 Tlze Initial Idea 
The new probe uses an electromagnetically-induced field as a replacement for the standard 
probe's stray field. Although electromagnetic MFM probes have been reported before, this 
design is unique [62]. The uniqueness of this new design is now discussed. The field is 
induced around a micro-fabricated aperture in a conductor sheet using a controlled current. 
The aperture is situated near the end of a standard cantilever that has been coated in a 
conductive material, for exan1ple gold. This design has the advantage that the probe's field 
intensity is standardised, and can be varied, and hence its interaction with the specimen can 
be controlled. The field distribution can be calculated to high accuracy since it arises 
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solely from the geometry of the current flow and aperture, not from a highly non-linear 
magnetic material. This means that the results will be both repeatable and quantifiable. In 
addition, it may be possible to vary the probe's magnetic characteristics during imaging, 
allowing many different measurements to be made on a single sample during the same scan 
session. 
7.2 Modelling the eMFM's Field Distribution 
Using the Biot-Savart law, a change in magnetic field intensity, H, normal to the 
conductive material's surface is produced by changing the current density within it, given 
by, 
(20) 
where, J is current density vector and R is the vector describing the position in space at 
which H is calculated. 
By placing an aperture in a sheet of conductive material with constant linear current 
density, such that the current flows parallel to the sides of the conductor, current must flow 
around the aperture, resulting in a change in its density. This is depicted in Figure 57, 
where a cantilever is coated top, base and end with a conductor, such that the current flows 
down the base and past the aperture, where in this case the aperture is placed on a 
pyramidal tip, therefore allowing the probe to be used for topographic scanning. The 
current then returns by flowing around the end of the coated cantilever and along its top 
surface. 
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Figure 57. Simplified diagram of basic probe design viewed from below. 
Current flows around an aperture, causing a change in its density and thus a change in magnetic field 
intensity normal to the surface. 
The first model used in this work to calculate the field intensity for the proposed probe was 
based on previous work by Bobeck et al. [63]. In their work on current access bubble 
memory the magnetic field intensity normal to the plane of an aperture, Hz, in Oersteds, is 
calculated above a circular aperture in a flat surface. This considered an infinitely thin 
conducting sheet, in the plane z = 0, extending to infmity, with a circular hole in its centre, 
supporting a constant current density J = } 0 'i at points infinitely removed from the hole. 
The problem of obtaining the z component of the magnetic field at any point above the 
sheet was taken in two parts. Firstly, the solution of a boundary-value problem to calculate 
the linear current density in the plane of the sheet, secondly, integration over the source 
distribution to obtain the field. To solve the current density distribution Bobeck et al. used 
theoretical hydrodynamics to calculate the two-dimensional fluid flow about a cylindrical 
obstacle. This gives the current density as 
(21) 
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where, J0 is the constant linear current density at infinity, a is the hole radi'us, p is the 
radial source coordinate and ~ is the angular source coordinate. Note that the current 
density is tangential at p = a and J ~ J0 i as p ~ oo. 
Bobeck et al. then obtained the magnetic field by projecting Equation 20 onto the z axis 
and expressing all components in cyl indrical coordinates, obtaining the double integral in 
Equation 22. 
(22) 
This equation was then simplified using radial integral tables, however the remaining 
angular integration must be done numerically. The full , reduced version of (22) is shown 
in Appendix 1, however it can be condensed to the following, 
Hz =~Hsin B 
4n-
(23) 
where H is described in Appendix 1, and () is the angle of the point with respect to the 
current flow as shown in Figure 58 below. 
z 
Figure 58. Coordinate system for the model. 
Where r is the distance from the aperture centre, a is the aperture radius and z is the height above the 
aperture. Also, I is planar current flow, P is a point position in space, B is the angle of point P 
projected onto the plane of aperture aga inst current now I. 
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The calculations were implemented in MathCAD for this work. The calculations 
performed showed that the work ofBobeck et al. had been reproduced correctly. This then 
allowed the mapping of H from (23), across the plane of a circular aperture, at different 
heights, as shown in Figure 59. Given this, it is possible, knowing l o and 8, to estimate Hz, 
although in this work once a specific aperture and scanning height (z distance above 
aperture) was defined the field was calculated using Equation 23 . 
The graph in Figure 59 shows that two opposite peaks in the magnetic field intensity will 
occur at the edge of the circular aperture, due to the splitting of the current flow around the 
aperture, as such the value calculated is dependant on e. The field intensity is much 
greater closer to the plane of the aperture, and additionally presents peaks of greater 
intensity with a lower spatial distribution. 
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Figure 59. Current sheet with circular aperture calculation of H. 
The dimensionless H of the modelled magnetic f".eld intensity B. is shown as a function of distance from 
the centre of the aperture (r/a) and height above the plane of the aperture (7la). 
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Figure 60 shows the relationship between the applied current density and the magnetic 
field intensity about a 2 J..lffi circular aperture. Clearly the intensity increases linearly with 
the applied current density, as shown in the graph inset. Figure 60 also shows that the 
probe can be used to produce a field intensity comparable to standard probes, as discussed 
by Hill (64]. 
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Figure 60. Current sheet with circular aperture calculation of H. for L 
The magnetic field intensity H. shown as a function of current density Io (mA/j.UD2) for an aperture of 1 
j.1ID radius. 
The lines in Figure 61 show that the peak field intensity and the peak spatial distribution 
diminish as the aperture diameter decreases. The field is still at a valuable level for the 
smallest aperture shown, indicating that for the circular aperture probe the resolution will 
be related to the minimum aperture size physically possible. 
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The magnetic field intensity B, shown as a function of aperture radius (J.un) for a constant current 
density of 2 mAIJUD1, and height of 25 nm. 
The results from the MathCAD model suggest that there are three primary variables to 
define for a circular aperture in order to generate adequate field intensity, Hz, over the 
smallest area, i.e. given that resolution is proportional to spatial field distribution. These 
three variables are the linear current density (Jo), scanning height (z) and the size 
(diameter) ofthe circular aperture (a). Clearly generating adequate field strength, defined 
by Equation 23, is detennined by increasing the current density, as shown in Figure 60, and 
decreasing the scanning height, as in Figure 59. To increase resolution the aperture 
diameter must be set as small as possible, see Figure 61. 
There are practical limits to the amount of current, discussed further in Section 8.1, and of 
course the size of aperture possible in this design. So, for primary image modelling 
purposes, Hz was calculated for a height of 25 nm above the surface of an aperture of 
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radius 250 nm, with a current density of 2 mN!J.m2, whereby all three variables are at 
reasonable practical physical levels. The field intensity Hz for this model in two 
dimensions about the aperture is shown in Figure 62. Of course, by controlling the applied 
current, and hence the linear current density, the field strength can be varied, and even 
reversed, if required. 
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Figure 62. Magnetic Field Intensity, H. (Oe), normal to a circular aperture. 
Shown as a function of the sheet density of the current. H. is shown at 25 nm above the surface of a 0.5 
~ diameter aperture, with a current density of 2 mA/~1• 
The magnetic field intensity has been shown in Oersteds in this work to allow comparison 
with previous work on MFM probes. The field intensity and distribution from Figure 62 
shows that this design is comparable to a standard MFM probe, as discussed by Hill [64]. 
The two dimensional graph in Figure 62 clearly demonstrates the effect of the current 
flowing around the aperture, whereby the current density, and hence field intensity, is 
greatest at the two points on the edge of the aperture at ±90° (B) to the current flow. It 
should be noted at this point that standard coated MFM tips have been described with 
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apertured tips, which were used to image in-plane stray fields [65], showing at this early 
stage that manufacturing techniques are available to create the new probe. 
7.3 MFM Interaction - The Reciprocity Principle 
In general, the simulation of MFM images has been realised by considering the interaction 
between the magnetisation of the MFM's tip and a specimen's stray field. This allows the 
calculation of the force acting on the tip due to the field from the specimen. However, 
given Newton's third law, which states that every action has an equal and opposite 
reaction, the principle of reciprocity, as discussed by Wright and Hill, can be used [66] 
[67). As such the force acting on the specimen due to the tip's stray field is calculated, 
which is the inverse of the force acting on the tip. The tip-sample configuration and 
notation used in this work is shown in Figure 63 below. 
spectmen 
x' 
-:r----
X 
z 
X 
M spec \ \ ~ ~ ~ \ 
F igure 63. MFM tip and specimen geometry and coordinate system. 
The reciprocal force acting in the vertical, z, direction between the tip and the specimen 
can be expressed by, 
(24) 
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where i corresponds to the directions x, y, or z, M;""' is the x, y or z component of the 
magnetisation of a specimen volume element and H;;p (r + r') is the stray field from the tip 
at that specimen volume element. 
This then allows the simulation of the new probe, since the calculated field intensity, as 
shown in Figure 62, can be used with (24). Note that the force calculated in (24) is that 
produced when an MFM is operating in static, or DC, mode. The resonant, i.e. force 
gradient, or AC, mode can be described by taking the second derivative of the tip's stray 
field. 
7.4 Computer Image Simulation 
In order to create image simulations a model is needed for the magnetisation of the 
specimen. In this work both perpendicular and longitudinal magnetic media bit transitions 
have been considered [68]. Each uses a simple arctangent model, as for exan1ple for a 
perpendicular transition in the x (along track) direction, as given in Equation 25, 
2 (X J M,= -·M" ·arctan -
n aP 
(25) 
where Mz is the vertical magnetisation component, Mo is the remanent magnetisation state, 
x is the position on the transition and ap is the transition width parameter. This is then 
extended in the y direction to produce a model magnetic specimen. 
To produce a quick, efficient computer image simulation of the interaction between the 
probe and a magnetic specimen, a FFT convolution of the probe's gradient field and the 
specimen magnetisation distribution is performed [67]. 
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Firstly it is assumed that the tip-specimen system is two-dimensional, unvarying in the y 
direction, then the force, following Equation 24 is given by 
(26) 
Jf it is then assumed that the tip field gradients are in effect constant throughout the 
specimen, then Equation 26 becomes 
(27) 
which is a correlation of the specimen magnetisation and the derivative of the tip field at 
the surface of the specimen. 
To obtain the transfer function for this system we take the Fourier transform of (27) to give 
(28) 
where k is the wavenumber or spatial frequency and * denotes complex conjugation. This 
complex conjugation can then be calculated using a FFT convolution. In this work 
National Instrument's LabVIEW software was used to perform this function on the raw 
data from the aperture field and specimen magnetisation models. 
To take this further, in this form the field at a distance z' below the surface of a two-
dimensional field source in free space is equal to the field at the surface of that source 
multiplied by an exponential spacing loss term exp( -I k I zl 
This allows (28) to be rewritten as 
F,spec(k) = -lkiDM;p•c(k )* H~ip(k,z' = 0 )exp(-lkld) (29) 
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so that the transfer function is actually I k I D times the product of the transform of the tip 
surface field and the exponential loss factor due to tip-specimen spacing. Therefore, in 
cases where the variation in stray field gradients through the specimen cannot be ignored, 
(29) is taken and transformed to obtain 
ti+D a 
F;•p•c(k)= M;p•c(k)* H;ip(k,z' = o)x I f)z' exp(-ikiz'}iz' 
d 
(30) 
which can be solved as 
(31) 
this now contains an additional tem1 due to the finite thickness of the specimen. 
In the work that follows Equation 28 was used to simulate the MFM images, with the 
assumption that errors due to variation of the field through the sample will not greatly 
affect the overall result, i.e. to give a basic proof of the validity of this probe as an imaging 
mechanism. 
Prior to running computer simulations, the probe imaging process, for a perpendicular 
domain transition, was considered as illustrated in Figure 64, to provide a check on the 
expected result. In this case, as the twin peaks from a circular aperture pass over the 
domain transition, it can be anticipated that their effect is cumulative, either negatively or 
in this case positively, because the magnetisation is either matched with the field peaks, or 
their inverse. 
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Perpendicular ------...,.....---T~---------
Domains ~ _ j 
Probe response ------~!\~-------
(Scanning left to right) -----------• 
Figure 64. Simplified 2-d illustration of probe response simulation. 
7.5 Initial Results 
The simulated static mode MFM images shown in Figure 65 and Figure 66 were created 
using the technique described in Section 7.4, using an aperture field similar to that shown 
in Figure 62. ln Figure 65 an image of a perpendicular bit pattern has been created. The 
aperture 'probe', with a scanning height of 25 nm, has successfully imaged the pattern, 
specifically highlighting the bit domain transitions as dark or light lines, as discussed in 7.4 
above. The shading of the line indicates the transition direction, although this depends on 
the orientation of the probe field, i.e. the direction of the current flow past the aperture. In 
this case the probe scanned left to right, with the negative field peak leading. Changing the 
direction of current flow, whereby the field is inverted, only reverses the contrast, not the 
resolution. 
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Figure 65. Simulated MFM image of five 1 ~ long perpendicular bits. 
4 5 
Uses the new probe, with a 250 nm diameter aperture. The probe scans the image from left to right. A 
dark or light line, depending on transition and probe field orientation, shows each transition; therefore 
contrast would be reversed if the probe field was inverted. 
In Figure 66 the new probe has been used to image a longitudinal bit. There is however a 
large artefact created by the probe's 'double-peak' field intensity. The transitions, shown by 
the dark and light shaded lines, are imaged twice, once by each of the field peaks, so 
creating a pair of lines for each transition. The distance between each line in a pair gives a 
good indication of the probe aperture size. This artefact could be removed using computer 
image filtering, although further artefacts may be introduced. A further answer, would be 
to adjust the aperture such that one peak is dominant over the other, e.g. a semicircular 
aperture to increase current density on one aperture side, whilst reducing it on the other. 
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Figure 66. Simulated MFM image of a 0. 7 J101long longitudinal bit. 
Uses the new probe, with a 250 nm diameter aperture. Note the double-peak eff~ where each 
domain transition is imaged twice. 
In the case of the circular aperture the image resolution is directly related to the aperture's 
diameter because of the cumulative effect of the two opposite but equal peaks in field 
intensity. These occur at the two points directly above the edge of the aperture where the 
current density is greatest. In order to limit the physical problems of manufacturing a 
probe with sub-micrometer apertures, plus solving the longitudinal domain imaging 
artefact, changes in aperture geometry, e.g. semicircular, will be investigated in the 
following Chapter. 
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8 Developing the Electromagnetic MFM Probe 
8.1 Practical Design 
Before attempting to build a probe an examination of its practical implementation was 
carried out. It was foreseen that the probe aperture would be placed on a tip, near the end 
of a standard bar or v-shaped cantilever, coated with a conductive material, e.g. gold, in 
such a way that the design allows for current flow down past the aperture, then back to its 
source. Because of this design, the fields from the coating on the whole of the cantilever 
must be taken into account. Also, the conductive material must be able to tolerate 
sufficient current to create the required field intensity, without damaging the probe, e.g. 
through thermal effects or electromigration. 
8.1.1 Cantilever Fields 
One potential problem of the new probe is the effect and possible interference of the 
cantilever design and its conductive coating on the specimen magnetisation, the probe field 
and their interaction. In Figure 67 the magnetic field intensity normal to the surface of a 
bar shape cantilever is shown. This field intensity is of similar magnitude to the probe 
field, depending on the size of probe aperture and cantilever. However, this is 
considerably reduced, since with this design it is necessary to have a conductor on the top, 
end and base of the cantilever to create a current flow past the aperture. For example, a 
cantilever 20 Jlm wide, with a 0.5 Jlm thick conductive coating, and current density of 2 
mA/Jlm2, would have field peaks of approximately 7 Oe reduced to 2 Oe. A further step 
will be to place the aperture on a coated tip, moving it away from the cantilever surface, 
reducing the field from the sides of the cantilever further, as seen in Figure 67. This tip 
would also act as a topography probe for pre-MFM scanning in a LiftMode type mode of 
operation. 
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Figure 67. Magnetic f"teld intensity, H., 25 nm below a bar shape cantilever. 
Current flowing along a conductive material covering the base (black line), with current along the top, 
end and base (blue line), and with aperture on 3 J.lm tip (red line). 
8.1.2 Thermal Effects 
Due to the energy into the probe from the current flow, i.e. fp, where J is current density 
and p is resistivity, it fo1lows that a Joule heating effect will occur. This may give concern 
over the possible effect on the cantilever in terms of reliability and lifetime, and also noise 
due to thermal effects as discussed in Section 5.1.3. Therefore a calculation of the heat 
generated within a simple probe design has been made. A simple one-dimensional model 
for heat dissipation in a flat conductor is used for proof of concept, considering a conductor 
connected between two semi-infinite heatsinks (the cantilever's leadouts) [69]. The 
steady-state excess temperature (1) is described by Poisson's equation as 
(32) 
where, 
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g1ven Q = 1 2 p, and k, k,, t and dare the thermal conductivity and thickness of the 
conductor and substrate respectively. Given a probe conductor thickness (t) of 500 nrn, as 
used in Section 8.2, grain boundary scattering and the Fuchs size effect will not produce a 
significant effect on the resistivity, allowing the use of the bulk value [70]. Therefore it is 
taken that the thermal conductivity is also not affected, following the Wiedemann-Franz 
law [71]. The solution of (32) for the temperature from the conductor, T;,, is then as given 
in (33) below. 
(33) 
where, x is 0 at the centre of the conductor, and L is half the length of the conductor. 
Considering a gold conductor (k = 320 w /m.K, p = 2.2 X 1 0"8 n.J.lm) on a silicon substrate 
(k, = 1 w /m.K, d = I J.lm), the temperature at the conductor is calculated to be 0.29 X I o·J 
ac over ambient, with a de current density (J) of 2 mA/J.tm2, as used to simulate imaging 
successfully in Section 7.5. It was calculated that the conductor temperature would reach a 
temperature of 220 ac above ambient at a current density of I. 74 AIJ.lm2, a temperature at 
which previous research has shown that a thin film conductor would fail [69]. 
8.1.3 Electromigrati01r 
A metal thin-film has a polycrystalline structure, wherein the orientation differs for each 
crystal grain, such that defects are scattered around the grain boundaries and some of the 
metal atoms in these defects have weak inter-atomic bonds. Electromigration, as described 
by Lloyd [72], is the transport of those metal atoms due to the momentum transfer from 
collisions between conducting electrons and those metal atoms. Lloyd describes this 
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momentum transfer with the help of a simplified argument. Considering an electron in a 
metal conductor; if there is no current flowing the electron can be treated as being at rest. 
Obviously there are no electrons at rest in any conductor, but an 'averaged' electron is 
imagined as an entity that possesses the average momentum of all the electrons that are 
equally distributed in all directions, such that this imaginary entity is considered as being at 
rest. Thus, although any specific electron is not at rest, the 'averaged' electron is, when 
calculated from the vector sum of all the moments. Upon application of an electric field 
and the passage of current this imaginary averaged electron would be accelerated by the 
electric field until it collides with a defect. When this collision occurs, the entire 
momentum gained from the field is transferred to a metal atom at the defect. Metal atoms 
with this momentum then migrate in the direction of the electron flow along the crystal 
grain boundaries where diffusion is easy. This migration can cause voids to form and 
grow, producing the problems of increased resistance and eventually open circuits. 
Electromigration in the integrated circuit industry is usually considered in terms of the 
mean-time-to-failure of a circuit, and is calculated using scaling factors generated by 
experimental tests of the circuit's physical structure [72]. Whilst modelling work has been 
carried out to support this, it has not yet reached the point of replacing empirical data [73]. 
However, rule-of-thumb electromigration limits for de current density in integrated 
circuitry, including large safety margins, have been given in the literature; these range 
between 10 and lOO mA/11m2 [73] [74] [75]. It is these values that have been taken into 
account when using the new probe's field model, thus ensuring that the new probe is a 
feasible concept. 
To take this further, for an ac signal, the electromigration conditions are different. Most 
importantly, given a symmetrical ac current, there is effectively no electromigration [72]. 
Thus, for symmetrical ac signals, current limitations should be based on thermal effects 
only [76]. This would still place a limit on the maximum rms current, as discussed in 
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Section 8.1.2, but the limit is considerably higher than the current limitations given in the 
literature. For asymmetrical ac signals, e.g. pulse trains, the frequency, and duty cycle 
(therefore average current value), require consideration. Low frequency asymmetric 
signals (e.g. <100kHz) can be considered as very similar to de, because any relaxation is 
significantly less than the electromigration caused by the current. At higher frequencies 
the system cannot respond dynamically, to the current 'pulse' or relaxation, so that in this 
case the limit due to e1ectromigration is the average current. This fact has been used in 
industry to simplify testing procedures, as only a de current equivalent need be applied in 
experimental testing of circuits. 
Returning to the new probe, this discussion shows that if an ac current signal (symmetrical 
or asymmetrical) were used then the maximum limit on current and therefore field 
intensity could be greatly increased, an important factor which is exploited in later 
sections. 
8.1.4 Controlling tile Probe Current 
ln order to test the new probes a regulated current source was required, which could be 
controlled either by computer or manually. The initial circuit design to accomplish this is 
shown in Figure 68. The current regulator uses a low-dropout voltage regulator (U2) 
whose voltage feedback is derived from the input current by a current-sense amplifier 
(Ul). This connection allows the regulator IC to oppose any change in output current. 
When powered from 5 V, the current source has a compliance range of 0 V to 4. 7 V. A 
specific, regulated output level, between 0 mA and 250 mA, is set by applying 0 V to 5 V 
at the DAC Voltage Control Input, where 0 V= 250 mA and 5 V= 0 mA, thus providing 
digital control of the output current. Therefore, with a 16-bit resolution DAC (0-1 0 V), 7.6 
JlA current resolution is obtained at the Current Output. 
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Figure 68. Regulated linear current supply, 0-250 mA, operating on 5 V (V .J. 
Ut converts R2 current to a proportional output voltage, enabling tbe voltage regulator (U2) to 
produce a regulated output current. 
8.2 Finite Element Modelling of Probes 
As previously described in Section 7.2, one potential probe design combined a circular 
aperture with a topographic tip, and later in Section 7.5 a semicircular aperture is 
suggested. The work reported in Chapter 7 was based on a two dimensional model of the 
conductive material. Rather than expend a large amount of effort to expand this model 
technique into three-dimensions, with the ability to change the aperture geometry, a 
different, faster, approach was sought. The answer was to model the magnetic field 
intensity using three-dimensional fmite element analysis. Using the Vector Fields Opera-
3d Electromagnetic Finite Element Model (FEM) design software, any number of different 
3d geometry probe models could be created. A simple mode~ starting with a blank page, 
could be created in a few hours (given practice). In addition, models could easily be 
deconstructed by the software to be rebuilt with alterations in much less time. The time to 
analyse a model depended on the size of the model and the computer, with a 650 MHz PC 
running Windows NT 4 taking from a few seconds to a minute at most. Once the main 
analysis is complete additional tools to create and view the field distribution are used; these 
can also take several seconds to within a minute to run. 
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The FEM software allows the creation of 'conductor' structures, for example as coils or 
simpler building blocks. Initial modelling attempts used these to build more complicated 
probe structures. Unfortunately, the system was too simplistic to create structures with 
apertures such that the software would actually analyse the current flow around that 
aperture. The eventual model technique used the Opera-3d TOSCA magnetostatics 
current-flow simulation package. This calculates the flow of current through the entire 
probe structure, based on voltages set at specified facets on the edges of the design, shown 
by way of example in Figure 69. The standard analysis only calculates the current, and the 
field due to that current at the surface of the structure. However, a later secondary analysis 
can be run that calculates the field at a distance from the structure by integrating across its 
current distribution. This technique was used for all the work shown in this section. I 
would Uke to take this opportunity to thank KJaus Hoffer of Vector Fields Ltd., without his 
help and guidance this work would not have been possible. 
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Figure 69. Graphical representations of current density through a 3d structure. 
(a) Vector representation of current flow & density, (b) Surface map of current density. 
8.2.1 FEM Compared to Original Model 
The first result required from the three-dimensional FEM work was to replicate the original 
two-dimensional model and compare it to the original calculations. A simple structure, 
shown in Figure 70 was modelled, and the resulting field intensity distribution calculated. 
This shows a result directly comparable to that in Figure 62, Section 7.2. It was found that 
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a conductor thickness of 500 run was required to produce this result. Note that in all the 
following examples, unless otherwise declared, the conductor thickness is 500 nm, and the 
current density is 2 rnNJ..1.m2 and scanning height 25 nm, as suggested in Section 7 .2. 
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Figure 70. Jd structure comparable to original 2d model, and tbe resulting field distribution. 
8. 2. 2 Semicircular Aperture Design 
In the previous Chapter simulations using a circular aperture are shown. A large image 
artefact appeared for longitudinal domain structures, where each domain transition was 
imaged separately by each peak, so creating a pair of lines on the image for each transition. 
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An answer to this problem is to change the design such that one field intensity peak is 
dominant over the other. Using a semicircular aperture, as shown in Figure 71, the current 
density past the semicircle's straight edge is lower than that past the circular edge . 
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0.5 J.Lm semicircular aperture, at beigbt 25 nm from probe surface and current density of 2 mAIJ.LM1• 
The resulting image simulations for the semicircular aperture are shown in Figure 72 and 
Figure 73. When compared with the first simulations in Section 7.5, these clearly 
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demonstrate that the semicircular aperture can successfully image both perpendicular and 
longitudinal domains. 
In Figure 72 the semicircular aperture field distribution shows a clear interaction, this time 
based on the domain direction, rather than the domain transition as shown in the previous 
Chapter. This interaction occurs because of the dominance of one peak in the field 
distribution, and so provides a much clearer picture of the different domains. In this case 
the imaging resolution will depend on the spatial field distribution of the dominant field 
intensity peak, assuming the secondary peak has no discernible effect. 
Figure 72. Perpendicular bits (1 J.UD) imaged with the semicircular probe. 
Probe with a 0.5 j11D-diameter semicircular aperture. A dark or light line indicates each domain, 
depending on probe scan and orientation. 
In Figure 73 the semicircular aperture has imaged the longitudinal domain transitions 
without the artefact seen in Figure 66, where each transition was imaged twice due to the 
dual peaks in field intensity. Again in this case the distribution of the dominant peak in the 
field will determine the imaging resolution. 
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Figure 73. Longitudinal bits (0.7 ~long) imaged with the semicircular probe. 
Image does not show artefacts of circular aperture field distribution, with in this case only a single line 
on the image for each transition. 
8.2.3 3D FEM of Tips with Apertures 
The work started on semicircular apertures in the previous section was then expanded into 
further 3D modelling with apertures and tips. This allowed experimentation with the 
aperture size and shape, and coating depth, over an entire tip. A three-dimensional model 
of a 3 J..lm tip was produced, in this case with a 0.5 J..lm coating of gold. An almost ovoid 
aperture was used, whereby the sharper end of the aperture lies over the end of the tip, 
while the blunter, rounded end of the aperture covers one side of the tip. In this ovoid 
aperture design, the current density, and so the field intensity, is greatest at the sharper end 
of the aperture, plus the blunter end of the aperture is vertically much further away from 
the sample surface, reducing the secondary field intensity peak's influence even more. The 
result shown in Figure 74 shows that it was possible to refine the structure to produce a 
much improved, sharper, field intensity distribution. As image simulations have shown the 
potential requirements for a new probe, it was decided that comparing field distributions 
was easily sufficient to compare the later designs against each other. 
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Figure 74. 3d tip with semicircular aperture, and tbe resulting field distribution 25 nm from the tip's 
end. 
Following discussions with a SPM probe manufacturer, explained in Section 9.3, 
modelling work based on conductive coatings of only 50 nm was carried out, but is 
described here for continuity. The result, shown in Figure 75, shows that with this coating 
structure it is possible to produce a valid field distribution. However, in this and the 
following model the current density is increased by a factor of five. Although this is a 
large increase, based on the work in Section 8.1 it is within acceptable limits. 
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Figure 75. Jd tip with semicircular aperture in 50 run coating, and the resulting r.eld distribution. 
Finally the thin coating model was repeated with a tip of 4 Jlm length. The result, shown 
in Figure 76, shows that the field distribution is again suitable for imaging following the 
preceding work, albeit with a reduced field intensity. 
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Figure 76. Jd tip of 4 J1.ID length witb semicin:.ular aperture in 50 run coating, and the resulting field 
distribution. 
The modelling software also allows the user to generate a two-dimensional field 
distribution, so for example the thin-film coating tip in Figure 76 produces the distribution 
shown in Figure 77. 
131 
-'V 
.a 
I!! 
• Q. 
~ 
Ill 
c 
.a 
c 
'V 
'i 
u: 
0 
i 
c 
at 
• :E 
Dimension (um) 
Figure 77. ld fidd distribution from 3d model of a 4 1-lDl tip with 50 nm coating. 
The relationship between the thickness of the conductive coating and the field intensity 
generated by the FEM modelling is shown in Figure 78. This shows the relationship to be 
essentially linear, except when sub-J..lm. In the sub-1 00 nm region this is expected, due to 
various physical size effects, such as electron mean-free path considerations. Although in 
Figure 78 the relationship appears non-linear above this region (100 - 500 nm), this could 
be due to a scaling artefact of the FEM model. 
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The modelling work covered in this Chapter describes only a small variety of the actual 
number of models created. It has shown that the FEM agrees with the classical theoretical 
calculations previously done. This then allowed the extension into different three-
dimensional structures, more closely resembling the physical design put forward. These 
designs have allowed the proof of concept for probes of the physical structure planned, and 
allowed further improvements in the field distribution, physical manufacturing constraints 
allowing. The work shows that a good system for modelling this type of probe was 
achieved, producing valuable and reliable results. In the following Chapter a practical 
field result is obtained from a micrometer sized aperture in a conducting sheet. The author 
has been involved in the investigation of other types of electromagnetic probe, as described 
for example in [77], work that has also used the modelling techniques described in this 
thesis. 
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9 Further Work on the New Probe 
9.1 eMFM Prototype Apertures 
In order to prove the theory behind the new eMFM probe described in Chapters 7 and 8 
prototype apertures were created in flat conductive sheets. These are larger than those 
modelled, ranging from 5 to 30 J..liD, due to the manufacturing processes available. 
However, they were intended to provide experimental results to confirm the field 
modelling. These apertures were created in the University ofPlymouth's own clean room 
facility, with the generous help of Mr Nick Fry. The processes used in their manufacture 
are described in Appendix 2. 
An AFM image of a 10 J..lm aperture is shown in Figure 79 below. The aperture is very 
clearly seen at the bottom left of the image. The aperture is shown to be reasonably 
circular, however there are some deposits around its edge. This unevenness is probably 
due in part to the age of the aperture, i.e. several months, at the time ofimaging. 
Figure 79. AFM Image (8 x 8 pm) of part of a 10 pm diameter prototype aperture. 
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9.2 Practical Tests of EM Apertures 
A MFM static mode image, and corresponding AFM image, of the aperture shown in 
Figure 79, with a current applied, are shown in Figure 80 below. 
Figure 80. AFM (left) and MFM (right) of Aperture with current applied (across image). 
The MFM image on the right shows the two peaks of field generated on either side ofthe 
aperture as the current passes around it, flowing from left to right. The MFM image was 
taken at a large distance (several hundred nanometres) from the surface to remove artefacts 
produced by the large topographic step of the aperture wall. Unfortunately this leads not 
only to a low signal level, but also to a large integration of the tip domains with the stray 
field from the aperture, and thus a low level of contrast in the image. Given this problem, 
false colouring has been used to help indicate the cantilever deflection. The result in 
Figure 80 was found to be both repeatable and controllable. Changing the applied current 
or the flying height of the MFM tip were seen to alter the contrast, however the effect is 
difficult to quantify with the current system and so is not reported here. This preliminary 
result does provide physical evidence that the aperture is producing a field effect as 
described in the theoretical findings. It is therefore hoped that future enhancement to the 
imaging system will further confirm this result. 
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9.3 Future Probe Manufacture 
A small company in the USA called NovaScan Technologies produces conductive-coated 
AFM cantilevers for use in Scanning Capacitance Microscopy. Using original v-shaped 
silicon nitride cantilevers (Microlevers manufactured by TM Microscopes), they first 
chemically etch all of the gold from the probe surfaces (if required). Then specialised v-
shaped masks are applied to the probe surface using customised optics and 
micromanipulators. In addition to coating the cantilever two electrical contact pad regions 
are created, one pad extending from each cantilever leg over the chip. Gold, plus an 
adhesion layer if required, is then sputter-coated so that the bottom surface of the 
cantilever/tip and the pad regions are coated. Finally the mask is removed and the gold 
'circuit' is scribed and cleaned using micromanipulators. There are inherent problems with 
this technique; firstly it is very easy to warp the cantilever beyond use. If a fairly thick 
layer of Au (greater than 100 nm) is required this becomes a real concern (particularly with 
very soft cantilevers). Fortunately if warping occurs it can usually be addressed by canting 
the chip in order to get the right angle to compensate for warpage. Secondly, the coating 
must be confined to the right areas or shorts may occur, thus the masking must be as 
accurate as possible. Thirdly a chip holder must be fabricated that allows electrical 
contacts with the pads while still allowing clearance to make sure the tip touches the 
sample surface and not the leads to the contacts. As everything is on the bottom of the 
chip, the leads have to be made fairly thin. 
NovaScan can produce apertures in the gold coating, but only with a minimum size of 1-2 
microns in diameter. In the case of the new probe, the author proposes that Focussed Ion 
Beam (FIB) milling is used to create the aperture instead. A FIB system is similar to that 
of a Scanning Electron Microscope (SEM), where the major difference is the use of a 
gallium ion beam instead of an electron beam. In imaging mode, the best image resolution 
that can be obtained by FIB is approximately 5 - 7 nm. The ion beam is raster-scanned 
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over a sample, which is mounted in a vacuum chamber at pressures of around I o-7 m bar. 
When the beam strikes the sample, secondary electrons and secondary ions are emitted 
from its surface. The intensity of these electrons or ions is monitored and used to generate 
an image of the surface. Secondary electrons are generated in much greater quantities than 
ions, providing images of better quality and resolution; consequently the secondary 
electron mode is used for most imaging applications. Of course, for our purpose, ion 
beams can also be used to remove material, i.e. milling, from the surface of the sample, 
again at resolutions of approximately I 0 nm. FIB systems do have drawbacks; including 
damage to the milled surfaces from ion implantation, and the fact that some milling will 
occur during the imaging process. The latter problem can be avoided by using dual-beam 
FIB systems. These combine a FIB and a SEM, where the ion beam can be used for 
milling and the electron beam for imaging. 
NovaScan strip all the original gold coating from the cantilevers; whereas this design calls 
for a conductive coating on both the top and bottom of the cantilever, see Section 8.1.1. 
Discussions with NovaScan confirm that the only reason for removing the top gold coating 
is the possibility of shorting between the different conductive surfaces. Again, in this case 
the use of FIB, to trim and remove electrical shorts, is a conceivable answer to the 
problem. Several chips incorporating cantilevers with different levels (30 - I 00 nm) and 
design of coating (top etched or not) are being purchased from NovaScan. These will then 
be imaged and apertures created using one of the FIB facilities in the UK. The probes will 
then be tested within the microscope system described here. If these tests are successful it 
is hoped that future work will continue with both probes from NovaScan, possibly 
including gold coating onto MFM (ferromagnetic tip) cantilevers, and also an investigation 
into manufacturing eMFM probes from start to finish in the UK. 
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9.4 Using tire Probe for Data Storage 
Probe storage has been discussed as a potential candidate for future recording systems, and 
work has progressed in several laboratories around the world [78] [79] [80]. Given the 
ability of the novel probe described in this work to vary the field strength about the 
aperture, an additional aspect that merits investigation is whether the probe can be used not 
only as an image or 'read' mechanism, but also if it can be used to write data in a 
reproducible manner. 
The typical coercivity of the latest commercial hard drive media is now in the region of at 
least 3.2 KOe. The field strength to write to this reliably can be taken as twice He [81]. It 
would be impossible to generate this field reliably with the new probe because of the 
practical limits of the current density. However, a field of 130 Oe, as shown in Figure 81, 
can be achieved using this probe, given a current density of 50 rnAIJ.!m2. This appears to 
be a large current to take into consideration, but when writing only a very short pulse is 
required, reducing the energy used. Using the calculation from Section 8.1.2, a steady-
state temperature rise of 1.5 oc over ambient would occur with a steady-state current of 50 
mA/Jlm2• In addition, electromigration would not be a factor, due to the use of an ac 
current, as discussed in Section 8.1.3. Therefore the probe can withstand the recording 
current pulse suggested above. 
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Magneto-Optic recording uses therrno-magnetic materials, which require only smaJI 
switching fields of typically 1 00 Oe when heated, such as that shown in Figure 81. As 
such a form of ' hybrid recording' with the probe could be used [82]. In this case a laser 
will be required to provide the heat necessary to write to the medium. Two methods have 
been considered for this process. The first utilises a laser through the probe's aperture, as 
used in a micro-cantilever Scanning Near-field Optical Microscope [83] [84]. This can be 
considered a type of DuaJ Gradient hybrid recording, whereby the data track width is 
determined by the thermaJ gradient and the bit length dependent on the magnetic field 
gradient [85]. Previous work shows that sufficient laser power is delivered to the sample 
through this type of device [86]. Two variations of this proposaJ are shown in Figure 82. 
In the first a Silicon Dioxide wave-guide is manufactured within the probe, whjch is 
technically more chaJlenging and expensive, but provides a single complete solution. In 
the second variation the laser is incident on the rear ofthe probe's cantilever, this design is 
simpler and thus lower in cost, but requires the incident laser to be correctly aligned [87]. 
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Laser through 
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Figure 82. Probe designs for MO-p robe recording, using a laser tbrougb the probe's aperture. 
(a) shows the first method, using an integrated waveguide running the length of the cantilever. (b) 
shows the second method, witb the laser from tbe rear oftbe cantilever. 
The second write method is shown in Figure 83 . Here the laser is incident on the rear of 
the MO material through the substrate (disc). This method type is that of Thermally 
Assisted (or Magnetic-Field Giadient) hybrid recording, in which the track width and 
transition parameters are dependent on the applied field, and the thermal profile is 
essentially constant [88] [89]. This allows for much simpler probes, although the heating 
effect, and laser aim and focus are more problematic. In this case, although the focused 
laser spot, and so thermal profile on the material is much larger in area than that of the 
probe's write field distribution, previous work has shown that this method can be applied 
[89]. However, the alignment of the laser spot and probe, and the focus of the laser due to 
macroscopic fluctuations in the substrate surface are problems that would require attention. 
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Figure 83. Probe design for MO recording, using a laser tbrougb the MO substrate. 
Note that in none of the methods of writing, as envisaged here, is the laser combined with 
the aperture probe used to detect the magnetic information, only to heat the thenno-
magnetic material, and so does not require the complex optical detection used in SNOM, as 
described by Betzig et al. [86]. The read mechanism is thus akin to that of an MFM 
operating in its standard imaging mode, albeit using the apertured-conductor method as 
described herein. Research into hybrid recording techniques is continuing, as many data 
storage companies regard it as a potential successor to contemporary methods [90]. 
9.5 Other Future Work 
Operating with an ac current the sample could be probed with an ac or combined ac/dc 
magnetic field, which is of course not possible with standard MFM probes. This would 
then allow an investigation of the new probe as a Magnetic Resonance Force Microscope 
(MRFM). Previous research into MRFM systems, by workers at IDM, shows them as a 
potential future method of imaging individual atoms, elementally specific, in three 
dimensions [91]. This would be a remarkably useful tool with numerous applications, for 
example, not just limited to magnetic storage media analysis, but extending to life sciences 
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and drug development. The very latest work in the area has focussed on the theoretical use 
of MRFM in quantum computers, as it is predicted they will be capable of single-electron 
spin measurement. The new probe design, proposed here, will allow integration of the 
resonant field with a spatial distribution proportionate with the intrinsic imaging resolution, 
as against a system using a macroscopic external coil. 
The new eMFM probes may also offer additional sensing modes, which could ultimately 
alleviate the requirement for optical sensing. The impedance of the current-driven probe 
will change according to the interaction between the magnetisation of the sample and the 
field associated with the probing current. This potential ability to integrate the sensing of 
the cantilever's deflection into the probe design itself would be particularly advantageous 
as it simplifies the system, thus removing several noise sources, i.e. the laser, and other 
elements, sensitive to physical vibration. In addition, it should be noted that a possible 
avenue of exploration is to apply the new eMFM aperture tip design to a cantilever whose 
tip is also coated with a low coercivity magnetic material. This could potentially increase 
the field intensity of the tip, but still retaining the controllability of the eMFM probe. 
The probe could also be used in a micro- or nano- manipulation technique utilising its 
integrated and controllable field for localised positioning of micron-sized magnetic objects, 
in a similar manner to that discussed by Barbic et al. [92]. This could provide a non-
invasive, low cost alternative to the optical trapping techniques normally used in such 
manipulation. Possible advantages could include reduced heating of the manipulated 
sample and the ability to perform studies in a fluid. 
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10 Conclusions 
10.1 The New Instrument 
A new Atomic/Magnetic Force Microscope has been designed and constructed, based on 
previous work in this field. This uses the Optical Beam Deflection detection technique 
incorporated on a novel removable head assembly containing the cantilever and detection 
system. The head is mounted via a kinematic design onto a lower section that includes the 
sample, tube scanner, piezoelectric translator, and DC-motor. The ability to remove the 
head assembly allows easy replacement of both the sample and the cantilever. These two 
sections are constructed within a vacuum system to allow for improved imaging sensitivity 
in resonant imaging modes. The instrument comprises a computer controlled DC-motor 
for coarse san1ple approach, a piezoelectric translator for fine sample approach, a 
piezoelectric tube scanner for sample motion, a DSP based proportional-integral feedback 
and data acquisition system, and an overall control software suite implemented in 
Lab VIEW on a host PC. In addition, the sample and cantilever can be viewed via a stereo 
microscope and digital camera, thus allowing live video, and still picture, capture via the 
host PC. 
The instrument can be set up, including power-on, computer boot-up and software load, 
changing the cantilever and sample, laser beam alignment and sample approach in less than 
10 minutes. 
The instrument is capable of scanning a maximum area of 15.77 Jlm by 15.77 Jlm (30.54 
nm step) and a minimum DAC limited area of 240.5 nm by 240.5 nm (0.481 nm step). A 
lateral resolution of I 0 nm has been achieved in contact topographic mode (I Jlm by I Jlm 
scan) and approximately 50 nm has been achieved in the static magnetic mode of 
operation. The vertical resolution or sensitivity of the instrument, limited by vibrations of 
143 
the cantilever and the noise in the detection system, has been found to be I nrn (static 
mode). 
The control, operation and image formation of the whole system is undertaken by an AMD 
Athlon Windows PC, with the appropriate development of hardware for electronic 
interfacing to the DSP/DAQ cards, and the coding of an extensive amount of LabVJEW 
software to facilitate a friendly and efficient user interface. An image is built up, pixel by 
pixel, and stored in the memory of the DSP card, which simultaneously controls the scan 
operation, before being streamed to the host PC. The DSP card can be used to implement a 
proportional-integral control system. Images are generally 500 pixels square with 65536 
grey scales, although higher pixel counts are possible. It is also possible to enhance 
images by adding false colour, or applying image filtering. 
The instrument has successfully imaged both topographic and magnetic samples including 
CD Audio data tracks and bubble memory garnet layers. The cantilever deflection was 
initially calibrated using calculations of the tube scanner motion. Samples with known 
features were imaged in order to calibrate the instrument. The cantilever deflection and 
piezoelectric z motion were calibrated against a z step calibration grating with rectangular 
steps lOO nrn high. This was in general agreement with results from scanning CD Audio 
data pits. The x-y scanning range has been calibrated using a calibration grating with 2160 
lines/nm1 in two orthogonal directions. This has given an accurate figure for the scan size 
and has also produced figures for the non-linearity of the tube scanner. 
There are a number of improvements that could to be made to the instrument. The system 
is designed to operate in a LiftMode ™ style, separating the topographic and magnetic 
features, using the DSP control structure, however this has yet to be successfully 
implemented. Additionally, the implementation of resonant modes of imaging, both for 
magnetic studies and topographic (Tapping™ mode), would produce much greater 
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sensitivity in the z plane than the static imaging mode used in the work presented here. 
There are also several possible enhancements to the current mechanical and electronic 
systems. The instrument currently uses a manual micrometer based XY table for sample 
positioning. This could be motorised and computer controlled, possibly providing a 
method of image scanning a larger area either at a low resolution, or by building up an 
image from several normal scans. Also, mirror and photo-detector alignment and laser 
focus could be powered via computer control. Non-linearities in the tube scanner, e.g. 
creep and ageing, have been shown to cause distortions in images; these could be reduced 
using movement detectors and a closed loop feedback system on the tube scanner. This 
would produce accurately calibrated images and allow certainty in the results from 
repeated scans of the same area of a sample. 
10.2 The New Probe 
The development of a novel design of electromagnetic MFM probe, to complement the 
current standard coated tip probe, has been presented. The standard coated MFM tip 
suffers several inherent problems, for example different tips are required to match different 
sample characteristics, tip coatings can suffer hysteresis and wear and damage, in addition 
tip domain alteration can occur due to interaction with a magnetic sample. These 
weaknesses can affect the acquisition of useful and quantifiable images. The new design 
presented in this work employs a field induced around a micro-fabricated aperture using a 
controlled current as a replacement for the standard tip's stray field. The advantage of this 
design is that the field intensity can be standardised, and varied, and hence the sample-tip 
interaction can be controlled. As the field distribution is due solely to the geometry of the 
current flow about the aperture, i.e. is not from a highly non-linear magnetic material, it 
can be calculated to high accuracy. This means that the results will be both repeatable and 
quantifiable. 
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Two methods of modelling the field intensity distribution from the new design have been 
used. Initially a two-dimensional calculation based on previous work was implemented in 
MathCAD. This calculated the field above a circular aperture in a flat conducting sheet. 
The results from the MathCAD model show that there are three primary variables to define 
for a circular aperture in order to generate adequate field intensity, over the smallest area, 
whereby image resolution is proportional to spatial field distribution. These variables are 
the initial linear current density, the scanning height and the diameter of the aperture. A 
field model was generated, that applied practical limits to these variables, and agreed with 
previous work on standard MFM tip field distributions. A current density of 2 rnA!Jlm2, 
with a scanning height of 25 nm, and a circular aperture of 0.5 Jlm diameter, were chosen 
as the optimum levels, given practical limits, for the new probe design. 
MFM images were simulated of the interaction between the field distribution of the initial 
design and simple models of both perpendicular and longitudinal magnetic domains, using 
the reciprocity principle. These show that perpendicular magnetic domains can be 
observed by way of their transitions. Furthermore, the transition direction can be 
determined, given that the probe field distribution is known. Unfortunately, the simulated 
images of longitudinal domains contained a large artefact produced by the two peaks of 
field intensity generated above a circular aperture. As an answer to this problem a 
semicircular aperture was suggested in order to produce a dominant 'imaging' field 
intensity peak. Also, it was seen that the resolution of the new probe with a circular 
aperture is related to the minimum possible aperture diameter, due to the cunmlative effect 
of the two peaks in field distribution, which in the case of a single dominant peak in the 
field intensity from a semicircular aperture would no longer be relevant. Rather with a 
single dominant field intensity peak the resolution would be determined by the spatial 
distribution of that one peak. 
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The initial practical problems of implementing the new probe were discussed and solutions 
put forward. From accepted design standards and literature the level of current used in the 
field model was taken not to generate electromigration effects. In addition to the work 
reviewed, a short investigation of the thermal effects of the current was also undertaken, 
which showed the current level to be non-critical. The effect from the fields due to the 
conductor on the entire cantilever was also considered. This work suggested that placing 
the aperture on the end of a tip on the cantilever, in addition to coating conductor on both 
sides of the cantilever, would reduce the influence of these fields significantly. Finally, a 
circuit was designed to generate the constant current required by a probe. This was then 
used in later prototype work. 
To develop the probe design further a second method of modelling the field distribution 
was implemented. In order to investigate the field from three-dimensional structures, with 
different aperture morphologies, an electromagnetic finite element analysis package was 
used (Opera-3d). This package calculates the current flow through the entire probe 
structure. From this the field intensity can be calculated at any point around the probe. 
The finite element work was first used to replicate the original circular model and found to 
agree with the MathCAD calculation. This then allowed the creation of many different 
probe shapes, however this thesis concentrates on semicircular and then ovoid apertures. 
The semicircular aperture design was proven to produce a superior field distribution, 
eliminating the artefact found in longitudinal imaging by circular aperture. This was 
enhanced further by using an ovoid aperture lying over a cantilever tip. Finally, field 
distributions for possible prototype probes were modelled. These also produced reasonable 
results, but at the cost of an increased current load on the probe. The finite element 
modelling system allows the relatively fast construction of varied probe-aperture 
morphologies and generation of field distributions for comparison. 
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To prove the theoretical field distributions prototype apertures were created in flat 
conductive sheets. Although larger than the modelled designs they have allowed practical 
tests of the general field distribution. This very preliminary work does support the 
theoretical modelling, indicating that the probe design could be successfully implemented. 
This thesis has presented a completely novel design of MFM probe, which has been 
successfully modelled and simulated, with practical prototype results verifying the new 
research to this point. The following section discusses the continued development, and 
possible future avenues of research, for the new probe design. 
10.3 Future Research 
Discussions were undertaken with a company, NovaScan Technologies, involved in 
coating standard cantilevers for use in different methods of SPM. This has led to the 
purchase of several chips incorporating cantilevers with different levels and design of 
coating. Future work will include the use of focussed ion beam milling to create apertures 
on the tips of these cantilevers, and their subsequent characterisation and testing as 
working eMFM probes. 
Variations of the new probe design were also considered for use as a mechanism for probe 
data storage via hybrid recording. Probe storage is one of the contenders to replace 
conventional magnetic or optical data storage techniques in the future. As current 
techniques move ever closer to their physical limits, research into probe storage is being 
undertaken in some of the world's top storage research establishments such as IBM's 
Zurich Laboratories, Carnegie Mellon University and University of Twente (Netherlands). 
The brief investigatory work shown here discussed the encouraging potential the probe has 
for writing to recording media in a thermally assisted manner, with the data read back 
accomplished using the probe in a standard MFM mode. 
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The use of the probe with an ac or ac/dc current, hence probing the sample with an ac or 
ac/dc field, is also suggested as an area for future investigation. For example, this could 
potentially allow the probe to operate as a MRFM to image individual atoms in three 
dimensions. This would not only be extremely useful for magnetic data storage media 
analysis, but also life sciences, drug development and possibly quantum computing. The 
new probe may also offer an additional impedance-sensing mode, which could remove the 
requirement for optical sensing, as the impedance of the probe will change according to the 
interaction between the sample magnetisation and the probe's field. This integration of the 
sensing of the cantilever's deflection into the probe design would be valuable because it 
simplifies the system, removing several noise sources such as the laser. An investigation 
into using tips coated with an additional magnetic layer, potentially increasing the field 
strength, while retaining the eMFM's worthy characteristics, could also be considered. 
Finally, the probe could also potentially be used as a method of micro- or nano-
manipulation of micrometre and sub-micrometre magnetic objects, thus providing an 
alternative to current optical trapping techniques. 
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Appendix 1 - Initial Numerical Model of Field Hz 
Equation 22 from Section 7.2, 
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Appendix 2 - Prototype Aperture Manufacture 
All substrate processing was carried out under Class I 0 laminar flow hoods in Class L 00 
rooms. The sputter deposition and ion milling machines occupy an adjacent Class I 000 
room. The entire process is shown in Figure A2-l below. 
Substrate 
p:= ==~ 
Process Steps 
I . Clean Substrate 
Thin-film 
it' 
Substrate 2. RF-Sputter on Thin-Fi lm Conductor 
~~~~!.g!'.<>~ ~hoto-Resist 
Substrate 3.Spin on Photo-Resist 
Substrate 4. Exposure with Mask 
~:-.1 
Substrale 5. Photo-res ist pallerned after developing 
Substrate 6. Ion Milling Etch 
Substrate 7. Photo-resist removed - prototype finished 
Figure A2-l. The manufacture process used to produce the prototype a pertures. 
Mask Design 
The aperture masks are designed using Core!Draw on a standard PC. This easily allows 
feature sizes down below 1 J ..un, although in this case the smallest apertures designed were 
5 pm in diameter. This size was dictated by the minimum reliable size that the clean room 
processes in University of Plymouth could produce at that time. Once complete the mask 
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designs were sent to the Rutherford Appleton Laboratories to be processed. The masks 
were made at the Electron Beam Lithography Facility (EBLF) at Rutherford. 
The mask plate size is 100 mm by lOO mm for use in the in-contact mask-aligner described 
later. In order to reduce cost, the prototype apertures shared a mask with other devices 
being produced by the clean room facility. As 50 mm by 50 mm glass substrates were 
used, a single mask can be used for at least four layer processes. The masks were made of 
extremely high quality flat glass with an 80 nm thick Chromium layer on one side. This 
layer was patterned using electron beam lithography, with a beam size of 1.8 ~m. 
The prototype aperture masks are shown in Figure A2-2. Each aperture was set in its own 
solderable leadout. A variety of sizes of aperture were put on the mask, ranging from 5 ~m 
to 50 ~- This allowed the testing of scalability, although on the necessarily larger scale 
than perceived for the final probe design. It also provided leeway for any problems in the 
clean room facilities processes. 
Figure Al-2. The prototype probe designs, in actual and zoomed in size (pad length 5 mm). 
SubswatePr~aranon 
In the manufacturing process substrate cleanliness is imperative to ensure the quality, 
reproduction and amalgamation of coated films. A standard routine has been instigated in 
the clean room. After the glass substrates are removed from their sealed packaging they 
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are cleaned using a hot detergent, such as neutracon, applied with a soft non-shedding 
clean room cloth. This removes any particles and grease marks on the surface. The 
substrates are then rinsed in de-ionised water before being placed in an ultrasonic bath, 
containing a warm solution of weak detergent, for 15 minutes. When removed they are 
again rinsed, and then dried with a Nitrogen gun. At this point they are examined under an 
optical microscope, whereby if they are not completely clean the procedure is repeated. 
Before a substrate is used it is placed in an oven at 135 ac for 30 minutes to remove any 
moisture contan1ination. Finally, when the substrate is first placed in the sputtering 
chamber before deposition, it is sputter etched to remove any contamination that may still 
remain after the cleansing process. 
Depositio11 - RF Sputteri11g 
The sputtering process is the removal of a deposition material from a target to form a 
coating on a substrate. This is carried out in a vacuum chan1ber containing two electrodes, 
where the target is cathode, and substrate is anode. The atoms on the surface of the target 
are bombarded by fast moving particles. This collision releases some of the target surface 
atoms to condense on the substrate surface. Immersing the target, with a high negative 
voltage applied, in a gas plasma produces the particle bombardment. An inert gas, usually 
Argon, is introduced into the vacuum chamber at a particular pressure. The plasma's 
electric field ionises the gas particles. These heavy ions are then attracted to the negative 
potential at the target surface; bombardment takes place, ejecting target atoms out to 
condense on the substrate. This process is carried out at a low pressure, whereby the 
number of gas molecules is low, such that the released target atoms do not collide with the 
gas molecules to be scattered back to the target surface. 
The sputtering process is a very reliable and versatile method of depositing thin films, 
particularly for alloys. Although sputter deposition rates are relatively slow, i.e. 5 to 50 
154 
nm a minute, the control of deposition characteristics and reliability of the method made it 
the correct choice for the manufacture of the aperture prototypes. RF sputtering, see 
Figure A2-3, was used for depositing the thin conductor ftlm used in the prototypes. RF 
sputtering is more efficient than de and can be used to deposit insulators as RF can be 
coupled through non-conductors. 
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... 
Diffusion 
pump 
Figure A2-3. A schematic diagram of the RF sputtering system,© N Fry 1996. 
Photo-Resist Process 
Foreline 
valve 
A positive photo-resist was used so that the mask aperture was directly duplicated on the 
coated substrate. Therefore, the photo-resist was used as a covering mask so that exposed 
regions, i.e. the aperture, were etched. An appropriate photo-resist was selected for the 
required spin-on thickness. In this case Shipley AZ1813 was used with a thickness of 1.3 
11111. The substrate is held down using a vacuum chuck and the photo-resist placed on its 
centre. The substrate was then spun for 20 seconds at 4000 rpm, thus producing a uniform 
thickness of resist across the substrate. Once the spinning was completed the substrate and 
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its covering of photo-resist were baked at 100 oc for I minute. This removes any residual 
solvent contained in the resist. 
The substrate is exposed to ultra-violet light using aDage Precima in-contact mask aligner. 
The substrate holder floats on an air cushion allowing the substrate and mask to be brought 
together and levelled. Once this is done the air is turned off, and the substrate can be 
aligned by micrometers. The mask and substrate are then held together by vacuum. The 
pattern on the mask then blocks the exposure of regions of the photo-resist by the ultra-
violet source, a timed 200 W mercury lamp. After exposure the substrate is developed in a 
solution of Shipley AZ developer for 30 seconds to reveal the mask pattern of photo-resist 
on top of the coated film. 
Etclti11g 
In ion milling, see Figure A2-4, Argon molecules are injected into a source discharge 
chamber and struck by electrons from a cathode, so generating a plasma. Although some 
ions recombine with electrons at the chamber's walls, others form beamlets by passing 
through aperture in a screen grid. These beamlets are then attracted to a high negative 
voltage at an accelerator grid. However, due to the alignment of the grids, most pass 
through without hitting it. These individual beamlets then form an ion beam as they leave 
the accelerator grid. The ion beam is neutralised by electrons from the neutraliser, thus 
stopping the beam from expanding by Coulomb repulsion, and preventing charge build up 
at the substrate surface. The water-cooled substrate and ion source are located in a vacuum 
chamber such that the ion beam is aimed at the substrate. The angle of incidence can be 
adjusted to obtain the correct edge profile. 
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Figure A2-4. Ion beam source (a) and etching (b),© N Fry 1996. 
A Commonwealth Vacuum Corporation ion-milling system was used to dry etch the 
aperture designs. This provides an anisotropic etch, producing accw-ate edge profiles with 
m inimum undercutting. This method is employed, as it is the best available process in the 
Plymouth clean faci lity for the production of the prototype apertures. 
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After etching the photo-resist is removed by soaking the entire substrate in Acetone, thus 
revealing the final prototype aperture geometry. This was then rinsed and dried for storage 
in the Class l 00 rooms within the clean room. If the resist proves difficult to remove, as 
may happen if the resist is partly baked by the ion milling process, the substrate is soaked 
overnight or immersed in warm acetone or photo-resist stripper to remove the remaining 
resist. 
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A Novel Magnetic Force Microscope Probe Design 
James F. C. Windmill and Warwick W. Clegg. Senior Member, IEEE 
A.bstrwd-A n.ew theoretical electromagnetic probe for tbe Mag-
netic Force Microscope (MFM) Is presented here. The magnetic 
field latenslty nonnal to tile probe, II,. (Oe), llaa beta JDOdeled. 
'11te redprocJty prfadple was asecJ to obtala tbe force actiag OD the 
sample due to tbe probe field wlaea scanned over a magnetic spec-
Imen. Thus, Images of apedmen magnetic dlstribatlon were cre-
ated by tbe coavolution of the dbtribution ud tile probe's gradient 
field. These sbow t:llat In tbe cate of perpendicular magnetizatloa 
tile new probe wu saccessfal. Ho"tRVer, la longitudinal magaetiza-
tion there was u Image artifact problem. The practical nse of the 
aew probe Is dlscnsled, aad fut:ure work outlined. 
ltttla Teras-Magnetic ~rce mlcroscopy, magnetic force ml-
croscopy tip. 
I. INTRODUCTION 
0 VER the last ten years since its conception, the Mag-netic force Microscope (MFM) has gained recognition as 
a useful research tool in many fields. The main area that has 
provided the impetus for the expansion ofMFM's from inter-
esting research concept to practical commercial instrument is 
magnetic data storage. The continuing effort to increase data 
density, and so remain in competition, has led to commercialJy 
available densities of 14 GigaBytes per square inch. As a re-
sult the imaging instruments used in data recording research 
have had to improve. A large amount of research continues into 
MFM, in both the theories behind its operation, and the practical 
issues of improving its operation. 
One of the fundamental MFM research subjects is the de-
sign and function of the probe used to interact with a magnetic 
sample's stray fields. Standard MFM probes (cantilevers) use 
silicon tips that are magnetically sensitized using ferromagnetic 
thin ftlms. Unfortunately this design has several inherent prob-
lems. First of all a variety of different designs and coatings need 
to be used depending on the magnetic properties of the sample 
being imaged, i.e., if the sample is magnetically •'hard" or .. soft." 
This means that an instrument must be reconfigured each time 
a new type of sample is to be imaged. Furthennore, the magne-
tization of the tip can suffer from hysteresis over time, as well 
as wear and damage during its useful life. These imperfections 
can have serious consequences in the acquisition of useful and 
quantifiable data. This paper presents a new theoretical design 
as a possible answer to the standard probe's weaknesses. 
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Can1Uever coated 
with conductor: 
base. end & top 
Fig. I. Simplified diagram of basic probe design viewed from below. Current 
Oows around an aperture, causing a change in its density and thus a change in 
magnetic field intensity nonnal to the surface. 
ll. 1RB N EW PROBE 
A. Initial Idea 
The new probe uses an electromagnetically induced field as a 
replacement for the standard probe's stray field. Although. elec-
tromagnetic MFM probes have been reported before, this design 
is unique [1). The field is induced around a micro-fabricated 
aperture using a controlled current. The aperture would be sit-
uated near the end of a standard cantilever that has been coated 
in a conductive material, e.g., gold. This design has the advan-
tage that the field intensity, and hence specimen interaction, is 
variable, and also the results should be repeatable. Using the 
Biot- Savart law, as given in (1), a change in magnetic field in-
tensity nonnal to the conductive material's surface is produced 
by changing the current density within il 
(I) 
B. Field Modeling 
By placing an aperture in a sheet of conductive material of 
constant current density, current must flow around the aperture, 
resulting in a change in its density, as shown in Fig. I. 
The model uses a simple circular aperture in a flat surface, 
producing the magnetic field intensity, H,. , in Oersteds, as 
shown in Fig. 2 [2). H,. is shown for a height of25 nm above 
the surface ofan aperture of radius 250 nm, with a sheet current 
density of 2 rnNp.rn. Note that by controlling the applied 
current, and hence the linear current density, the field strength 
can be varied. The aperture design gives a .. double-peak" effect, 
where the splitting of the current flow causes two inverse peaks 
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Fig. 2. Magnetic Field lntmsi.ty, H. (Oe).IIOIID&I to a cin:u1ar ~as a 
function of the sheet density of the cmrmt H. is shown ll 25 nm lbaYc the 
surface of a 0.5 11m aperture, with a sbcct cum:nl density of 2 mAl !I m. 
in H., to be produced Standard MFM tips have been described 
with aperture tips, which are used to image in-plane stray fields 
[3]. This shows that the manufacturing techniques are available 
to create our new probe. The magnetic field intensity has been 
shown in Oersteds to allow comparison with previous work on 
MFM probes, and as such shows that this design is comparable 
to a standard MFM probe, as discussed by others [4]. 
ill. MFM SIMULATION 
A. Theory of MFM lnteruction 
In general. the simulation ofMFM images has been realized 
by considering the interaction between the magnetization of the 
MFM's tip and a specimen's stray field. This allows the calcu-
lation of the force acting on the tip due to the field from the 
specimen. However, given Newton's thiid law, the principle of 
reciprocity that has been discussed in previous work can be used 
[5]. A3 such the force acting on the specimen due to the tip's 
stray field is calculated, which is the inverse of the foroe acting 
on the tip. This reciprocal force acting in the vertical, z , direc-
tion can be expressed as in 
Fig. J . Simulated MFM image of five 1 pm long pc:lpelldicular bits using the 
new probe, wall a 250 mn-diamctcr epc:ztm:e. A diD: or light line, dq>ending on 
lmlsitioo and !Kube ~· dim:tion, shows each transition. 
Fig. 4. Simulalcd MFM image of a 0. 7 11m long longitndinal bit using the new 
probe, with a 250 mn-diameter llpC!tlm:. Note the double-peak effect, when: 
each dmlllin transition is image<! twice. 
[6]. Each use a simple arctangent model, for example the first, 
for a perpendicular transition, is given in (3 ), but extended in the 
If direction to produce an image. 
2 (Xo ) M., = - · Mo · arctan -
"" ap 
(3) 
F!'P = -!. L M: pec(r') aH:·~~ + r') tf:lr' I 
epee i 
To produce a quick, efficient computer image simulation of 
(2) the interaction between the probe and a magnetic specimen, a 
FFf convolution of the probe's gradient field and the specimen 
magnetization distribution is perfmmed. where i corresponds to the directioos x, 1f, or z, M:pec is the x, 
If, or z compooent of the magnetization of a specimen volume 
element and H;'"(r + r') is the stray field from the tip at that 
specimen volume element. 
This then allows the simulation of the new probe, since the 
calculated field intensity, as shown in Fig. 2, can be used with 
(2). Note that the force calculated in (2) is that produced when 
an MFM is operating in static, or DC, mode. The resonant, i.e., 
force gradient AC, mode can be described by taking the seoond 
derivative of the tip's stray field. 
B. Computer Image Simulation 
In order to create image simulations a model is needed for the 
magnetization of the specimen. In this work both perpendicular 
and longitudinal magnetic media bit transitions have been used 
IV. IMAGE REsuLTS 
The simulated DC MFM images shown in Figs. 3 and 4 were 
created using the above technique. In Fig. 3 an image of a per-
pendicular bit pattern has been created. The new probe, with 
a flying height of 25 nm, has successfully imaged the pattern, 
specifically highlighting the bit domain transitions as dark or 
light lines. The shading of the line indicates the transition direc-
tion, although this depends on the direction of the probe's travel 
relative to a transition. In this case the probe flew left to right, 
with the negative field peak leading. 
In Fig. 4 the new probe has been used to image a longitu-
dinal bit There is bowever a large artifact created by the probe's 
"double-peak" field intensity. The transitions, shown by the dark 
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Fig. 5. Magnetic field inlensi.ty, H., 25 nm below a b&r shape cantilewr, with 
cum:nl flowing aloog a oondnctive material covering the base (solid line), and 
with cum:nl along the top, cod and base (dotted Hne). 
and light shaded lines, are imaged twice, once by each of the 
field peaks, so creating a pair of lines for each transition. The 
distance between each line in a pair gives a good irKHcation of 
the probe aperture size. This artifuct could be removed using 
computer image filtering, although further artifacts may be in-
troduced. A further answer, would be ID adjust the aperture such 
that one peak is dominant over the other, e.g. a semicircular 
aperture to increase current density on one aperture side, whilst 
reducing it on the other. 
V. PRACilCAL D ESIGN IssUES 
So fur the theoretical probe and its interaction with magnetic 
specimens has been considered An examination of the practical 
use of the probe is also in progress. It is foreseen that the probe 
would be placed near the end of a standard bar or v-shape can-
tilever, coated with a conductive material, e.g. gold, in such a 
way that the design allows for current flow down past the aper-
ture, then back. to its source. The conductive material must be 
able to tolerate sufficient current to create the required field in-
tensity, without damaging the probe, e.g. through electromigra-
tion effects. However, given the currents used in this modeling, 
e.g. that for Fig. I, it is accepted that this problem will not occur 
[7]. 
Another potential problem is the effect and possible interfer-
ence of the cantilever design and its conductive coating on the 
specimen magnetization, the probe field and their interaction. In 
Fig. 5 the magnetic field intensity normal to the surface of a bar 
shape cantilever is shown. This field intensity is typically sev-
eral magnitudes larger than the probe field, depeiKling on the 
size of probe aperture and cantilever. However, this is consid-
erably reduced, since with this design it is necessary to have a 
conductor on the top, end and base of the cantilever to create a 
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current flow past the aperture. For example, a cantilever 20 ~m 
wide, with a 0.5 ~m thick. conductive coating, and current den-
sity of2 mA/~m2, would have field peaks of approximately 7 Oe 
reduced ID 2 Oe. A further step will be to create a blunt tip on 
the cantilever below the aperture, moving it away from the can-
tilever surface, reducing the field ftom the sides of the cantilever. 
lbis would also act as a topography probe for pre-MFM scan-
ning, increasing the flying height of the cantilever. 
VI. CONCLUSION 
A new theoretical design for an electromagnetic MFM probe 
has been presented. MFM images have then been simulated 
using this new design. This has shown that perpendicular mag-
netic domains can be observed by way of their transitions. Fur-
thennore, the transition direction can be determined, given that 
the probe dynamics are known. Unfortunately, longitudinal do-
mains were not as successfully irnaged. However, in the next 
phase ofmodeling this issue will be examined, i.e. through aper-
ture morphology design. The initial practical problems of the 
probe have been discussed and solutions put forward. It is an-
ticipated that the design covered in this paper will in time be put 
through practical tests. The results from this, and further mod-
cling enhancements will be published in the near future. 
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Inspection. Ma!Jletic, Distance measurement 
The areal (surface area density of bits) storage density of 
magnetic hard lisks is continually inaeasing. with typical 
available COI1'II1Ieftial storage densities being around 
1 !XibitsM. 1t is preckted that densities in ex<ESS of 
40Gbitsr~ will be possible before the yea~ 2003. A 
tUTiJer of key issues arise from this deyelopment. such as 
the need to detennine and control accurately the dynamic 
flying heqlt (z-axis) of the read-write head. whi<h is 
affected by the apparent cistortion of the lisk surface due 
to rotatioiHnduCI!d lisk resonanc.e. As a result of the 
inaeasing storage density the positional control of the 
head in the plane of the lisk (lf-y plane) also becomes 
more critical. This paper deals generally, but with a 
pricular emphasis on optical and piezoelectric sensors 
used in our labora1Diy for characterisation of stDrage 
rnelia and systems. 
The research registl!r for this journal is available at 
http://WVNi. mcbup.comfresearch_registersfaa.asp 
The current issue and full text ard1ive of this joumal is 
available at 
http:ffwwN.ernerald-library.com 
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Introduction 
There is a vast array of seosors available to us 
at present. Sensors are selected according to 
the particular measurand and in many cases, 
the particular application, e.g. interfacing to a 
control system. Sensors are generally required 
to work in parallel with signal conditioning 
electronics, and may then be either used as a 
stand-alone measurement system or 
incotporated into a control system for real-
time sensory feedback. 
Depending on the measurand there is a vast 
array of sensors that can be used for surface 
and textural characterisation. One of the 
standard methods for investigating the surface 
profile is to use a profilometer[l]. A 
profilometer utilises a stylus much in the same 
way as a record player fullows the variations 
along the track of a record, the main 
difference being that the profilometer uses 
optical sensing to determine the attitude of 
the stylus. In a record player the stylus 
generates a signal by electromagnetic 
induction (moving coil or moving magnet). 
The potential disadvantage of the stylus-
based systems is modification of the surface, 
due to contact being made by the stylus. 
However, the use of optical based 
profilomeby is able to circumvent this, and a 
number of systems have been developed so 
far. Abou-Zeid and Wiese developed a 
compact interference profilometer that uses a 
wavelength-tunable diode laser as an optical 
stylus, with a measurement uncertainty of 
around 10nm[2]. A number ofprofilometzy 
systems based on interferomeby have also 
been reported[3,4]. Cuthbert and Huynh[5] 
have designed an optical system for fast non-
contact measurement of surface texture, 
based on the optical Fourier transfurm 
pattern of the surface, which is correlated with 
the surface roughness obtained using a stylus 
based instrument. 
Moving into the new millennium we are 
faced with the increasing demands of hard 
disk drive technology. Data storage density 
continues to increase, necessitating that the 
head flies even closer to the disk surface: 
state-of-the-art flying heights currently being 
around 15nm. 'Ibis is coupled with the 
increasing demand for faster track access, 
which means that the disk drive is required to 
operate at increasingly higher speed. This 
represents a challenge for PCs operating in 
the office environment, but presents more 
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serious difficulties for computers working in 
conditions where they are subjected to shock 
and vibration. This is of particular interest to 
military and aerospace applications; and to a 
lesser extent will also affect users of laptop 
computers. 
This paper looks at a variety of sensor 
systems used in the CRIST research 
laboratory for the characterisation of 
magnetic media and data storage systems, 
namely: scanning laser microscopy, magnetic 
force microscopy, dual beam polarisation 
interferometry, CD-ROM optics and thick 
film piezoelectric sensors. Fmally, the.re is a 
brief look at a complete sensor-control-
actuator system, which includes optical beam 
deflection for displacement (or topography) 
sensing, which is cUITently being investigated 
for the improved operation of hanl disk 
drives. 
A. Dynamic scanning laser miaoscopy 
Scanning laser microscopes are extremely 
useful tools for high-resolution point-by-point 
imaging of sample surfaces. The most 
common configuration employs a stationary 
laser beam, which can have either continuous 
or modulated (intensity or polarisation) 
output. The laser is brought to a focus using a 
microscope objective to yield a diffraction-
limited spot, which is typically around 1 mm 
on the sample surface. The sample can then 
be micro-positioned, with a motorised .x-y 
stage, with respect to the sample and the 
reflected light collected by one or more 
detectors. An alternative configuration 
employs a pair of scan mirrors to move the 
spot on the sample surface. This set-up is 
significantly more complex as it requires auto 
focusing to maintain the same size spot at all 
points of the scan, and there is a trade-off 
between scan area and resolution. For 
example a 5mm x 5mm area can be scanned 
with a resolution of around 30mm[6]. 
However, the two systems are often 
combined: scan mirrors (high speed 
scaooing) and x-y stage (large area scan). The 
use of different detectors and polarisation 
sensitive/insensitive optics enables different 
information to be acquired. 
In our laboratory a scanning laser 
microscope has been designed and built to 
observe the dynamic behaviour of domain 
switching during the thermo-magoetic write 
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process and the subsequent magnetisation 
state (domain orientation) in thin-films and 
devices[7-9]. It can also be used to write to 
magneto-optic disk material thermo-
magnetically prior to imaging. Images are 
derived from the longitudinal and polar 
magneto-optic Kerr effects, which are 
wavelength dependent. 
The microscope system has been made 
modular, which enables the imaging system to 
be flexible and allows further functionality to 
be added as required. An overview of the 
system is shown in Figure 1. The scanning 
laser microscope is constructed around the 
basic frame of a Leitz Metalloplan optical 
microscope, mounted on optical breadboanl 
along with other optical and mechanical 
components, as shown in Plate 1. 
The various modes of operation of the SI.M 
are as follows: 
XY table scanning mode. In the XY scan 
mode a sample is raster scanned beneath 
the laser spot via a Burleigh XY Worm 
Table, with a resolution of 4nm. The 
Rgure 1 Block <iagram of SLM c.omponent parts 
Plate 1 The S<anning laser maos<.ope system in the 
CRIST laboratoly 
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IJUIIIletic or intensity (pseudo-
topographic) infonnation is then 
extracted by aampling all the photo-
detector outpuu using the computer 1/0 
board, then applying the required 
a]gorithm to the data. Plate 2 shows 
bubble memory magnetic domain 
patterns using the polar Kerr effect (scan 
area 32,.an x 40,.an). The reflected light 
intensity is a function of the sample 
IJUIIIletisation (domain orientation), and 
Lab View enables the reflected intensity to 
be represented by a grey scale image. The 
change in intensity represented here is 
typically less than 1 per cent. 
GalvaltOifteUr scamriJrg mod.. In the 
galvanometer scan mode the sample is 
held stationary whilst the laser spot is 
raster scanned over it via the scanning 
minon. The galvanometer position is 
controlled using the computer 1/0 board 
voltage outputs. Again the computer 
processes magnetic or topographic 
information after it is sampled to create 
an imqe. Plate 3 shows a pseudo-
topographic (reflected intensity) image of 
an integrated circuit layout (galvanometer 
scan area l001JII12). 
Dy. pulse laser. A further imaging mode of 
the SLM utilises a dye pulse laser. This 
requires the software to trigger a 
Plate 2 Bubble memory magnetic domain patterns 
using KetT effect static laser x:t table scan n#JITI x 
40pm 
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Plate 3 ~Omit la)oot ~ 
0ntl!nsi1r) using ~scan -1~ 
- ---. 
waveform generator, and at a set time 
period later trigger the Iuer. Fmally, at 
some point in time after this, data are 
acquired from the photo-detectors. Each 
of these time periods must be accurately 
related to the others. The magnetic image 
is retrieved from the quadrant photo-
detecton as for other modes of operation. 
CCD camera imQKe acqWition. Another 
mode of image acquisition uses a super-
cooled CCD camera, triggered after a 
pulse of light has illuminated a sample. 
The camera is supplied with a set of 
functions in the form of a Windows 
dynamic link library (DIL), also known 
as an application program interface 
(API). These functions cover all that is 
required to operate the camera. 
B. Magnetic force microscopy 
The magnetic force microscope (MFM) is 
based on the atomic force microscope 
(AFM)[lO]. In the AFM a small probe, a 
silicon cantilever with an atomically sharp tip, 
is brought into contact with a sample surface, 
and raster scanned across it. The resultant 
deflection of the tip is recorded and used to 
create an imqe of the surface topography. In 
magnetic force imaglng the tip is coated in a 
ferromagnetic material, and moved away from 
the surface several tens of nanometres. It is 
then raster scanned, and the interaction 
between the magnetic field of the sample and 
the tip recorded to create an image of the 
magnetic forces. 
The development of our MFM, shown in 
Plate 4, is based on a versatile, modular form, 
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enabling easy access to the specimen and easy 
change of tips/cantilevers[ll]. It uses optical 
beam deflection to sense cantilever movement 
and is designed to operate in either topOgraphic 
or magnetic force imaging modes. 'Ibis system 
is also designed to work in low vacuum (or in a 
helium atmosphere). The benefitll of vacuum 
(and helium) operation are significant, since 
the removal of much of the norma] viscous air 
damping enables a significant increase in the 
cantilever's efrective Q-value, as operation 
moves into the molecular damping region 
(independent collisions of non-interacting air 
molecules). This in turn resultll in better 
resolution of images produced by resonant 
techniques. Plate 5 shows an image of the 
topography of a hurl disk surface (scan area 
lp.m x IJID1), showing granular structure of 
surface and diagonal grooves from texturing 
process. 
Plate 5 Hard <isle trlpO!Jilphy, 1J.&f'l x IJ.&f'l surface scan, showing 
~ structure of stlfac.e and ciagonal gooves from texturing process 
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A variety of scanning modes exist for the 
MFM. The "static" scan, as descn"bed above, 
is the simplest; however, this requires samples 
with relatively powerful magnetic fields. 
Resonant scanning is a snmdard mode of 
operation, where the cantilever is resonated, 
and the effectll of the sample's fields on that 
resonance are monitored in different ways to 
create an image. In recent years LiftMode TM 
has being recognised as a very useful mode of 
operation[l2). In this case the topography of 
the sample is mapped out with an initial scan, 
from which the data are used to control the 
height of the MFM probe, in resonant mode, 
to do a second magnetic scan. 'Ibis resultll in 
removal of topographic effectll from the 
resulting magnetic image. 
The design and function of the probe used 
to interact with the stray fields from a 
magnetic sample are a major MFM research 
subject. The standard ferromagnetic design 
has several inherent problems. The tip 
magnetisation can suffer from hysteresis over 
time, together with wear and damage during 
itll useful life. The magnetic properties of 
different samples, i.e. if the sample is 
magnetically "hard" or "soft", mean that a 
range of different designs and coatings need 
to be employed. Therefore, an instrument 
must be reconfigured each time a new type of 
sample is imaged. Furthermore, these 
imperlections may have serious consequences 
in the acquisition of useful, quantifiable data. 
We are currently investigating a new type of 
MFM probe that uses an electromagnetically 
induced field as a replacement for the 
standard probe•s stray field. Although 
electromagnetic MFM probes have been 
described before, this design is unique[l3). 
The field is induced around a micro-
fabricated aperture using a controlled current. 
The aperture would be situated near the end 
of a standard cantilever that has been coated 
in a conductive material, e.g. gold. This 
design has the advantage that the specimen 
interaction is variable, giving controllable field 
intensity, and as such the resultll would be 
repeatable. The new probe has been 
theoretica1ly simulated to create images of 
magnetic domain patterns, and it is 
anticipated that work on the fabrication of 
these new and innovative probes will begin 
soon. The practical issues of using the probe 
in our MFM instrument are also undergoing 
analysis. 
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C. Dual beam polarisation 
interferometry 
Optical interferometry is a well established 
technique for precise and non-contact 
measurement. Various types of interferometry, 
such as heterodyne interferometry[l4], 
sinusoidal phase modulating 
interferometry[l5], and phase-shifting 
interferometry[16], have been developed to 
make high resolution measurement of small 
displacements. However, apart from the 
complexity of the system construction, these 
existing methods are generally feasible only for 
low-speed measurement applications. When a 
high-speed measurement is needed, it is 
difficult to find a suitable technique if the 
measurement accuracy requirement is high. 
The speed limitation in these displacement 
measurement interferometers is mainly due to 
the use of slow modulation or scanning 
techniques. In the CRIST laboratory, a dual 
beam polarisation interferometer has been 
constructed, which can be used for high-speed 
measurement of dynamic morphology/ 
topography, and in our case for the complex 
measurement dynamic disk head flying 
height[17,18] . 
The polarisation interferometer 
configuration utilises two orthogonally-
polarized light beams to remove the directional 
ambiguity of the displacement, and is shown 
schematically in FigUre 2. The main part of the 
interferometer utilises a polarising beam 
spliner PBSI, two quarter-wave plates QWI 
and QW2, two mirrors M 1 and M2, and a 
non-polarising beam spliner NPBSI as both a 
beam spliner and phase shifter. 
Employing a polarising beam spliner PBS 1 
I'IUlkes the best use of the laser beam and 
Rgure 2 Dual-beam polarisation interlerometer 
PC wltlll/0 Board 
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prevents the returning beam from feeding 
back into the laser diode. The mirror M2 is 
driven by a piezoelectric translator (PZTl), 
which can be used to perform system 
calibration. Mirror M3 is used as a reference 
plane when single point displacement is 
measured. When the system is used to 
measure the relative displacement of two 
adjacent points, such as the vertical 
movement of the hard-disk read/write head 
relative to the disk surface, M3 is removed 
and the reference beam is extracted by 
NPBSI to the second measurement point. 
Mirror M2 can also be micro-positioned 
manually to adjust the spacing of the two 
measurement points. A 670om wavelength 
laser diode is used as the light source. The 
laser beam passes through the polariser and 
enters the polarising beam spliner PBS 1. 
Then the s-polarised component is coupled 
out and reflected by mirror Ml and focused 
on the measurement point on the sample. 
The p-polarised component passes 
through and is focused on to the reference 
mirror or another measurement point. 
The returning beam enters the 
interferometric receiver, which is used to 
measure the intensity and phase difference 
between the two polarised beams. The 
interferometric receiver consists of a non-
polarising beam spliner NPBS2, two 
polarising beam spliners PBS2 and 
PBS3, a quarter-wave plate QW3 and four 
photo-detectors. The detected voltage 
signals are amplified and equalised, then 
sampled in by the computer through a 12-bit 
AID converter board. The sampling rate of 
the AID converter will determine the 
measurement speed of the system. The AID 
converter board with a sampling rate of 
20MS/s is commercially available at present. 
The computer, through a 12-bit D/A 
converter board and a high voltage (150V) 
amplifier also controls the piezoelectric 
translators. 
We take the electric field of the two 
orthogonally polarised beams to be of the 
standard form: 
Bp = Apcxp(i(wt)) (1) 
E, = A,cxp(i(wt + 1/J)) (2) 
where w is the angular frequency of the 
radiation, A, and A, are the amplitudes of E, 
and E, respectively, and 
4> = 47r(d + t:.d)/ >.. (3) 
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In equation (3), A is the wavelength of the 
laser beam, d is the static optical path 
difference between the two polarised beams 
and l:J.d is the displacement to be measured. 
The wave intensity being received by each of 
the four photo-detectors (Pp01 to Ppo.) is 
proportional to the square of the electric field, 
and by simple signal conditioning and 
processing quadrature signals 
Jlprn - Ppmb2/b1 and Jlpoo - Pp04b3/b4 are 
obtained. The computer samples these signals 
with two channels of the AID converter 
board. The displacement l:J.d is then 
determined by phase evaluation and 
unwrapping[l9] . 
To test the ability and effectiveness of this 
interferometer, several experiments have been 
conducted. A 12-bit D/A converter, with a 0-
lOV voltage output, drives another 
piezoelectric translator, PZT2, to move the 
sample. One of the measurement results is 
shown in Figure 3, in which PZT2 moves the 
sample in a saw-wave form with amplitude of 
about 8.5nm. 
The dual beam polarisation laser 
interferometer can be used for accurate high-
speed measurement of small displacements, 
V1bration, and disk flying height. 
Theoretically, a 12-bit AID converter can 
provide a measurement resolution higher than 
A/4,096. However, because of the system 
noise, especially the electrical noise, the 
system in its present configuration has a 
general measurement resolution of about 
0.5nm. The dual beam polarisation 
interferometer in its first version has been 
demonstrated to work effectively in our 
application. However, there are a number of 
issues to be addressed in order to realise its 
true potential. The interferometer will be 
Figure 3 Measurement result fur lispla<ement amplitude of about 8.5nm 
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developed from its present state to include a 
frequency stable He-Ne laser and the 
interferometer itself will be made to be 
compact and from thermally stable materials 
(invar as opposed to aluminium). These 
improvements will significantly improve the 
signal-to-noise ratio available, enabling more 
precise measurements of small displacements 
to be made. Choosing a higher sampling rate 
AID board can also increase the system's 
measurement bandwidth. 
D. CD-ROM optics 
The interaction between the read-write head 
and the disc surface causes the flying height of 
the head above the surface to change, and so 
the dynamic morphology of the rotating 
disk(s) is extremely important. As the head 
moves outside its operating margin data-
transfer becomes a problem, eventually 
leading to data-transfer error, as shown in 
Figure 4. As the disk (aluminium-
magnesium, coated with a thin magnetic layer 
and thin lubrication layer) rotates at speeds of 
up to lO,OOOrpm the disk flexes radially and 
circumferentially and the CD-ROM optics 
will be utilised to measure these rotation-
induced effects. 
A CD-ROM drive utilises a laser with 
photodiodes to read data from the disk. The 
photo detector comprises four sensors and 
when the disk is perfectly focused the laser 
spot reflected off the disk will be centrally 
placed on the four sensors. The spot will then 
move either left or right to cover one pair of 
spots depending on the distance of the disk. 
Figure 4 Effect of vibration on cisk m~ operations: 3.5" hard !isk 
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The CD head is mounted to a micrometer 
controlled sliding table and aligned so as to 
reflect off of a typical hard disk drive disk. In 
nonnal operation two of the segments are 
summed and the difference from the other 
two segments is compared, to yield a signal 
four times greater than that obseJVed from 
just the one segment. 
Using an oscilloscope to monitor the signal 
on one of the photodiodes it was recorded 
that a peak voltage of 30mV was measured 
when the lens was 2.80mm away from the 
disks' surface. The response from the 
detectors is linear with distance, with a 
change of± 0.2mm yielding a change in 
output of± 20mV, a response therefore of 
O.lmV/1-'m. After signal conditioning, the 
response becomes 0.4mV/I-'ffi. Work in this 
area is part of ongoing research. 
E. Piezoelectric sensors 
An alternative means of characterising 
hard disk flutter is to use a thick film 
piezoelectric sensor, in this case 
polyvinylidene di-fluoride (PVdF). The 
sensor, in the fonn of a llOI'ffi sheet, was 
used as a cantilever. When a piezoelectric 
material is defonned the potential difference 
across its electrodes is proportional to the 
average induced strain. The fixed end of the 
sensor was bonded to the drive's chassis such 
that the cantilever is pre-tensioned against the 
disk. Any movement of the disk would 
therefore bend the cantilever from its static 
position. Because the cantilever is pre-
tensioned, when the disk is static there is 
always a DC voltage. If the disc causes the 
cantilever to move from its static position 
there will be a change in the cantilever's 
induced stress; the output voltage will 
increase as the strain increases and vice-versa. 
The end of the cantilever rests on the edge of 
the disk to sense maximum displacement. 
Figure 5 shows the results obtained using 
this sensor arrangement, for a 3.5" hard disk 
drive rotating at 4,500rpm. The first peak (at 
75Hz) corresponds to disk rotation (disk 
clamping and spindle bearing), the second 
peak at around 500Hz corresponds to 
disk flutter, as predicted by finite element 
analysis, and the peaks at higher frequencies 
are attributed to disk-suspension ann 
interaction. 
Vohme 20 · ~ 4 · 2000 · 301--315 
Rgure 5 Response from piezoeledric sensor showing the effect of lisk 
flutter. Inset shows the actual sensor at the edge of the lisk 
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F. Hard disk drive control system 
It is appropriate now to look at the control 
system that is being developed for active 
control of the read-write head for both track 
following and flying height[20]. Current hard 
disk drives utilise a voice coil motor for 
positioning the head with respect to the data 
tracks, and design the head suspension system 
such that air flow, due to the rapidly rotating 
disk, "lifts" the head to the desired height 
above the disk surface. The system developed 
in the CRIST laboratory will still use the 
voice coil motor for coarse track following, 
but fine positioning and flying height control 
will be affected using piezoelectric stack 
actuators, as shown in Plate 6. Stack actuators 
offer advantages of useful actuation at low 
voltage (< 3V) and wide bandwidth 
operation. 
The attitude of the head is monitored using 
optical beam deflection (OBD), whereby a 
laser beam is deflected by a small mirror 
above "the head" on to a position sensing 
quadrant photodetector, capable of 
simultaneously measuring displacements in 
the horizontal and vertical planes. The output 
of the detector, which is linear for small 
displacements, and has spatial resolution 
comparable with interferometers (i.e. sub 
nm), is applied to the DSP implemented 
proportional integral and derivative (PID) 
controller for real time active control of the 
head suspension system. The suspension ann 
is set into resonance by applying bursts of 
band-limited white noise to the piezoelectric 
stacks and the resonant modes are sensed 
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Plate 6 Suspension arm incorporating sladt actuators Rgure 6 Open and dosed loop response for track positioning 
for s~t:aneous head positioning and flying heqtt 
control Simulated doted-leop respoue to ..Jt lttp mp•t (tnding) 
optically, for both data tracking and flying 
height control. However, actuation in one 
plane can induce resonance effects in the 
orthogonal plane, and vice versa. 
Modified PID controllers have been 
implemented to control and position the 
suspension ann with adequate bandwidth and 
stability. Bode plots show that the PID servo 
system's control loop for the tracking stage 
can be closed with a 25.6kHz gain cross-over 
frequency and phase and gain margins of 54° 
and infinity respectively. The flying height 
control stage is closed with a gain cross-over 
frequency of 2.33kHz and phase and gain 
margins of 51 o and infinity respectively. 
Figure 6 shows the experimental open 
loop response and the theoretical closed loop 
response for track following, with the response 
for the flying height control similar to that for 
track following. 
In an actual hard disk drive, position 
sensing would be achieved via the read/write 
head for flying height and from the tracking 
servo for track positioning. If data are read 
back from the disk, then according to the 
Wallace spacing loss equation[21 ], the 
amplitude of the read-back signal will be 
modulated by the spacing variations between 
the head and the disk due to the surface 
iJTegularities of the disk. The read-back signal 
from the magnetic head reflects the surface 
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topography of the disk, and will provide a 
feedback signal for the control system. 
Condusion 
In the CRIST laboratory a number of sensor 
systems have been developed for the 
characterisation of magnetic media and data 
storage systems. An Sl..M, with dynamic read-
write capability, and an MFM have 
principally been developed for the 
characterisation of magnetic and magneto-
optical thin films. By utilising the intensity 
imaging mode, the Sl..M is able to 
characterise the surface reflectivity with a 
spatial resolution of around l,.un. The MFM 
operates with the probe at constant height 
and so a prerequisite is that the surface 
topography is known. This is determined 
from a pre-imaging scan in AFM mode, 
whereby the probe tip is brought into contact 
with a sample surface, and raster scanned 
across it. The resultant deflection of the tip is 
recorded and used to create an image of the 
surface topography. The dual beam 
interferometer, for measuring head flying 
height, is so far able to measure dynamic 
surface topography of a rotating hard disk, 
with sub-nanometre resolution. Current 
instrument development is focused towards 
the simultaneous measurement of the head 
position, to realise the determination of its 
actual height above the disk surface in real 
time. 
In parallel with this is work on the dynamic 
characterisation of disk drives for ruggedised 
operations, such as in seismic data logging. 
Two experimental systems have been 
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developed for this based on CD-ROM optics 
and thick film piezoelectric sensors to 
measure the topography of the rotating disk 
drive under hostile operating conditions. 
Measurements of data-transfer to and from 
the disk will be used to further the 
understanding of data-transfer failure 
mechanisms under hostile operating 
conditions. 
Operation of hard disk drives relies on the 
head-to-disk flying height being maintained at 
a constant height. A sensor-controller-
actuator system has been developed to enable 
both the flying height and the track position 
to be maintained. Optical sensing is used at 
present to determine the attitude of the head 
and the response used to drive two 
independent actuators via a DSP 
implemented PID controller. Future 
developments of this system will include the 
replacement of the optical sensor by a direct 
measurement of the head's position from the 
actual head readout signal itself. This will 
form the basis of a realisable system that will 
be developed commercially in partnership 
with our collaborators, the Data Storage 
Institute, Singapore. 
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A new current-modulating probe for the magnetic force microscope (MFM) is proposed in this 
article. 1be magnetic field, which will be used to interact with a magnetic specimen's stray field, is 
induced on the sharp tip of the conical magnetic core surrounded by a microfabricated single turn 
conductive coil. The reciprocity principle is used to obtain the force acting on the probe due to the 
specimen's stray field when scanned over a magnetic specimen. The magnetic fieJd intensity is 
adjustable by control of the applied current Images of specimens have been modeled using this 
probe. The suitability to different specimens is seen to be the biggest advantage of this scheme over 
the conventional probe designs. C 2001 American Institute of Physics. 
[DOI: 10.1063/1.1358817] 
I. INTRODUCTION 
The magnetic force microscope (MFM) is the tool of 
choice for many studies, not only of magnetic domain struc-
tures, but also written bit patterns in recording media.1 Stan-
dard MFM probes (cantilevers) use silicon tips that are mag-
netically sensitised using ferromagnetic thin films. 
Unfortunately, this design has several inherent problems. 
First of all a variety of different designs and coatings need to 
be used depending on the magnetic properties of the speci-
men being imaged, i.e., if the specimen is magnetically 
"hard" or "soft." This means that an instrument must be 
reconfigured each time a new type of specimen is imaged. 
This imperfection can have serious consequences on the ac-
quisition of useful and quantifiable data. 
It is certainly important to find new ways to improve the 
resolution and sensitivity of magnetic field probes. Reliabil-
ity, reproducibility and controllability are also desirable 
properties for MFM probe. Using MFM as a information 
storage mechanism would only be taken up by industry if the 
sensitivity were also improved Thus, electromagnetically in-
duced fields as a replacement for the standard probe's stray 
field have been proposed, using either a microfabricated 
single-turn coil around an atomic force microscope (AFM) 
tip, 1 or a microfabricated aperture situated near the end of a 
standard cantilever that has been coated with conductive 
material.2 In the first case, a single-turn coil without any 
magnetic material's flux -concentrating effect just produces a 
weak magnetic field, thus causing low sensitivity. In the sec-
ond case, the magnetic field is generated from the cantilever 
surface, rather than a tip as with standard probes, so there is 
some difficulty in controlling the separation distance be-
tween probe and specimen; in addition, the two-peak mag-
netic field distribution generated by the aperture causes dif-
olAuthor to whom com:spondencc should be addressed; electronic mail: 
lhc@plymouth.ac.uk 
ficulties when imaging longitudinal magnetization 
specimens. In order to overcome the weaknesses of these 
designs, this article presents a new concept as a possible 
answer. 
11. THE NEW PROBE 
A current-modulating MFM probe is proposed, as shown 
in Fig. I . An electromagnetically induced field, complement-
ing the standard magnetically coated probe's stray field, is 
utilized The magnetic field, which will be used to interact 
with a magnetic specimen's stray field, is induced on the 
sharp tip of the conical soft magnetic core, surrounded by a 
microfabricated single turn conductive coil. The conical core 
is situated near the end of a standard cantilever that could be 
simultaneously utilized as an AFM probe. 
This design has the advantage that the field intensity, and 
hence specimen interaction, is variable, and also the results 
should be repeatable. Magnetic flux generated by the single 
turn conductive coil would be coupled to the tip by the soft 
magnetic material; therefore a sharp magnetic field can ema-
nate from the tip with a signal peak. Using the commercial 
finite element method package TOSCA, the magnetic field dis-
tribution has been studied. In Fig. 2, magnetic field intensity 
FIG. I. Schematic diagxa.m of the current-modulating MFM probe. The 
CUirl:nl flow armmd the magnetic core genc:mtes magnetic field at the sharp 
tip of the core. 
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FIG. 2. The perpendicular magnetic field intensily, H,(Oe) , is shown at 25 
nm above the sharp lip of the magnetic con: with 8 current densily of 2 
mAl J.UD2 over a 2 J.UD by 2J.UD range in the JC)I plane. 
H., normal to the cantilever plane, is shown for a height of 
25 nm above the tip, where the tip diameter is lOO run and 
the coil current density is 2 rnNJ.UD2• The bottom diameter 
and the height of the probe are 3 . .2 and 5 J.U1l, respectively. 
The single turn conductive coil has a square cross section 
with an area of I pm2• The soft magnetic conical core is 
assumed to be an FeN-based soft magnetic film, with a satu-
ration magnetization B s of 21 KG and an initial permeability 
of 3400.3 Note that by controlling the applied current, and 
hence the linear current density, the field strength can be 
varied. The current-modulating design gives a sharp single-
peak magnetic field distribution as shown in Fig. 2. 
Ill. MFM IMAGE PRINCIPLE 
In general, the simulation of MFM images has been re-
alized by considering the interaction between the magnetiza-
tion of the MFM's tip and a specimen's stray field. This 
allows the calculation of the force acting on the tip due to the 
field from the specimen. Given Newton's third law, the prin-
ciple of reciprocity can be used 4 The force acting on the 
specimen due to the tip's stray field when scanned over a 
magnetic specimen is calculated, which is the inverse of the 
force acting on the tip. This reciprocal force acting in the 
vertical, z, direction can be expressed as 
. f a/t}P(r+r') r:P=- ~ ~(r') ' iJ , d3r', 
spec , 'Z 
(I) 
where i corresponds to the direction x, y or z, M'r" is the x, 
y or z component of the magnetization of a specimen volume 
element and ~P(r+ r') is the stray field from the tip at that 
specimen volume element. This then allows the simulation of 
the new probe, since the calculated field intensity, as shown 
in Fig. 2, can be used with Eq. (1). 
In order to create image simulations a model is required 
for the magnetization of the specimen. In this work, perpen-
dicular magnetic media has been used. It uses a simple arct-
angent model, given in Eq. (2), but extended in the y direc-
tion to produce an image 
Wang eta/. 6779 
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FIG. 3. Simulated MFM image of six 0 .5-IUJl-long perpendicular bits using 
the cum:nt-modul8ting probe at I and 2 mAl pm2 current density. The probe 
is 8 magnetic conical con: with aS J.UD height, 100 nm tip diameter, and 3.2 
pm bottom diameter. A d.aD: or bright area, depending on magnetization 
direction, shows each bil The darkness or brighcness is proportional to the 
force acting on the tip. 
Mz=~ XM0Xarctan(xo). ~ aP (2) 
To produce a quick, efficient computer image simulation 
of the interaction between the probe and a magnetic speci-
men, a fast Fourier transform method has been used The 
images of the specimen's magnetic distribution were created 
by the convolution of the probe's gradient field and the 
specimen magnetization distribution.2 
IV. IMAGE COMPARISON 
The simulated MFM images shown in Fig. 3 were cre-
ated using the above technique. Simulated MFM images of 
six 0.5-J.UD-long perpendicular bits using the current-
modulating probe at I and 2 mN J.UD2 are shown in (a) and 
(b), respectively. The probe dimensions are as given earlier. 
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FIG. 4. M113netic field intensity' s dependence on the con: bottom diamew. 
The heighf. of the con: is S f'lD and the tip diameter is 100 mn. The modu-
lating cunent density is 2 rnAlpni. 
A dark or bright area, depending on magnetization direction, 
shows each bit The darkness or brightness is proportional to 
the force acting on the tip. It is clear that the image with 2 
mN pm2 current density is of better quality, in terms of con-
trast, than that of 1 rnNp.m2, which indicates that the opti-
mal image can be achieved by adjusting the applied current 
according to different types of the specimen. Such a suitabil-
ity to different specimens by adjusting the applied current to 
get the optimal image, no matter if the specimen is magneti-
cally "hard" or "soft," is the biggest advantage of this 
scheme over a conventional design. Our purpose in this ar-
ticle is to detect, or read, the existing information rather than 
altering (writing) it. A criteria of choosing the optimal sense 
field strength has been set, i.e., the sense field should not be 
greater than the specimen' s magnetic coercivity, otherwise 
the sense field will magnetize the specimen. 
An examination of the practical use of the probe is in 
hand. The probe's geometric effects on the field intensity and 
resolution have been studied. For all the geometric investi-
gations, the physical parameters of the core remain the same, 
which means that the saturation magnetization and the per-
meability remain tmchanged. Also, the modulating current 
remains the same, i.e., the current density is 2 mA/p.rn2 car-
ried in the coil with cross-section area of 1 pm2• 
Figure 4 indicates the field intensity's dependence on the 
core bottom diameter. The height of the core is 5 p.m and the 
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FIG. S. Magnetic field intensity' s dependence on the con: heighL The tip 
and bottom diamews of the con: are 100 run and3.2 pm, respectively. The 
modulating cwrent density is 2 rnAlf'lD2• 
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FIG. 6. Simulaled MFM image of a lransition from one dim:tion of mag-
netization to another using the current-modulating probe, with a tip diameter 
of 100 run in (a) and 2S run in (b), respectively. The boltom diameter is I 
f'lD and the height is 4 f'lD· The modulating current density is 2 mAl p.m2• 
tip diameter is 100 nm. As the bottom diameter decreases, 
the diameter of the coil decreases correspondingly to keep 
the same separation of I p.m between the core and the coil. 
As shown in Fig. 4, the field increases as the bottom diam-
eter's decreases to 1 p.rn. it then reaches a maximum, and 
decreases as the bottom diameter decreases further. There is 
a optimal bottom diameter around 1 pm. The first phase can 
be simply explained by the filet that the field intensity at the 
center is inversely proportional to the diameter of the coil by 
the Biot- Savart law. However, as the. core bottom diameter 
decreases below 1 p.rn. the saturated smaller magnetic core 
transports less magnetic flux to the core tip. 
A similar phenomenon has been fotmd for the core 
height, as shown in Fig. 5. The tip and bottom diameters of 
the core are 100 nrn and 3.2 p.rn. respectively. There is an 
optimal height of 4 p.m. The shorter the magnetic path, the 
higher the transmission efficiency of magnetic flux. Never-
theless, too short means a vanishing sharp top and the shrink-
age of the magnetic core, and hence less magnetic field ema-
nating from the tip. 
As mentioned above, the probe's sharp single peak field 
distnbution ensures a high resolution. By optirnizing the 
probe's geometric dimension, high-resolution imaging can 
be achieved As shown in Fig. 6, which represents the tran-
sition from one direction of magnetization to another, the 
probe with tip diameter of 25 run can obtain much better 
resolution than that with tip diameter of 100 run. 
V. CONCLUSIONS 
A new design for an electromagnetic MFM probe has 
been presented. MFM images have then been simulated us-
ing this new design. This has shown that magnetic specimens 
can be observed at an optimal quality by adjusting the cur-
rent. It is also shown that high-resolution imaging can be 
achieved by optimizing the probe's geometric dimension. 
1 H. Zhou, G. Mills, B. 010ng, A. Midha, L. Donaidson, and J. Weaver, J. 
Vac. Sci. Tcchnol A 17, 2233 (1999). 
2 J. Windmill and W. Clcgg, Intcrmag 2000, Toronto, Canada (unpub-
lished); m EE Trans. M.agn. (in pn:ss). 
3M. H. Kryder, S. Wang, and K. Rook, J. Appl Phys. 73, 6212 
(1993). 
4E. W. Hill, IEEE Trans. Magn. 31, 33SS (1995). 
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A new theoretical probe for the magnetic force microscope 
J.F.C. Windmill*, W.W. Clegg, D.F.L. Jenkins, P.J. Davey 
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Abstract 
The magnetic force microscope (MFM) is established as a valuable tool for the analysis of magnetic structures. The 
standard design of MFM incorporates a silicon tip coated with a magnetic material. However, these tips are subject to 
several inherent problems, e.g. changing characteristics over time due to damage or magnetic hysteresis. A new 
theoretical electromagnetic MFM probe is introduced here. Although electromagnetic MFM has been discussed before 
by Zhou et al. (J. Vac. Sci. Technol. A 17 (1999) 2233), the design presented here is a different approach. Two different 
probe iterations and their magnetic field intensity distribution are modelled. The probe imaging capability is compared 
using the reciprocity principle (Wrigbt and Hill, Appl. Phys. Letl 68 (1996) 1726) to image the simulated force interaction 
between a sample and the probe fields. Thus, images of a sample's magnetic distribution are produced by the convolution 
of the different probe gradient field distributions and the sample magnetisation. Both perpendicular and longitudinal 
magnetisation patterns were simulated with the different probe iterations. This clearly showed the improvement of the 
second probe iteration, particularly for longitudinal patterns. The practical use of the new probe is also discussed, and 
future work outlined. © 2001 Published by Elsevier Science B.V. 
Keywords: MFM; Magnetic modelling; Electromagnetic MFM probe 
The design of magnetic force microscope (MFM) 
probes is a continuing area of research interest. The 
standard MFM probe uses a silicon tip, magnetically 
sensitised using a ferromagnetic coating. This design has 
several inherent problems, for example, a range of probes 
are required to image different samples, and a probe's 
characteristics can change over time. As such it is difficult 
to obtain quantitative data using MFM. A possible an-
swer to these problems is to use an electromagnetic probe 
to interact with a magnetic sample. An electromagnetic 
MFM probe has been reported before; however, it is 
a relatively new idea, and the design presented here is 
completely novel [1]. A field would be created about 
a micro-sized aperture in a conductor at the end of 
a cantilever. This follows the Biot-Savart law, where, by 
changing the current density in a conductive material, the 
magnetic field intensity normal to its surface is altered. So 
the current must flow around the aperture, changing the 
current density local to the aperture, generating a field. 
• Corresponding author. Fax: + 44-1752-2325-83. 
E-lflllil address: jwindmill@plymoutb.ac.uk(J.F.C. Windmill). 
The probe has the advantage that the field intensity is 
variable, controllable, and should provide repeatable re-
sults. 
The first probe field model, shown in Fig. 1, followed 
work done in the 1970s on current-access bubble mem-
ory, where a circular aperture was modelled [2]. This was 
then confirmed using three-dimensional finite element 
modelling. The next step was to simulate the imaging 
performance of the new probe. Most previous work has 
simulated the interaction between the probe tip magnet-
isation and a sample's stray field, and thus the force 
acting on the tip. However, the reciprocity principle can 
be used [3]. In this case the force on the sample due to 
the interaction of the probe stray field and the sample 
magnetisation is considered, i.e. the inverse of the force 
on the probe. Magnetisation distribution models for 
perpendicular and longitudinal magnetic media bit 
transitions have been used to simulate the imaging capa-
bility of the new probe [4]. A FFT convolution of the 
probe's gradient field and the sample magnetisation dis-
tribution then creates simulated DC-MFM images. 
The simulated images shown in Fig. 2a and b were 
created using the above technique for a circular aperture 
0304-8853/01/S-see front matter © 2001 Published by Flsevier Science B. V. 
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probe. In Fig. 2a the new probe, with a flying height of 
25 nm, images a perpendicular bit pattern. The pattern is 
successfuDy imaged, highlighting the domain transitions 
as dark or light lines, where the shading indicates the 
transition direction, depending on the probe's travel and 
orientation. In Fig. 2b the circular probe has imaged 
a longitudinal bit pattern. However, a large artefact is 
created by the twin peaks of field intensity. Each 
transition is imaged separately by each peak, so creating 
a pair of lines for each transition. The answer was to 
change the design such that one field intensity peak was 
dominant over the other. Using a semicircular aperture, 
Dimension (urn) 
Fig. I. (a) Magnetic field intensity, H, (Oe), for a O.S J1IIl circular 
aperture, at height 2Snm from probe surface and sheet current 
density of 2mA/JUD. (b) H, (Oe) under same conditions for 
a O.S J1ID semicircular aperture. 
Fig. 1, the current density past the semicircle's straight 
edge is lower than that past the circular edge. The result-
ing image simulations, Fig. 2c and d, demonstrate that 
the semicircular aperture can successfully image both 
perpendicular and longitudinal domains. 
The practical use of the new probe is also under invest-
igation. The probe would be sited near the end of a stan-
dard bar SPM cantilever coated with a conductor. The 
conductive material must be able to tolerate sufficient 
current, with no adverse effects due to, for example, 
electromigration, to create the required field intensity. 
Fortunately, given the currents used in the models, this 
problem will not arise. The possible interference due to 
the conductive cantilever on the imaging process is also 
a potential obstacle. However, although the cantilever 
does create a magnetic field, it is significantly smaller 
than that of the aperture. A further step is to use a blunt 
tip on the cantilever under the aperture. This reduces the 
field effects from the cantilever, whilst increasing its flying 
height, and would also act as a topography probe for 
pre-MFM scanning. 
A theoretical design for a new electromagnetic MFM 
probe is presented. The design was used to simulate 
MFM images. Although the first circular aperture suc-
cessfully imaged perpendicular magnetic domain transi-
tions and their direction, unfortunately, longitudinal 
domains were not imaged correctly. The second, semicir-
cular, aperture did successfully image both longitudinal 
and perpendicular domain patterns. The preliminary 
Fig. 2. (a) Simulated DC-MFM image of 1 J1IIl perpendicular bits, with a 250-nm.<Jiameter circular aperture. A dark or light line 
indicates transition direction, depending on probe flight and orientation. (b) Longitudinal bits imaged using probe of (a). Each d omain 
transition is imaged twice, due to the twin peak effect. (c) Perpendicular pattern of (a), imaged with a O.S-JIIII.<Jiameter semicircular 
aperture. (d) Longitudinal bits imaged with probe of(c), in this case imaged correctly. 
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problems of using the probe in practice were 
discussed, with solutions suggested. In time the new 
MFM probe will hopefully be put through practical tests. 
As such, the results from this and advanced modelling 
developments will be published in the future. 
The authors would like to acknowledge the support of 
the Wohlfarth fund. 
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A Scanning Laser Microscope System to Observe 
Static and Dynamic Magnetic Domain Behavior 
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Absi'Nct-Scamdng laser mkrotcopes (SLMs) have been UJed 
to cllantctuhe the magnetic properties or materials for some 
time. Tbe flnt SLM bullt 111 was a purely static system capable or 
l.maglng magnetic domains. Dynamlc capabWty was latrodnc:ed 
wltla the development ortbe R-Tbeta microscope 121. However, thb 
microscope atllb:es a rotating drive. A ~Ca.Uiag la.er mkroscope 
.... been deslgaed to observe the dynamic bebavior or domain 
1wltcblag during the tbermo-mapetlc write process and the 
sub~eqea.t magaetlzatlon state (domain orleatatlon) In statloa.ary 
media, wltllout the req~ment for a rotatla.g drive. lt will 
also be ased to write to tile mapeto-optlc (MO) dlsk material 
tllermo-magaetically prior to llnaglag. Images are derived from 
tbe loagitadlnal and polar magneto-optic Kerr effects. In this 
paper, the different con.ftgaratlo:u for lmaglag are described and 
some lnltlallmages are presented. 
11Uia TDW~S-Data storage, dya.amlc laser mlcroscopy, mag-
neto-optics. 
I. INTRoDUCfJON 
T HE aim of the project is to develop a versatile imaging system that enables the observation of magnetic behavior 
for a variety of applications. Scanning laser microscopes 
(SLMs) are extremely well suited for this and are also able 
to write bits for subsequent imaging with either an SLM or a 
magnetic force microscope (MFM). While an SLM is able to 
image at a resolution of >..f2 (around 250 nm in this case), its 
writing resolution capability is greater than this limit, as it is 
principally a thermal process, as opposed to an optical one. The 
thermal profile of the laser-heated region mirrors that of the 
optical intensity profile of the laser, but only the central region, 
where the temperature is above the Curie point (Tc), is able 
to reverse domains. Compared to an SLM (without scanning 
near-field microscopy-sNOM-<:apability), an MFM offers 
high-resolution imaging at the nanometer level, but with a 
very limited scan area; typically, this is up to lOO x lOO 1-UD-
'Ibe SLM, however, is able to image a much larger area, up to 
10 x 10 mm in 50 nm increments, by mounting the sample on 
a precision motorized x-y sample stage. 
Wherever possible, the microscope system has been made 
modular. This enables the imaging system to be flexible and al-
lows functions to be added or changed for different applications. 
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Fig. I . Optical pathway for the SLM system. 
This is also a consideration for future development and appli-
cations of the microscope, for example, a scanning near-field 
magneto-optic module. 
'The scanning laser microscope system is based around a central 
PC that uses National Instruments Lab VIEW software as the user 
interface and development base. The component parts of the mi-
croscope system are controlled and monitored from the computer 
via both a data acquisition (DAQ) board and other dedicated con-
trol cards. 'The system is now largely complete and experimental 
testing of a variety of material specimens has begun. 
IT. OPTICAL SYSTEM DESIGN 
The optical system incorporates both Gaussian beam optics 
(for beam transformation) and geometric optics (scanning and 
de-scanning) [3]. To enable the laser beam to both be completely 
stationary and completely fill the aperture of the final focusing 
objective, a small amount of beam over-spill is permissible. This 
is shown schematically in Fig. 1. The output beam from the laser 
is expanded, spatially filtered, then focused to a 5 1-'lD spot at the 
midpoint of the AO modulator (AOM); the rise time of the AOM 
is directly proportional to the spot size. Geometric optics is used 
to image the scan mirror pivot points using relay lenses RL I and 
RL2, to image both pivot points (or stationary points) onto the 
back focal plane of the final focusing objective lens, with unity 
magnification. Gaussian beam optics are simultaneously used to 
transform the beam wave fronts to produce a collimated beam 
at the back focal plane of the final focusing objective lens. A 
0018-94S6m$17.00 0 2002 IEEE 
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Fig. 3. Sialic imaging process. The sample is JDOIDltcd OD the x-y stage and 
scanned under the difhction limited laser spol 
critical requirement of this is the positioning (d) of the second 
relay lens (RL2). 1be positioning of this lens is absolutely cru-
cial for the microscope's dynamic operation. Lenses IA-L7 are 
then used to transform the beam before relay lens RLI produces 
a waist at a point I+ &o from relay lens L2, where I is the focal 
length of lens RL2 and &o is the Raleigh range associated with 
the beam waist. If d $::$ J + 4 0 (to a very good approximation), 
then this ensures that the projection of the waist by lens RL2 
is a maximum, as shown in Fig. 2. This means that the diver-
geoce angle of the transformed beam is a minimum, ensuring 
optimum collimation of the beam. The system is now capable 
of scanning a diffraction-limited spot over the sample surface. 
A linear polarizer. between RL2 and the beam splitter, ensures 
that the incident beam is plane polarized. 
Static imaging is then accomplished by means of moving the 
sample using the precision x-y stage, as shown in Fig. 3. To enable 
dynamic imaging of samples the AOM and scan-mirrors are uti-
lized. Geometric. orparax.ial, optics are used to image mirror SM I 
onto SM2, and. consequently, the pair to the back-focal plane of 
the objective lens. 1be laser spot can now be z-y scanned on the 
sample surfilce. Further relay optics are then used to de-scan the 
returning laser beam before it reaches the detectors. 
The microscope is designed to obset"Ve the dynamics of mag-
netic structures, both spatially and temp<nlly. This can be ac-
complished by changing the instant of optical or electronic sam-
pling slowly in phase with respect to the repetitive excitation of 
the magnetic structure. For example, a magnetic devioe is placed 
within a cyclic magnetic field and the laser pulse and consequent 
data capture are timed for a specific point in the field cycle. An-
other mode will use the Argon-Ion laser to simulate a dynamic 
Fig. 4. Image of pcrpendiculn domain paUems OD a bubble. 
Fi3. 5. Intensity image of an map:Oc: inlcgralcd circuit layout ( 100 ~Am'). 
bit-write process on the MO disk. This can then be simultane-
ously imaged in real-time using the CCD camera and light re-
flected (from pulsed laser beam) onto the photo detectors at a 
specific time during the write procedure. Further work will use 
a scanning near-field module to image the change in magnetic 
structure over time, at a greatly increased spatial resolution, i.e., 
below the difllaction limit [4). 
The static magnetic images are derived from any of the three 
Kerr magneto-optic effects. The polarized incident light is pro-
duced by either a fast pulsed (2- 3 ns) Nitrogen/dye laser, illu-
minating the full observation field, or from an Argon Ion laser, 
operating in diffraction-limited scanned spot confocal mode. 
Both lasers are wavelength-tuneable. In the second case, either 
the specimen being imaged is raster-scanned under the laser 
spot via a Burleigh XY Worm Table, or the laser beam itself is 
scanned across the specimen using servo-mounted mirrors [3). 
The returning light is then detected with quadrant photo-detec-
tors, wbere a nwnber of imaging modes are possible. A cooled 
CCD camera allows full-field low-level direct imaging of the 
sample, with integration over several frames if necessary for 
better noise performance. 
ill. lNmAL REsULTS 
The microscope is able to obtain images of magnetic domains 
using the magneto-optic Kerr effects, orpsuedo-topographic im-
ages of the sample surface using the microscope's intensity-only 
imaging mode. The initial image results from the microscope 
system are shown below. Fig. 4 shows a static image of the per-
pendicular magnetic domain pattern on the surface of a bubble 
memory chip, and Fig. 5 shows a secondary imaging mode, 
where the surfaoe topography has been captured, from the re-
flectivity of the surface itself. This can be done at high speed 
using the servo-mount.ed mirrors. It allows the operator to map 
out the specimen under investigation and thus select areas of 
specific interest for further magnetic imaging. 
Fig. 6 shows static images of the perpendicular magnetic do-
main pattern on the surfaoe of a ThFeCo substrate. Image (a) 
of Fig. 6 shows the perpendicular domain pattern of a TbFeCo 
substrate captured using the SLM at Queens University Belfast 
(UK.). This can be compared with the image in (b) obtained 
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Fig. 6. Compamtive JD.1811CID-<lplic imqa of a lbFcCo substratc. (a) 
SLM Image C Quc:cns UnM:rsity Belfast (40 x 40 pm); (b) SLM image 
(60 x 60 pm) C University of Plymouth. 
using the dynamic SLM in (static) polar Kerr mode. It is shown 
that the SLM is capable of imaging magnetic domains compa-
rable to equivalent static imaging systems. 
IV. DISCUSSION AND CONCLUSION 
A scanning laser microscope system has been designed to 
observe the static and dynamic magnetic domain behavior. At 
present. the electronics and Lab VIEW control software are 
largely complete. However, the optical system is still wtder 
development to enable dynamic imaging of magneto-optical 
samples. The microscope is currently able to operate in static 
mode. In this mode the laser beam path is fixed and the sample 
under investigation is moved with respect to the focused laser 
spot. Preliminary results have shown that the system is capable 
of producing static images. Operation of the microscope was 
initially confirmed by surfuce topography observations, using 
the reflectivity of the surface itself. Subsequently, magnetic 
images were then obtained of domain patterns on the surface 
of a bubble memory chip. Currently, the dynamic operation of 
the microscope, for real-time observation of domain switching, 
is close to completion and the results will be presented in the 
near future. 
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Abstract 
Scanning laser microscopes (SLM) have been used to characterise the magnetic properties 
of materials for some time [1,2}. A scanning laser microscope has been designed to 
facilitate a number of operating modes: both for writing and reading magneto-optical 
data. The current SLM is capable of thermo-magnetically recording bits onto magneto-
optical thin films. Unlike previous SLJvfs, the current instrument has been designed to write 
bits both statically and dynamically onto stationary media. It ·will be used to write to 
magneto-optic (At/0) disk material thermo-magnetically prior to imaging. Images may be 
derived from the longitudinal and polar magneto-optic Kerr effects, which are wavelength 
dependent, using the appropriate laser wavelength. In this paper the two configurationsfor 
dynamic recording are described 
1. Introduction 
The overall aim of the project is to develop a magneto-optical scanning laser microscope 
system that enables the recording and subsequent observation of magnetic behaviour for a 
variety of applications. Wherever possible the microscope system has been made modular. 
This enables the imaging system to be fl exible and allows functions to be added or 
changed for different appl ications. This is also a consideration for future development and 
applica tions of the microscope, for example Confocal lmaging and a lso a Scanning Near-
Field Magneto-Optic module. 
The scanning laser microscope system is based around a central computer that uses 
National Instruments LabVIEW software as the user interface and development base. The 
system is now largely complete, and the imaging capabilities of the microscope have been 
demonstrated for both magneto-optical and pseudo-topographic imaging [3]. In this paper 
we wi ll demonstrate the use of the SLM for dynan1ic and stat ic recording of bits onto 
TbFeCo thin films. 
2. System Design 
T he general system design layout is shown in Figure I . The following sections describe the 
design and operation of the microscope's two recording modes. The optical system is 
schematically shown in Figure 2. The imaging system has been described previously [3], 
however the key features of the imaging system [ 4] are uti lised for dynamic recording. The 
principle requirement of the optical system is to deliver a coll imated beam to the fina l 
obj ective lens, under both static and dynan1ic operating conditions. By slightl y overfilling 
the obj ective lens with a collimated beam we can optimise the spatial resolution of the 
microscope. The princi ples governing thermo-magnetic recording are now described, for 
both static and then dynamic operation. 
Fig. 1 A block diagram of the system showing all the component parts making up the 
microscope. 
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Fig. 2 The optical pathway for the SLM system. 
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Static Thermo-Magnetic Recording: Tlus is the simplest recording arrangement using 
the SLM. The output beam is expanded, spatially filtered , then focused to a spot at the 
midpoint of the AO modulator (AOM). The rise time of the AOM is directly proportional 
to the spot size, with, for example, a 50 mm spot yielding rise time of 8 ns. The beam then 
passes via a series of bean1 transformation lenses and two relay lenses to produce a 
coll imated beam that just over-fills the aperture of the objective lens, to produce a 
diffraction limited spot at the sample surface. The argon ion laser is operated in CW mode 
at 488 run or 515 nm and the AOM set to deflect the laser beam out of the main optical 
path. In order to write a 'bit' the AOM is triggered and a pulse of light delivered to the 
san1ple surface. A piezoelectric focusing corrector, incorporated into the microscope for 
fine z-control of the objective lens, enables optimum delivery of the laser beam to the 
sample. To enable the localised reversal of the magnetisation state, a small coil is used to 
generate a bias field of around 50 Oe. However, depending on the induced temperature 
rise, it should also possible to switch the domains without the assistance of the bias field . 
Once the 'bit' has been written the sample is moved to the next point using the x-y stage 
Dynamic Thermo-Magnetic Recording: For dynamic record ing the arrangement is very 
similar to that used for static recording, although the implementation is considerably more 
difficult. The galvanometer mirrors are used in conjunction with AOM to simulate the 
recording process in a rotating disk drive. With the initial state being laser on and AOM 
deflecting beam out of path, the x-mirror only is triggered to scan at a speed equivalent to a 
rotating drive. The same trigger signal is delivered to the AOM, but in this case via a 
variable delay line, so that the AOM is triggered just as x-mirror approaches the near 
normal incidence condition. Thus, a focused spot is scanned over the sample surface, as in 
a normal magneto-optical drive. The beam spot size, on the san1ple surface, will vary 
slightly as the spot is scanned. The piezoelectric focusing facility will be developed to 
enable fast auto-focusing of the scanned spot, to maintain a constant spot size during 
scanmng. 
4. Results 
The capability of the microscope to image magnetic domains has already been 
demonstrated. Figure 3 shows a static image of the perpendicular magnetic domain pattern 
on the surface of a bubble memory chip. 
Fig. 3 An image of perpendicular magnetic domain patterns on a bubble memory 
chip (40mm x 32mm). 
Magneto-optical fi lms of TbFeCo and GdFeCo will be used to record bits thermo-
magnetically, in both the static and dynamic configurations. These films have been 
characterised by their hysteresis loops as a function of temperature. Tills was over the 
temperature range 20° C to 280° C to determine the coercivity and compensation 
temperature (TC), wruch for these fi lms is around 180° C. Figure 5 shows the hysteresis 
loops obtained during heating and the effect of increasing temperature on the coercive 
field. The microscope will be used to record bits both statically and dynamically on 
TbFeCo and GdFeCo thin films. The ' bits ' recorded with both films will be presented and 
compared for both static and dynamical configurations. 
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Fig. 4. Magneto-optic Kerr effect loops of TbFeCo films at different temperatures, 
showing the effect on the coercivity with increasing temperature. All loops recorded 
during heating. The upper and lower loops are below and above TC respectively. 
5. Conclusions 
A scanning laser microscope system has been designed for both the recording and 
observation of magnetic domains, under static or dynamic conditions. Operation of the 
microscope was initially confirmed by surface topography observations, using the 
reflectivity of the surface itself. Preliminary results have also shown that the system is 
capable of producing both static and pseudo-dynamic images [6]. TbFeCo and GdFeCo 
films have been grown on glass for investigating the recording capability of the SLM. 
Resul ts will be presented for both films and the implications of dynamic recording and the 
limitations of static recording discussed. 
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